DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County ONSLOW Instrument Location NCHS NEW RIVER AND

Instrument Serial No. 008722

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 26 day of APRIL, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

ONSLOW COUNTY MCAS NEW RIVER 660

Serial Number: 008922
Test Date: 04/26/2010

Citation Number: M00000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HALL, RANDY E
 Permit Number: 03462E
 Effective:
 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
 Agency: DHHS
Test Type: Breath Test

Lot Number: AG904902
Exp Date: 02/18/2011

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>Pass</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:49am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:49am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:50am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:51am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:51am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:52am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:54am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:54am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
### Intox EC/IR-II: Preventive Maintenance

**ONSLOW COUNTY MCAS NEW RIVER 660**

Serial Number: 008922       Test Record Number: 142  
Test Date: 04/26/2010       Test Time: 11:55am EDT

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:55am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:55am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:55am</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:56am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:56am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:56am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:56am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:56am</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:56am</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:56am</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:56am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:56am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

This form is used when performing Preventive Maintenance procedures.  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007

---

[Signature: Analyst]
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Onslow
Instrument Location: Onslow County

Instrument Serial No.: 008731
Sheriff's Office

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 26 day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

ONSLOW COUNTY ONSLOW COUNTY SD 660

Serial Number: 008931
Test Date: 04/26/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HALL, RANDY E
Permit Number: 03462E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG920302
Exp Date: 07/22/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:33pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:33pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>12:34pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:35pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:35pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:36pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:38pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:39pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

ONSLOW COUNTY ONSLOW COUNTY SD 660

Serial Number: 008931    Test Record Number: 1125
Test Date: 04/26/2010    Test Time: 12:39pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:40pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:40pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:40pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:40pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:40pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:40pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:40pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:40pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:40pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:40pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 26 day of APRIL, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

ONSLOW COUNTY ONSLOW COUNTY SD 660

Serial Number: 008932
Test Date: 04/26/2010

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HALL, RANDY E
Permit Number: 03462E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG920302
Exp Date: 07/22/2011

Test          g/210L  Time
DIAG          Pass    12:34pm
AIR BLK       .00     12:34pm
ACCY CHK      .08     12:35pm
AIR BLK       .00     12:36pm
SUB TEST      .00     12:36pm
AIR BLK       .00     12:37pm
SUB TEST      .00     12:39pm
AIR BLK       .00     12:40pm

Reported AC:  .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

ONSLOW COUNTY ONSLOW COUNTY SD 660

Serial Number: 008932   Test Record Number: 500
Test Date: 04/26/2010   Test Time: 12:40pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:40pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:40pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FRNT</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES  
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD  
INTOXIMETERS, MODEL INTOX EC/IR II

County: Onslow  
Instrument Location: Jacksonville, N.C.

Instrument Serial No. 008930

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 26 day of April, 2010, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

ONSLOW COUNTY JACKSONVILLE PD 660

Serial Number: 008930
Test Date: 04/26/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HALL, RANDY E
Permit Number: 03462E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG825401
Exp Date: 09/10/2010

Test       g/210L   Time
DIAG       Pass     1:18pm
AIR BLK    .00      1:19pm
ACCY CHK   .07      1:20pm
AIR BLK    .00      1:21pm
SUB TEST   .00      1:21pm
AIR BLK    .00      1:22pm
SUB TEST   .00      1:24pm
AIR BLK    .00      1:24pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:25pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:25pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:25pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:25pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:25pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:25pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:25pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:25pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:26pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:26pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:26pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:26pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Randy E. Hall
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Crislow
Instrument Location: Camp Lejeune
Instrument Serial No.: 008920

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 26 day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: Randy E. Anderson
Certificate Number: 354

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

ONSLOW COUNTY CAMP LEJEUNE PMO 660

Serial Number: 008920
Test Date: 04/26/2010

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HALL, RANDY E
Permit Number: 03462E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG910501
Exp Date: 04/15/2011

Test g/210L Time

DIAG Pass 2:16pm
AIR BLK .00 2:17pm
ACCY CHK .08 2:17pm
AIR BLK .00 2:18pm
SUB TEST .00 2:19pm
AIR BLK .00 2:20pm
SUB TEST .00 2:21pm
AIR BLK .00 2:22pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox BC/IR-II: Preventive Maintenance

ONSLOW COUNTY CAMP LEJEUNE PMO 660

Serial Number: 008920   Test Record Number: 440
Test Date: 04/26/2010    Test Time: 2:23pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:24pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:24pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:24pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:24pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD INTOXIMETERS, MODEL INTOX EC/IR II

County: Carteret  Instrument Location: Morehead City, NC

Instrument Serial No. 00873

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 27 day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-III: Subject Test

CARTERET COUNTY MOREHEAD CITY PD 150

Serial Number: 008731
Test Date: 04/27/2010

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HALL, RANDY E
Permit Number: 03462E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG91051
Exp Date: 04/15/2011

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:31am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:31am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:32am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:33am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:33am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:34am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:36am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:36am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CARTERET COUNTY MOREHEAD CITY PD 150

Serial Number: 008731  Test Record Number: 713
Test Date: 04/27/2010  Test Time: 11:37am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:37am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:37am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:37am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:37am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:37am</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>11:37am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:37am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:37am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:38am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:38am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:38am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:38am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 27 day of April, 2018 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

Serial Number: 008605
Test Date: 04/27/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HALL, RANDY E
Permit Number: 03462E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG920302
Exp Date: 07/22/2011

Test  g/210L  Time

DIAG  Pass  12:30pm
AIR BLK  .00  12:31pm
ACCY CHK  .07  12:32pm
AIR BLK  .00  12:33pm
SUB TEST .00  12:33pm
AIR BLK  .00  12:34pm
SUB TEST .00  12:36pm
AIR BLK  .00  12:37pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

Randy E. Hall
### Intox EC/IR-II: Preventive Maintenance

**CARTERET COUNTY CARTERET COUNTY SD 150**

Serial Number: 008605  Test Record Number: 1547  
Test Date: 04/27/2010  Test Time: 12:37pm EDT

System Check: Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:37pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:37pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:38pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>12:38pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:38pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:38pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:38pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:38pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:38pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:38pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:39pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:39pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance  
Status: Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007

---

*Signature*

**Analyst**
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: CARTERET
Instrument Location: ATLANTIC BEACH

Instrument Serial No.: 008785

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 27 day of APRIL, 2018 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: RAYE E. HALL
Certificate Number: 351

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

CARTERET COUNTY ATLANTIC BEACH PD 150

Serial Number: 008785
Test Date: 04/27/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HALL, RANDY E
Permit Number: 03462E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG910501
Exp Date: 04/15/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:28pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:29pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>1:29pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:30pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:31pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:31pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:33pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:34pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

[Signature]
Analyst
**Intox EC/IR-II: Preventive Maintenance**

**CARTERET COUNTY ATLANTIC BEACH PD 150**

Serial Number: 008785    Test Record Number: 319
Test Date: 04/27/2010    Test Time: 1:34pm EDT

System Check: Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:34pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:34pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:36pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:36pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

Randy F. Hall
Analyst

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County CARTERET Instrument Location EMERALD TEST LAB

Instrument Serial No. 008620

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 27 day of APR, 2018 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

CARTERET COUNTY EMERALD ISLE PD 150

Serial Number: 008620
Test Date: 04/27/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HALL, RANDY E
Permit Number: 03462E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG910501
Exp Date: 04/15/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:29pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:30pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>2:30pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:32pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:32pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:33pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:34pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:35pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Randy E Hall
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CARTERET COUNTY EMERALD ISLE PD 150

Serial Number: 008620     Test Record Number: 931
Test Date: 04/27/2010     Test Time: 2:36pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:36pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:36pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:36pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>2:36pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:36pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:36pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:36pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:36pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:37pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:37pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:37pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:37pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Randy E. Hall
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County CRAVEN  Instrument Location HAUSACK A.D.

Instrument Serial No. 003800

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 28 day of APRIL, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

CRAVEN COUNTY HAVELock PD 240
Serial Number: 008800
Test Date: 04/28/2010
Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HALL, RANDY E
Permit Number: 03462E
Effective: 10/01/2009-10/01/2011
Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG904902
Exp Date: 02/18/2011

Test g/210L Time
DIAG Pass 12:06pm
AIR BLK .00 12:07pm
ACCY CHK .07 12:08pm
AIR BLK .00 12:09pm
SUB TEST .00 12:10pm
AIR BLK .00 12:10pm
SUB TEST .00 12:12pm
AIR BLK .00 12:13pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CRAVEN COUNTY HAVELOCK PD 240
Serial Number: 008800    Test Record Number: 276
Test Date: 04/28/2010    Test Time: 12:13pm EDT
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:14pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:14pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:14pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:14pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:14pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:14pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:14pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:14pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Craven
Instrument Location: MCAS Cherry Point PWO

Instrument Serial No. 010819

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 28 day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number 354

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

CRAVEN COUNTY MCAS CHERRY POINT 240

Serial Number: 010819
Test Date: 04/28/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HALL, RANDY E
Permit Number: 03462E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG902603
Exp Date: 01/26/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:54pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:55pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>12:55pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:56pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:57pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:58pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:59pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:00pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:01pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:01pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:01pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:01pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:01pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:01pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:01pm</td>
</tr>
<tr>
<td>ET</td>
<td>Pass</td>
<td>1:01pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:02pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:02pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:02pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:02pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Randy E. Hall
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: CRAVEN
Instrument Location: CRAVEN COUNTY

Instrument Serial No.: 008732

Sheriff's Office

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 28 day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

CRAVEN COUNTY CRAVEN COUNTY SD 240

Serial Number: 008732
Test Date: 04/28/2010

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HALL, RANDY E
Permit Number: 03462E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG910501
Exp Date: 04/15/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:55pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:55pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>1:56pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:57pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:58pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:59pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:00pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:01pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CRAVEN COUNTY CRAVEN COUNTY SD 240

Serial Number: 008732    Test Record Number: 606
Test Date: 04/28/2010    Test Time: 2:02pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:02pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:02pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:02pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>2:02pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:02pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:02pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:02pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:02pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:03pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:03pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:03pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:03pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the _28_ day of _April_ , 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

CRAVEN COUNTY NEW BERN PD 240

Serial Number: 008817  
Test Date: 04/28/2010

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HALL, RANDY E
Permit Number: 03462E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG904902
Exp Date: 02/18/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:31pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:32pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>2:32pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:33pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:34pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:35pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:36pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:37pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

*Craven County New Bern PD 240*

Serial Number: 008817    Test Record Number: 237  
Test Date: 04/28/2010    Test Time: 2:38pm EDT

System Check: **Passed**

### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:38pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:38pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:38pm</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>2:38pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:38pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:38pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:38pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:38pm</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:39pm</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:39pm</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:39pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:39pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: **Pass**

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Jones
Instrument Location: Jones County

Instrument Serial No.: 003705

Sheriff's Office

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 29 day of April, 2009 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

JONES COUNTY JONES COUNTY SD 510

Serial Number: 008705
Test Date: 04/29/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HALL, RANDY E
Permit Number: 03462E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG910501
Exp Date: 04/15/2011

Test g/210L Time

DIAG Pass 10:56am
AIR BLK .00 10:57am
ACCY CHK .08 10:58am
AIR BLK .00 10:58am
SUB TEST .00 10:59am
AIR BLK .00 11:00am
SUB TEST .00 11:01am
AIR BLK .00 11:02am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Randy E. Hall

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
# Intox EC/IR-II: Preventive Maintenance

**JONES COUNTY JONES COUNTY SD 510**

Serial Number: 008705  Test Record Number: 534  
Test Date: 04/29/2010  Test Time: 11:03am EDT

**System Check: Passed**

## Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:03am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:03am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:03am</td>
</tr>
</tbody>
</table>

## Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:03am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:03am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:03am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:03am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:03am</td>
</tr>
</tbody>
</table>

## Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
</tbody>
</table>

## Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
</tbody>
</table>

## CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
</tbody>
</table>

**Preventive Maintenance Status: Pass**

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 29th day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number
Intox EC/IR-II: Subject Test

PAMLICO COUNTY PAMLICO COUNTY SD 680

Serial Number: 008640
Test Date: 04/29/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HALL, RANDY E
Permit Number: 03462E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG910501
Exp Date: 04/15/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:19pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:19pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>12:20pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:21pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:21pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:22pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:23pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:24pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

PAMLICO COUNTY PAMLICO COUNTY SD 680

Serial Number: 008640   Test Record Number: 697
Test Date: 04/29/2010   Test Time: 12:25pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:25pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:25pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:25pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:25pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:25pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:25pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:25pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:25pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:26pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:26pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:26pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:26pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

(Handwritten signature)

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30 day of APRIL, 2010, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

JOHNSTON COUNTY JOHNSTON CO. JAIL 500
Serial Number: 008846
Test Date: 04/30/2010
Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RUSSELL, LARRY H
Permit Number: 06108E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG920301
Exp Date: 07/11/2011

Test  g/210L  Time
DIAG  Pass  10:58am
AIR BLK .00  10:59am
ACCY CHK .08  11:00am
AIR BLK .00  11:01am
SUB TEST .00  11:01am
AIR BLK .00  11:02am
SUB TEST .00  11:04am
AIR BLK .00  11:05am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

JOHNSTON COUNTY JOHNSTON CO. JAIL 500
Serial Number: 008846  Test Record Number: 1125
Test Date: 04/30/2010  Test Time: 11:11am EDT
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:13am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:13am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:13am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:13am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Wayne Instrument Location: Seymour Johnson AFB
Instrument Serial No.: 038726 1010 Vermont Garrison Rd., Goldsboro, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 12th day of April, 2013, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: __________
Certificate Number: 647

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

WAYNE COUNTY SEYMOUR JOHNSON AFB 950

Serial Number: 008786
Test Date: 04/12/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: KEESLER, LINDA A
Permit Number: 11646E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG910601
Exp Date: 04/16/2011

Test   g/210L   Time
DIAG     Pass   3:54pm
AIR BLK .00   3:55pm
ACCY CHK .08   3:56pm
AIR BLK .00   3:56pm
SUB TEST .00   3:57pm
AIR BLK .00   3:58pm
SUB TEST .00   4:00pm
AIR BLK .00   4:01pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

WAYNE COUNTY SEYMOUR JOHNSON AFB 950

Serial Number: 008786    Test Record Number: 80
Test Date: 04/12/2010    Test Time: 3:42pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:42pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:42pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:42pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>3:42pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:42pm</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>3:42pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:42pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:42pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:43pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:43pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:43pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:43pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Hyde
Instrument Location: Hyde Cnty. S. C. - Decatur

Instrument Serial No. 004797

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 21st day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

HYDE COUNTY HYDE CO SO OCRACOKE 470

Serial Number: 008797
Test Date: 04/21/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: KEESLER, LINDA A
Permit Number: 11646E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG910601
Exp Date: 04/16/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:20pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:21pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>12:22pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:23pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:23pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:24pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:26pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:27pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR.

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County [Space] Instrument Location [Space] San Diego, CA S.O. - HANCO

Instrument Serial No. 006687 50346 NC HWY 10, Fairview, N.C.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 21st day of April, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official 697

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

DARE COUNTY DARE CO SO HATTERAS 270

Serial Number: 008807
Test Date: 04/21/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: KEESLER, LINDA A
Permit Number: 11646E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG910601
Exp Date: 04/16/2011

Test  g/210L Time
DIAG  Pass  1:51pm
AIR BLK .00  1:52pm
ACCY CHK .07  1:53pm
AIR BLK .00  1:54pm
SUB TEST .00  1:54pm
AIR BLK .00  1:55pm
SUB TEST .00  1:57pm
AIR BLK .00  1:58pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

DARE COUNTY DARE CO SO HATTERAS 270

Serial Number: 008807  Test Record Number: 233
Test Date: 04/21/2010  Test Time: 1:59pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:59pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:59pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:59pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:59pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:59pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:59pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:59pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:59pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:00pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:00pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:00pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:00pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When “PLEASE BLOW” appears, collect breath sample;
7. When “PLEASE BLOW” appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 23rd day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number 677

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

BEAUFORT COUNTY BELHAVEN PD 060

Serial Number: 008918
Test Date: 04/22/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: KEESLER, LINDA A
Permit Number: 11646E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG816302
Exp Date: 06/11/2010

Test          g/210L  Time
-------------  ------  ----
DIAG          Pass   12:18pm
AIR BLK       .00    12:19pm
ACCY CHK      .08    12:19pm
AIR BLK       .00    12:20pm
SUB TEST      .00    12:21pm
AIR BLK       .00    12:21pm
SUB TEST      .00    12:23pm
AIR BLK       .00    12:24pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

BEAUFORT COUNTY BELHAVEN PD 060

Serial Number: 008918      Test Record Number: 174
Test Date: 04/22/2010      Test Time: 12:26pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:26pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:26pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:26pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>12:26pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:26pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:26pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:26pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:26pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:27pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:27pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:27pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:27pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Hyde Instrument Location: Hyde Co. Sheriff's Office

Instrument Serial No.: 004861 1233 Main St., Swann Quarter, N.C.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 22nd day of August, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

HYDE COUNTY HYDE CO SO SWAN QUAR 470

Serial Number: 008801
Test Date: 04/22/2010

Citation Number: M0000000-0
Subject's Name: Preventive, Maintenance
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: KEESLER, LINDA A
Permit Number: 116468
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG916602
Exp Date: 06/15/2011

Test  g/210L  Time
DIAG  Pass  1:11pm
AIR BLK  .00  1:12pm
ACCCY CHK  .08  1:13pm
AIR BLK  .00  1:14pm
SUB TEST  .00  1:14pm
AIR BLK  .00  1:16pm
SUB TEST  .00  1:17pm
AIR BLK  .00  1:18pm

Reported AC:  .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
# Intox EC/IR-II: Preventive Maintenance

**HYDE COUNTY HYDE CO SO SWAN QUAR 470**

Serial Number: 008801    Test Record Number: 153
Test Date: 04/22/2010    Test Time: 1:19pm EDT

**System Check:** Passed

### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:19pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:19pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:19pm</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>1:19pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:19pm</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>1:19pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:19pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:19pm</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:20pm</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:20pm</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:20pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:20pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance Status:** Pass

---

*This form is used when performing Preventive Maintenance procedures*  
*Forensic Tests for Alcohol Branch*  
*Department of Health and Human Services*  
*Rev. 12/2007*
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County [ ] Date [ ] Instrument Location [ ]
Instrument Serial No. [ ] [ ]
1041 994330 Wides, N.C.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath displays time and date;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 29th day of March, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

DARE COUNTY DARE CO DETENTION CE 270

Serial Number: 008804
Test Date: 04/29/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: KEESLER, LINDA A
Permit Number: 11646E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG902001
Exp Date: 01/20/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:56pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:57pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>1:57pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:58pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:59pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:00pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:01pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:02pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

DARE COUNTY DARE CO DETENTION CE 270

Serial Number: 008804  Test Record Number: 544  
Test Date: 04/29/2010  Test Time: 2:05pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:05pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:05pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:05pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>2:05pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:05pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:05pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:05pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:05pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County __________________________ Instrument Location __________________________

Instrument Serial No. 004783 Date No. 072347047 CENTER

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 29th day of April, 2012 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official __________________________ Certificate Number 647

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

DARE COUNTY DARE CO DETENTION CE 270

Serial Number: 008783
Test Date: 04/29/2010

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: KEESLER, LINDA A
Permit Number: 11646E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHSS
Test Type: Breath Test

Lot Number: AG902603
Exp Date: 01/26/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:05pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:06pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>2:06pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:07pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:08pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:09pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:10pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:11pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

DARE COUNTY DARE CO DETENTION CE 270

Serial Number: 008783    Test Record Number: 130
Test Date: 04/29/2010    Test Time: 2:12pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:12pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:12pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:12pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>2:13pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:13pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:13pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:13pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:13pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:13pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:13pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:13pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:13pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Dare
Instrument Location: Kill Devil Hills, N.C.

Instrument Serial No.: 00894-1 102 York Hall P.O., Kill Devil Hills, N.C.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 29th day of April, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]
Certificate Number [647]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

DARE COUNTY KILL DEVIL HILLS PD 270

Serial Number: 008844
Test Date: 04/29/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

 Analyst's Name: KEESLER, LINDA A
 Permit Number: 11646E
 Effective:
 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG902001
Exp Date: 01/20/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:55pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>0.00</td>
<td>2:56pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>0.08</td>
<td>2:56pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>0.00</td>
<td>2:57pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>0.00</td>
<td>2:58pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>0.00</td>
<td>2:59pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>0.00</td>
<td>3:01pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>0.00</td>
<td>3:02pm</td>
</tr>
</tbody>
</table>

Reported AC: 0.00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
## Intox EC/IR-II: Preventive Maintenance

**DARE COUNTY KILL DEVIL HILLS PD 270**

Serial Number: 008844  Test Record Number: 579  
Test Date: 04/29/2010  Test Time: 3:03pm EDT

System Check: Passed

### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:03pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:03pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:03pm</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>3:03pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:03pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:03pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:03pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:03pm</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:04pm</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:04pm</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:04pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:04pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance  
Status: Pass

---

**Analyst**

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Edgecombe  Instrument Location: Edgecombe Co Magistrate's Office
Instrument Serial No. 008463  300 S. Am/videos Rd, Tarboro, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 28th day of April, 2018 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

EDGECOMBE COUNTY  EDGECOMBE CO MAGISTR

Serial Number: 008663
Test Date: 04/28/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: GUARD, KELLY G
Permit Number: 12955E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG916602
Exp Date: 06/15/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>9:56am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>0.00</td>
<td>9:57am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>0.08</td>
<td>9:57am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>0.00</td>
<td>9:58am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>0.00</td>
<td>9:59am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>0.00</td>
<td>10:00am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>0.00</td>
<td>10:01am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>0.00</td>
<td>10:02am</td>
</tr>
</tbody>
</table>

Reported AC: 0.00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

EDGECOMBE COUNTY EDGECOMBE CO MAGISTR 320

Serial Number: 008663    Test Record Number: 1204
Test Date: 04/28/2010    Test Time: 10:04am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:04am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:04am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:04am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:05am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:05am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:05am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:05am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:05am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:05am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:05am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:05am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:05am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

 Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 28th day of April 1, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official  643
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox BC/IR-II: Subject Test

EDGECOMBE COUNTY EDGECOMBE CO MAGISTR
320

Serial Number: 008603
Test Date: 04/28/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: GUARD, KELLY G
Permit Number: 12955E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG916602
Exp Date: 06/15/2011

Test g/210L Time
DIAG Pass 10:10am
AIR BLK .00 10:11am
ACCY CHK .07 10:12am
AIR BLK .00 10:13am
SUB TEST .00 10:13am
AIR BLK .00 10:14am
SUB TEST .00 10:16am
AIR BLK .00 10:17am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

*EDGECOMBE COUNTY EDGECOMBE CO MAGISTR 320*

Serial Number: 008603    Test Record Number: 922  
Test Date: 04/28/2010    Test Time: 10:18am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:19am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:19am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:19am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:19am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:19am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:19am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:19am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:19am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:19am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:20am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:20am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:20am</td>
</tr>
</tbody>
</table>

Preventive Maintenance  
Status: Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 21\textsuperscript{st} day of April, 20\textsuperscript{1} the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

BEAUFORT COUNTY BELHAVEN PD 060

Serial Number: 008928
Test Date: 04/29/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: GUARD, KELLY G
Permit Number: 12955E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG816302
Exp Date: 06/11/2010

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:26am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:27am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>10:28am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:29am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:29am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:30am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:32am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:33am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

BEAUFORT COUNTY BELHAVEN PD 060

Serial Number: 008928    Test Record Number: 102
Test Date: 04/29/2010    Test Time: 10:34am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:34am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:34am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:34am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>10:34am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:34am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:34am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:34am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:34am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:35am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:35am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:35am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:35am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

 Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Pergamans
Instrument Location: Pergamans (O.S.O.),
Instrument Serial No. 002918
110 N. Church St., Hartford, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30th day of February, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

PERQUIMANS COUNTY PERQUIMANS CO SO 710

Serial Number: 008918
Test Date: 04/30/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: GUARD, KELLY G
Permit Number: 12955E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: PTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG910601
Exp Date: 04/16/2011

Test g/210L Time

DIAG Pass 11:38am
AIR BLK .00 11:39am
ACCY CHK .08 11:40am
AIR BLK .00 11:41am
SUB TEST .00 11:42am
AIR BLK .00 11:43am
SUB TEST .00 11:44am
AIR BLK .00 11:45am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

PERQUIMANS COUNTY PERQUIMANS CO SO 710

Serial Number: 008918  Test Record Number: 176
Test Date: 04/30/2010  Test Time: 11:46am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:47am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:47am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:47am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:47am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:47am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:47am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:47am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:47am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:47am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:48am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:48am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:48am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County MECKLENBURG Instrument Location BAT MOBILE UNIT 3
Instrument Serial No. 008616 CHARLOTTE, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 29 day of APRIL, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY BAT MOBILE UNIT 3
590

Serial Number: 008616
Test Date: 04/29/2010

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG904903
Exp Date: 02/18/2011

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:13pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:14pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>11:15pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:16pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:17pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:18pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:19pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:20pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**MECKLENBURG COUNTY BAT MOBILE UNIT 3 590**

Serial Number: 008616  Test Record Number: 800  
Test Date: 04/29/2010  Test Time: 11:21pm EDT

*System Check: Passed*

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:21pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:21pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:21pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:21pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:21pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:21pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:21pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:21pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

*Status: Pass*

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: MECKLENBURG  Instrument Location: BATMOBILE UNIT 3
Instrument Serial No.: 008647  CHARLOTTE, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 29 day of APRIL, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number: 448

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
**Intox EC/IR-II: Subject Test**

*MECKLENBURG COUNTY BAT MOBILE UNIT 3*

Serial Number: 008647
Test Date: 04/29/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG904903
Exp Date: 02/18/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:21pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:22pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:22pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:23pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:24pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:25pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:26pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:27pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MECKLENBURG COUNTY BAT MOBILE UNIT 3 590

Serial Number: 008647    Test Record Number: 756
Test Date: 04/29/2010    Test Time: 11:32pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:33pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:33pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:33pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>11:33pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:33pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:33pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:33pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:33pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:34pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:34pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:34pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:34pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County MECKLENBURG Instrument Location BATMOBILE UNIT 3
Instrument Serial No. 008707 CHARLOTTE, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 29 day of APRIL, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY BAT MOBILE UNIT 3
590

Serial Number: 008707
Test Date: 04/29/2010

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG902001
Exp Date: 01/20/2011

Test | g/210L | Time
-----|--------|-----
DIAG | Pass   | 11:37pm
AIR BLK | .00   | 11:38pm
ACCY CHK | .08   | 11:38pm
AIR BLK | .00   | 11:39pm
SUB TEST | .00   | 11:39pm
AIR BLK | .00   | 11:40pm
SUB TEST | .00   | 11:42pm
AIR BLK | .00   | 11:43pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:43pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:43pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:44pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:44pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:44pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:44pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:44pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:44pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:44pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:44pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:44pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:44pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 27th day of April, 2010, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

SURRY COUNTY SURRY CO JAIL 850

Serial Number: 008934
Test Date: 04/27/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: WEAVER, GEORGE A
Permit Number: 09442E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG904902
Exp Date: 02/18/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:15pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:16pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>1:17pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:18pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:19pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:19pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:21pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:22pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

SURRY COUNTY SURRY CO JAIL 850

Serial Number: 008934    Test Record Number: 506
Test Date: 04/27/2010    Test Time: 1:23pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:23pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:23pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:23pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:23pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:23pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:23pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:23pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:23pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Rockingham Instrument Location Madison P.D.

Instrument Serial No. 008802

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 26 day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

ROCKINGHAM COUNTY MADISON PD 780

Serial Number: 008802
Test Date: 04/26/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: WEAVER, GEORGE A
 Permit Number: 09442E
 Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
 Type of Agency: FTA
 Agency: DHHS
 Test Type: Breath Test

Lot Number: AG904902
Exp Date: 02/18/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:42pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>12:43pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:44pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:45pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:46pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:47pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:48pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

ROCKINGHAM COUNTY MADISON PD 780

Serial Number: 008802    Test Record Number: 265
Test Date: 04/26/2010    Test Time: 12:49pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:49pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:49pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:49pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:49pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:49pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:49pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:49pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:49pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:50pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:50pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:50pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:50pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures

Forensic Tests for Alcohol Branch

Department of Health and Human Services

Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County       Surry       Instrument Location Pilot Mountain P.O.
Instrument Serial No. 608938

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 27 day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

SURRY COUNTY PILOT MOUNTAIN PD 850

Serial Number: 008938  
Test Date: 04/27/2010

Citation Number: M0000000-0  
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: WEAVER, GEORGE A  
Permit Number: 09442E  
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG904902  
Exp Date: 02/18/2011

Test  g/210L  Time

DIAG  Pass  11:21am
AIR BLK  .00  11:22am
ACCY CHK  .07  11:23am
AIR BLK  .00  11:24am
SUB TEST  .00  11:24am
AIR BLK  .00  11:25am
SUB TEST  .00  11:27am
AIR BLK  .00  11:28am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

SURREY COUNTY PILOT MOUNTAIN PD 850

Serial Number: 008938    Test Record Number: 211
Test Date: 04/27/2010   Test Time: 11:30am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:31am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:31am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:31am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:31am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:31am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:31am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:31am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:31am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 27 day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox BC/IR-II: Subject Test

SURRY COUNTY MOUNT AIRY PD 850

Serial Number: 008943
Test Date: 04/27/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: WEATHER, GEORGE A
Permit Number: 09442E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG925102
Exp Date: 09/08/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:11pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:12pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>12:13pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:14pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:14pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:15pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:17pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:18pm</td>
</tr>
</tbody>
</table>

Reported AC: .000 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox BC/IR-II: Preventive Maintenance

SURREY COUNTY MOUNT AIRY PD 850

Serial Number: 008943    Test Record Number: 625
Test Date: 04/27/2010    Test Time: 12:19pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:19pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:19pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:19pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:19pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:19pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:19pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:19pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:19pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:20pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:20pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:20pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:20pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Summerville
Instrument Location: Elkton, P. O.

Instrument Serial No. 008926

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 27 day of April, 2010, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: [Signature]
Certificate Number: 632

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
**Intox EC/IR-II: Subject Test**

**SURRY COUNTY ELKIN PD 850**

Serial Number: 008926  
Test Date: 04/27/2010

Citation Number: M0000000-0  
Subject's Name: PREVENTIVE, MAINTENANCE  
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male  
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: WEAVER, GEORGE A  
Permit Number: 09442E  
Effective:  
10/01/2009-10/01/2011

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG902901  
Exp Date: 01/29/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:13pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:14pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>2:15pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:16pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:17pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:18pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:19pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:20pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L  
Signature of Chemical Analyst:

Court CVR

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**SURRY COUNTY ELKIN PD 850**

Serial Number: 008926    Test Record Number: 312
Test Date: 04/27/2010    Test Time: 2:21pm EDT

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:21pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:21pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:21pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>2:21pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:21pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:21pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:21pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:21pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:22pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:22pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:22pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:22pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Stokes
Instrument Location: Stokes Co. Jail

Instrument Serial No. 008576

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30 day of Apr, 2010, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]
Certificate Number 632

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

STOKES COUNTY STOKES COUNTY JAIL 840

Serial Number: 008596
Test Date: 04/30/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: WEAVER, GEORGE A
Permit Number: 09442E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG916701
Exp Date: 06/16/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:20pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:21pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>1:21pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:22pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:23pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:24pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:25pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:26pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

*STOKES COUNTY STOKES COUNTY JAIL 840*

Serial Number: 008596    Test Record Number: 415
Test Date: 04/30/2010    Test Time: 1:28pm EDT

System Check: Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:28pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:28pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:28pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>1:28pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:28pm</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>1:28pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:28pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:28pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:29pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:29pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:29pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:29pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Signature: [Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County  Stokes  Instrument Location  King  P. A.

Instrument Serial No. 008610

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30 day of April, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

STOKES COUNTY KING PD 840

Serial Number: 008610  
Test Date: 04/30/2010

Citation Number: M0000000-0  
Subject's Name:  
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male  
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: WEAVER, GEORGE A  
Permit Number: 09442E  
Effective:  
10/01/2009-10/01/2011

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG902001  
Exp Date: 01/20/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:52 pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:53 pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>2:54 pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:55 pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:55 pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:56 pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:58 pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:59 pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**STOKES COUNTY KING PD 840**

Serial Number: 008610    Test Record Number: 717
Test Date: 04/30/2010    Test Time: 2:59pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:59pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:59pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

Analyst
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 15th day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number
**Intox EC/IR-II: Subject Test**

GUILFORD COUNTY UNC-G POLICE DEPT 400

Serial Number: 008604
Test Date: 04/15/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: DEAN, L K
Permit Number: 11598E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG003403
Exp Date: 02/03/2012

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>3:31pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:32pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>3:33pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:34pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:35pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:35pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:37pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:38pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

GUILFORD COUNTY UNC-G POLICE DEPT 400

Serial Number: 008604    Test Record Number: 838
Test Date: 04/15/2010    Test Time: 3:38pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:39pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:39pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:39pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>3:39pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:39pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:39pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:39pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:39pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:40pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:40pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:40pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:40pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 16th day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

ROWAN COUNTY SALISBURY PD 790

Serial Number: 008835
Test Date: 04/16/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: DEAN, L K
Permit Number: 11598E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG904902
Exp Date: 02/18/2011

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:58pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:59pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>12:59pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:01pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:01pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:02pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:04pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:04pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

*ROWAN COUNTY SALISBURY PD 790*

Serial Number: 008835  Test Record Number: 483  Test Date: 04/16/2010  Test Time: 1:05pm EDT

System Check: *Passed*

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:05pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:05pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:06pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>1:06pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:06pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:06pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:06pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:06pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:06pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:06pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:06pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:06pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**  
Status: *Pass*

---

*This form is used when performing Preventive Maintenance procedures*  
*Forensic Tests for Alcohol Branch*  
*Department of Health and Human Services*  
*Rev. 12/2007*
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County New Hanover Instrument Location BAT Mobile Unit

Instrument Serial No. 008898 SJIP

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 10 day of April, 2018 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

K.C. Chandler
Signature of Certifying Official

Certificate Number 601

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Preventive Maintenance

NEW HANOVER COUNTY BAT MOBILE UNIT 6 640

Serial Number: 008898    Test Record Number: 382
Test Date: 04/10/2010    Test Time: 10:40pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:40pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:40pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:40pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>10:40pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:40pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:40pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:40pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:40pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:41pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:41pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:41pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:41pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

K. C. [Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

NEW HANOVER COUNTY BAT MOBILE UNIT 6
640

Serial Number: 008898
Test Date: 04/10/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RHODES, KENNETH C
Permit Number: 5329E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG814002
Exp Date: 05/19/2010

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:33pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:34pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>10:34pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:35pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:36pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:37pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:38pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:39pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County New Hanover Instrument Location BATMOBILE

Instrument Serial No. 008939 5HP

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 10 day of April, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Preventive Maintenance

NEW HANOVER COUNTY BAT MOBILE UNIT 6 640

Serial Number: 008939     Test Record Number: 354
Test Date: 04/10/2010     Test Time: 10:52pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:53pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:53pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:53pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>10:53pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:53pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:53pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:53pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:53pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:53pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:53pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:54pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:54pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

NEW HANOVER COUNTY BAT MOBILE UNIT 6
640

Serial Number: 008939
Test Date: 04/10/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RHODES, KENNETH C
Permit Number: 5329E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG814101
Exp Date: 05/20/2010

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:39pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:40pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>10:41pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:41pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:42pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:43pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:45pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:46pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES  
FORENSIC TESTS FOR ALCOHOL BRANCH  

PREVENTIVE MAINTENANCE RECORD  
INTOXIMETERS, MODEL INTOX EC/IR II  

County New Hanover  
Instrument Location RAT Mobile Unit  

Instrument Serial No. 008869  5HP  

The preventive maintenance procedures for the Intoximeters, Model INTOX EC/IR II to be followed at least once every four months are:  

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;  
2. Verify instrument displays time and date;  
3. Initiate breath test sequence;  
4. Enter information as prompted;  
5. Verify instrument accuracy;  
6. When "PLEASE BLOW" appears, collect breath sample;  
7. When "PLEASE BLOW" appears, collect breath sample;  
8. Print test record;  
9. Verify Diagnostic Program; and  
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.  

I certify that on the 10 day of April, 2018 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.  

[Signature of Certifying Official]  
[Certificate Number]  

A signed original of the preventive maintenance record shall be kept on file for at least three years.  

DHHS 4080 (11/07)
Intox EC/IR-II: Preventive Maintenance

NEW HANOVER BAT MOBILE UNIT 6 640

Serial Number: 008869    Test Record Number: 275
Test Date: 04/10/2010    Test Time: 10:53pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:53pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:53pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:53pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>10:53pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:53pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:53pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:53pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:53pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:54pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:54pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:54pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:54pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

NEW HANOVER BAT MOBILE UNIT 6 640

Serial Number: 008869
Test Date: 04/10/2010

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RHODES, KENNETH C
Permit Number: 5329E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG814002
Exp Date: 05/19/2010

Test  g/210L  Time
DIAG    Pass  10:44pm
AIR BLK .00  10:45pm
ACCY CHK .07  10:46pm
AIR BLK .00  10:47pm
SUB TEST .00  10:47pm
AIR BLK .00  10:48pm
SUB TEST .00  10:50pm
AIR BLK .00  10:51pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Brunswick Instrument Location: BAT Mobile Ctr. NC

Instrument Serial No.: 008878

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the __________ day of ________, 20__ the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Preventive Maintenance

BRUNSWICK COUNTY BAT MOBILE UNIT 6 090

Serial Number: 008898    Test Record Number: 379
Test Date: 04/09/2010    Test Time: 7:35pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>7:35pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>7:35pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>7:35pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>7:35pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>7:35pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>7:35pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>7:35pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>7:35pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>7:36pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>7:36pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>7:36pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>7:36pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

BRUNSWICK COUNTY BAT MOBILE UNIT 6 090

Serial Number: 008898
Test Date: 04/09/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RHODES, KENNETH C
Permit Number: 5329E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG814002
Exp Date: 05/19/2010

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>7:28pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:29pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>7:29pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:30pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>7:31pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:32pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>7:33pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:34pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Brunswick Instrument Location Fayetteville
Instrument Serial No. 008939 SHP

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 9th day of April, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: K.C. Ndulaut
Certificate Number: 601

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Preventive Maintenance

BRUNSWICK COUNTY BAT MOBILE UNIT 6 660

Serial Number: 008939    Test Record Number: 347
Test Date: 04/09/2010    Test Time: 7:40pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>7:40pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>7:40pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>7:40pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>7:40pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>7:40pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>7:40pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>7:40pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>7:40pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>7:41pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>7:41pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>7:41pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>7:41pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

BRUNSWICK COUNTY BAT MOBILE UNIT 6 660

Serial Number: 008939
Test Date: 04/09/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RHODES, KENNETH C
Permit Number: 5329E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG814101
Exp Date: 05/20/2010

Test g/210L Time

<p>| | | |</p>
<table>
<thead>
<tr>
<th></th>
<th></th>
<th></th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>7:32pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:33pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>7:34pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:34pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>7:35pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:36pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>7:37pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>7:38pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Brunswick Instrument Location BAT mobile car, NC

Instrument Serial No. 008869

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 9th day of Apr, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official [Signature]
Certificate Number 1621

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Preventive Maintenance

BRUNSWICK COUNTY BAT MOBILE UNIT 6 090

Serial Number: 008869    Test Record Number: 267
Test Date: 04/09/2010    Test Time: 7:44pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>7:45pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>7:45pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>7:45pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>7:45pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>7:45pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>7:45pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>7:45pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>7:45pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>7:46pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>7:46pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>7:46pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>7:46pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

BRUNSWICK COUNTY BAT MOBILE UNIT 6 090

Serial Number: 008869
Test Date: 04/09/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RHODES, KENNETH C
Permit Number: 5329E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG814002
Exp Date: 05/19/2010

Test g/210L Time
DIAG Pass 7:37pm
AIR BLK .00 7:38pm
ACCY CHK .07 7:38pm
AIR BLK .00 7:39pm
SUB TEST .00 7:39pm
AIR BLK .00 7:40pm
SUB TEST .00 7:42pm
AIR BLK .00 7:43pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Macon
Instrument Location: Macon Co. Magistrate
Instrument Serial No.: 008795
Highlands, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 26 day of April, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

MACON COUNTY MACON CO MAGISTRATE 550

Serial Number: 008795
Test Date: 04/26/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: CUTLER, DANIEL R
Permit Number: 08457E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG910501
Exp Date: 04/15/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:45pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:46pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>12:46pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:47pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:48pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:49pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:50pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:51pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MACON COUNTY MACON CO MAGISTRATE 550

Serial Number: 008795    Test Record Number: 141
Test Date: 04/26/2010    Test Time: 12:52pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:52pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:52pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:52pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:52pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:52pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:52pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:52pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:52pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:53pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:53pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:53pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:53pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES  
FORENSIC TESTS FOR ALCOHOL BRANCH  

PREVENTIVE MAINTENANCE RECORD  
INTOXIMETERS, MODEL INTOX EC/IR II  

County Macon  
Instrument Location Macon Co. Jail  

Instrument Serial No. 008618 Franklin, NC  

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:  

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;  
2. Verify instrument displays time and date;  
3. Initiate breath test sequence;  
4. Enter information as prompted;  
5. Verify instrument accuracy;  
6. When "PLEASE BLOW" appears, collect breath sample;  
7. When "PLEASE BLOW" appears, collect breath sample;  
8. Print test record;  
9. Verify Diagnostic Program; and  
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.  

I certify that on the 26 day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.  

Signature of Certifying Official  
Certificate Number  

A signed original of the preventive maintenance record shall be kept on file for at least three years.  

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

MACON COUNTY MACON COUNTY JAIL 550

Serial Number: 008618
Test Date: 04/26/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: CUTLER, DANIEL R
Permit Number: 08457E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG910501
Exp Date: 04/15/2011

Test | g/210L | Time
-----|-------|-----
DIAG | Pass  | 11:17am
AIR BLK | .00 | 11:18am
ACCCY CHK | .08 | 11:19am
AIR BLK | .00 | 11:20am
SUB TEST | .00 | 11:20am
AIR BLK | .00 | 11:21am
SUB TEST | .00 | 11:23am
AIR BLK | .00 | 11:24am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MACON COUNTY MACON COUNTY JAIL 550

Serial Number: 008618    Test Record Number: 818
Test Date: 04/26/2010    Test Time: 11:24am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:26am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:26am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:26am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:26am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Macon  Instrument Location: Macon Co. Jail

Instrument Serial No: C08789  Franklin, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 26 day of Apr, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
### Intox EC/IR-II: Subject Test

**Macon County Macon County Jail 550**

- **Serial Number:** 008789
- **Test Date:** 04/26/2010

- **Citation Number:** M0000000-0
- **Subject's Name:** PREVENTIVE, MAINTENANCE
- **Subject's Date of Birth:** 11/11/1911
- **Subject's Sex:** Male
- **Driver's License State:** XX
- **Driver's License Number:** NONE

- **Analyst's Name:** CUTLER, DANIEL R
- **Permit Number:** 08457E
  - **Effective:** 10/01/2009-10/01/2011

- **Officer's Name:** NONE,
  - **Type of Agency:** FTA
  - **Agency:** DHHS
  - **Test Type:** Breath Test

- **Lot Number:** AG910501
- **Exp Date:** 04/15/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>Value</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:19am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:19am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>11:20am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:21am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:21am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:22am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:24am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:24am</td>
</tr>
</tbody>
</table>

- **Reported AC:** .00 g/210L

---

**Signature of Chemical Analyst**

Court CVR

---

**Analyst**

---

This form is used when performing Preventive Maintenance procedures

Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:26am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:26am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:26am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:26am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:26am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:26am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:26am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:26am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:26am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 21st day of April, 2010, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official  Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
**Intox EC/IR-II: Subject Test**

**JACKSON COUNTY JAIL 490**

Serial Number: 008722  
Test Date: 04/21/2010

Citation Number: M0000000-0  
Subject's Name: PREVENTIVE, MAINTENANCE  
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male  
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: CUTLER, DANIEL R  
Permit Number: 08457E  
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE,  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG910501  
Exp Date: 04/15/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:33pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:33pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>2:34pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:35pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:36pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:37pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:38pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:39pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:40pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:40pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:40pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>2:40pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:40pm</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>2:40pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:40pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:40pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:41pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:41pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:41pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:41pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 21 day of April, 2010, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number 635

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

JACKSON COUNTY JACKSON COUNTY JAIL 490

Serial Number: 008708
Test Date: 04/21/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: CUTLER, DANIEL R
Permit Number: 08457E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG902001
Exp Date: 01/20/2011

Test        g/210L  Time
DIAG        Pass  2:34pm
AIR BLK .00  2:34pm
ACCY CHK .08  2:35pm
AIR BLK .00  2:36pm
SUB TEST .00  2:36pm
AIR BLK .00  2:37pm
SUB TEST .00  2:39pm
AIR BLK .00  2:39pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

JACKSON COUNTY JACKSON COUNTY JAIL 490

Serial Number: 008708      Test Record Number: 497
Test Date: 04/21/2010      Test Time: 2:40pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:41pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:41pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:41pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>2:41pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:41pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:41pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:41pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:41pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:41pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:41pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:42pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:42pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES  
FORENSIC TESTS FOR ALCOHOL BRANCH  
PREVENTIVE MAINTENANCE RECORD  
INTOXIMETERS, MODEL INTOX EC/IR II  

County: Watauga  
Instrument Location: Watauga Co Jail  
Instrument Serial No. 908715  

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;  
2. Verify instrument displays time and date;  
3. Initiate breath test sequence;  
4. Enter information as prompted;  
5. Verify instrument accuracy;  
6. When "PLEASE BLOW" appears, collect breath sample;  
7. When "PLEASE BLOW" appears, collect breath sample;  
8. Print test record;  
9. Verify Diagnostic Program; and  
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.  

I certify that on the 19 day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.  

Signature of Certifying Official  
Certificate Number 649  

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

WATAUGA COUNTY WATAUGA JAIL 940

Serial Number: 008715
Test Date: 04/19/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BURNETTE, ANTHONY J
Permit Number: 11304E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG920401
Exp Date: 07/23/2011

Test g/210L Time
DIAG Pass 3:16pm
AIR BLK .00 3:17pm
ACCY CHK .08 3:18pm
AIR BLK .00 3:18pm
SUB TEST .00 3:19pm
AIR BLK .00 3:20pm
SUB TEST .00 3:21pm
AIR BLK .00 3:22pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

WATAUGA COUNTY WATAUGA JAIL 940

Serial Number: 008715  Test Record Number: 392
Test Date: 04/19/2010  Test Time: 3:26pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:27pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:27pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:27pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>3:27pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:27pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:27pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:27pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:27pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:28pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:28pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:28pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:28pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County [Watauga] Instrument Location [Watauga Co. Jail]

Instrument Serial No. 008716 [Boone, NC]

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 19 day of April, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official 849

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

WATAUGA COUNTY WATAUGA JAIL 940

Serial Number: 008716
Test Date: 04/19/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BURNETTE, ANTHONY J
Permit Number: 11304E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG920401
Exp Date: 07/23/2011

Test  g/210L  Time
DIAG  Pass  3:16pm
AIR BLK  .00  3:17pm
ACCY CHK  .08  3:17pm
AIR BLK  .00  3:18pm
SUB TEST  .00  3:19pm
AIR BLK  .00  3:20pm
SUB TEST  .00  3:21pm
AIR BLK  .00  3:22pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

*Watauga County Watauga Jail 940*

Serial Number: 008716     Test Record Number: 764  
Test Date: 04/19/2010     Test Time: 3:27pm EDT

System Check: Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:27pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:27pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:27pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>3:27pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:27pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:27pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:27pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:27pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:28pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:28pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:28pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:28pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance  
Status: Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
County Avery
Instrument Location Avery Co. Jail

Instrument Serial No. 108664

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 14th day of April, 2010, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official
Certificate Number 649

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
AVERY COUNTY AVERY COUNTY JAIL 050

Serial Number: 008664
Test Date: 04/14/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BURNETTE, ANTHONY J
Permit Number: 11304E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE,
Type of Agency: PTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG825401
Exp Date: 09/10/2010

Test     g/210L     Time
DIAG     Pass     10:14am
AIR BLK  .00     10:15am
ACCY CHK .07     10:16am
AIR BLK  .00     10:17am
SUB TEST .00     10:17am
AIR BLK  .00     10:18am
SUB TEST .00     10:19am
AIR BLK  .00     10:20am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

AVERY COUNTY AVERY COUNTY JAIL 050

Serial Number: 008664    Test Record Number: 294
Test Date: 04/14/2010    Test Time: 10:21am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:22am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:22am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:22am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:22am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:22am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:22am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:22am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:22am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:22am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:22am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:23am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:23am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Avery Instrument Location Banner Elk PD
Instrument Serial No. 008724 Banner Elk, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the __ day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

AVERY COUNTY BANNER ELK PD 050

Serial Number: 008724  
Test Date: 04/12/2010

Citation Number: M0000000-0
Subject's Name:  
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BURNETTE, ANTHONY J
Permit Number: 11304E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG920401  
Exp Date: 06/23/2011

Test   g/210L   Time
DIAG    Pass  4:38pm
AIR BLK  .00  4:39pm
ACCY CHK  .08  4:39pm
AIR BLK  .00  4:40pm
SUB TEST  .00  4:41pm
AIR BLK  .00  4:41pm
SUB TEST  .00  4:43pm
AIR BLK  .00  4:44pm

Reported AC: .00 g/210L

Signature of Chemical Analyst  
Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

AVERY COUNTY BANNER ELK PD 050

Serial Number: 008724      Test Record Number: 164
Test Date: 04/12/2010      Test Time: 4:46pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>4:46pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>4:46pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>4:47pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>4:47pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>4:47pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>4:47pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>4:47pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>4:47pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>4:47pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>4:47pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>4:48pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>4:48pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: McDowell Instrument Location: McDowell Co. Jail
Instrument Serial No.: 008888 Marion, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 5th day of April, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]
Certificate Number: 649

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

MCDOWELL COUNTY JAIL 580

Serial Number: 008888
Test Date: 04/05/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BURNETTE, ANTHONY J
Permit Number: 11304E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG816302
Exp Date: 06/11/2010

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:24pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:25pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>12:26pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:27pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:27pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:28pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:30pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:31pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MCDOWELL COUNTY JAIL 580

Serial Number: 008888    Test Record Number: 358
Test Date: 04/05/2010    Test Time: 12:32pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:32pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:32pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:32pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:32pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:32pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:32pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:32pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:32pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:33pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:33pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:33pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:33pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 5 day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

MCDOWELL COUNTY JAIL 580

Serial Number: 008892
Test Date: 04/05/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BURNETTE, ANTHONY J
Permit Number: 11304E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG816302
Exp Date: 06/11/2010

Test    g/210L    Time

DIAG    Pass    12:23pm
AIR BLK .00    12:24pm
ACCY CHK .07    12:25pm
AIR BLK .00    12:26pm
SUB TEST .00    12:26pm
AIR BLK .00    12:28pm
SUB TEST .00    12:29pm
AIR BLK .00    12:30pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MCDOWELL COUNTY JAIL 580

Serial Number: 008892       Test Record Number: 168
Test Date: 04/05/2010       Test Time: 12:31pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:32pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:32pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:32pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:32pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Caldwell Instrument Location Caldwell Co. Jail

Instrument Serial No. 006803 Lincol, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the _________ day of April, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official
1234567890

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

Caldwell County Caldwell County Jail

Serial Number: 008803
Test Date: 04/01/2010

Citation Number: M0000000-0
Subject's Name: Preventive, Maintenance
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Burnette, Anthony J
Permit Number: 11304E
Effective: 10/01/2009-10/01/2011

Officer's Name: None,
Type of Agency: PTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG920401
Exp Date: 07/23/2011

Test g/210L Time

Diag Pass 2:55pm
Air Blk .00 2:56pm
Accy Chk .08 2:56pm
Air Blk .00 2:57pm
Sub Test .00 2:58pm
Air Blk .00 2:58pm
Sub Test .00 3:00pm
Air Blk .00 3:01pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

Caldwell County Caldwell County Jail 130

Serial Number: 008803    Test Record Number: 183
Test Date: 04/01/2010    Test Time: 3:01pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:02pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:02pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:02pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>3:02pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:02pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:02pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:02pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:02pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:02pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:02pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:03pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:03pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Burke  Instrument Location: Morganton DPS

Instrument Serial No: 008831  Morganton, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the [ ] day of April, 2012 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

BURKE COUNTY MORGANTON DPS 110

Serial Number: 008831
Test Date: 04/01/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BURNETTE, ANTHONY J
Permit Number: 11304E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG925102
Exp Date: 08/08/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:18pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:19pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>1:20pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:21pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:21pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:22pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:24pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:25pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**BURKE COUNTY MORGANTON DPS 110**

Serial Number: 008831    Test Record Number: 802
Test Date: 04/01/2010    Test Time: 1:26pm EDT

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:26pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:26pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:26pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>1:26pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:26pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:26pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:26pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:26pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:27pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:27pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:27pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:27pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

**Status: Pass**

Analyst

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Burke  Instrument Location Morganton DPS
Instrument Serial No. D08904  Morganton, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 1 day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number 649

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

BURKE COUNTY MORGANTON DPS 110

Serial Number: 008904
Test Date: 04/01/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BURNETTE, ANTHONY J
Permit Number: 11304E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG892401
Exp Date: 07/23/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:19pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:20pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>1:21pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:22pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:22pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:23pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:24pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:25pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

BURKE COUNTY MORGANTON DPS 110

Serial Number: 008904  Test Record Number: 307
Test Date: 04/01/2010  Test Time: 1:26pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:27pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:27pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:27pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:27pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:27pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:27pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:27pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:27pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:27pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:27pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:28pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:28pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

WAKE COUNTY CCBI 910

Serial Number: 008816
Test Date: 04/27/2010

Citation Number: M0000000-0
Subject's Name: CANISTER, CHANGE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name:
QUARANTELLO, NICHOLAS J
Permit Number: 21536E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG003403
Exp Date: 02/03/2012

Test     g/210L  Time
-----     ------  -----
DIAG      Pass    11:22am
AIR BLK   .00     11:23am
ACCY CHK  .08     11:23am
AIR BLK   .00     11:24am
SUB TEST  .00     11:25am
AIR BLK   .00     11:26am
SUB TEST  .00     11:27am
AIR BLK   .00     11:28am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus 0.2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 27 day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

WAKE COUNTY CCBI 910

Serial Number: 008826
Test Date: 04/27/2010

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name:
QUARANTELO, NICHOLAS J
Permit Number: 21536E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG002602
Exp Date: 01/26/2012

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:03am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>0.00</td>
<td>11:04am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>0.08</td>
<td>11:04am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>0.00</td>
<td>11:05am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>0.00</td>
<td>11:06am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>0.00</td>
<td>11:07am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>0.00</td>
<td>11:09am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>0.00</td>
<td>11:10am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

WAKE COUNTY CCBI 910

Serial Number: 008826    Test Record Number: 2852
Test Date: 04/27/2010    Test Time: 11:11am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:13am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:13am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:13am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:13am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County  Wake  Instrument Location  CBE
Instrument Serial No.  008615  330 S. Saunders St. Raleigh, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the __________ day of ____________________, 20__ the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

WAKE COUNTY CCBI 910

Serial Number: 008615  
Test Date: 04/27/2010

Citation Number: M0000000-0  
Subject's Name: PREVENTIVE, MAINTENANCE  
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male  
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name:  
QUARANTELLO, NICHOLAS J  
Permit Number: 21536E  
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG925201  
Exp Date: 09/09/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:08am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:09am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:09am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:10am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:11am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:12am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:13am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:14am</td>
</tr>
</tbody>
</table>

Reported AC: 0.00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

WAKE COUNTY CCBI 910

Serial Number: 008615    Test Record Number: 1725
Test Date: 04/27/2010    Test Time: 11:16am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:16am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:16am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:17am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:17am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:17am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:17am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:17am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:17am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:17am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:17am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:18am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:18am</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 26 day of April, 2010, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

WAKE COUNTY WAKE FOREST PD 910

Serial Number: 008700
Test Date: 04/26/2010

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name:
QUARANTELLO, NICHOLAS J
Permit Number: 21536E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG916701
Exp Date: 06/16/2011

Test g/210L Time
DIAG Pass 11:57am
AIR BLK .00 11:58am
ACCY CHK .07 11:58am
AIR BLK .00 11:59am
SUB TEST .00 12:00pm
AIR BLK .00 12:01pm
SUB TEST .00 12:02pm
AIR BLK .00 12:03pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

WAKE COUNTY WAKE FOREST PD 910

Serial Number: 008700     Test Record Number: 370
Test Date: 04/26/2010     Test Time: 12:04pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:05pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:05pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:05pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:05pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:05pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:05pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:05pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:05pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:05pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:05pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:05pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:05pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 27 day of April, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: Betty D. Wilgo
Certificate Number: 557

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

UNION COUNTY UNION COUNTY SD 890

Serial Number: 008694
Test Date: 04/27/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: WILLIS, BOBBY D
Permit Number: 08010E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG920401
Exp Date: 07/23/2011

Test          g/210L  Time
DIAG           Pass  10:40am
AIR BLK   .00    10:41am
ACCY CHK .08    10:41am
AIR BLK   .00    10:42am
SUB TEST .00    10:43am
AIR BLK   .00    10:44am
SUB TEST .00    10:46am
AIR BLK   .00    10:47am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

UNION COUNTY UNION COUNTY SD 890

Serial Number: 008694    Test Record Number: 98
Test Date: 04/27/2010    Test Time: 10:47am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Polk
Instrument Location: Polk County S.D.
Instrument Serial No.: 0028832
410 Ward St., Columbus
828-894-3001

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 12 day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

CERTIFICATE NUMBER

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

POLK COUNTY POLK COUNTY SD 740

Serial Number: 008832  
Test Date: 04/12/2010

Citation Number: M0000000-0  
Subject's Name: PREVENTIVE, MAINTENANCE  
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male  
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: WILLIS, BOBBY D  
Permit Number: 08010E  
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG816303  
Exp Date: 06/11/2010

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:14am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:14am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>10:15am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:16am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:16am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:18am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:19am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:20am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

*POLK COUNTY POLK COUNTY SD 740*

Serial Number: 008832    Test Record Number: 296
Test Date: 04/12/2010    Test Time: 10:21am EDT

System Check: Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:22am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:22am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:22am</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>10:22am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:22am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:22am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:22am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:22am</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:22am</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:22am</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:23am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:23am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

**Bobby D. Willis**

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Iredell Instrument Location Mooresville P.O.

Instrument Serial No. C08685 750 W. Iredell Ave., Mooresville
704-64-3311

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 7 day of April 10, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official 557

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
INTOX EC/IR-II: Subject Test

IREDELL COUNTY MOORESVILLE PD 480

Serial Number: 008685
Test Date: 04/07/2010

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: WILLIS, BOBBY D
Permit Number: 08010E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG920301
Exp Date: 07/22/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:35pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:36pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>12:36pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:37pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:38pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:39pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:40pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:41pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

IREDELL COUNTY MOORESVILLE PD 480

Serial Number: 008685    Test Record Number: 884
Test Date: 04/07/2010    Test Time: 12:42pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:42pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:42pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:42pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>12:42pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:42pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:42pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:42pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:42pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:43pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:43pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:43pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:43pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

D. WILLIS
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Preventive Maintenance Record

Intoximeters, Model Intox EC/IR II

County: Lincoln

Instrument Location: Courthouse

Instrument Serial No.: 008827

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 1st day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: [Signature]

Certificate Number: 557

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

LINCOLN COUNTY COURTHOUSE 540

Serial Number: 008827
Test Date: 04/01/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: WILLIS, BOBBY D
Permit Number: 080108
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG904902
Exp Date: 02/18/2011

Test     g/210L  Time
DIAG     Pass   10:32am
AIR BLK  .00    10:34am
ACCY CHK .08    10:34am
AIR BLK  .00    10:35am
SUB TEST .00    10:36am
AIR BLK  .00    10:37am
SUB TEST .00    10:39am
AIR BLK  .00    10:40am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**LINCOLN COUNTY COURTHOUSE 540**

Serial Number: 008827    Test Record Number: 497  
Test Date: 04/01/2010    Test Time: 10:41am EDT

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:41am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:41am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:41am</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:42am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:42am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:42am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:42am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:42am</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:42am</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:42am</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:42am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:42am</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: Pass

---

**Analyst**

Robot D. Willis

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Lincoln  Instrument Location: Courthouse

Instrument Serial No: 008823  #1 Courthouse Sq., Lincoln

704-732-9020

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 1 day of April, 2010, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Certification Official

Certificate Number: 557

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

LINCOLN COUNTY COURTHOUSE 540

Serial Number: 008823
Test Date: 04/01/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: WILLIS, BOBBY D
Permit Number: 08010E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG904902
Exp Date: 02/18/2011

Test | g/210L | Time  
--- | --- | ---  
DIAG | Pass | 9:57am  
AIR BLK | .00 | 9:58am  
ACCY CHK | .08 | 9:59am  
AIR BLK | .00 | 10:00am  
SUB TEST | .00 | 10:01am  
AIR BLK | .00 | 10:02am  
SUB TEST | .00 | 10:03am  
AIR BLK | .00 | 10:04am  

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

LINCOLN COUNTY COURTHOUSE 540

Serial Number: 008823    Test Record Number: 561
Test Date: 04/01/2010    Test Time: 10:06am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:06am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:06am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:07am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:07am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:07am</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>10:07am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:07am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:07am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:07am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:07am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:08am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:08am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Bonnie D. Wolcis
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Randolph  Instrument Location: Randleman

Instrument Serial No. 008737  Police Dept, Randleman

NORTH CAROLINA

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 20 day of APRIL, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

RECEIVED
APR 27 2010
FTA BRANCH
578

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
### Intox EC/IR-II: Subject Test

**RANDOLPH COUNTY RANDLEMAN PD 750**

- **Serial Number:** 008737
- **Test Date:** 04/20/2010

- **Citation Number:** M0000000-0
- **Subject's Name:** PREVENTIVE, MAINTENANCE
- **Subject's Date of Birth:** 11/11/1911
- **Subject's Sex:** Male
- **Driver's License State:** XX
- **Driver's License Number:** NONE

- **Analyst's Name:** SIMMONS, PAUL T
- **Permit Number:** 08619E
- **Effective:** 10/01/2009-10/01/2011

- **Officer's Name:** NONE, NONE
- **Type of Agency:** FTA
- **Agency:** DHHS
- **Test Type:** Breath Test

- **Lot Number:** AG916602
- **Exp Date:** 06/15/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>8:59am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:00am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>9:00am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:01am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:04am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:05am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:06am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:07am</td>
</tr>
</tbody>
</table>

**Reported AC:** .00 g/210L

**Signature of Chemical Analyst**

**Court CVR**

---

**This form is used when performing Preventive Maintenance procedures**

Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
### System Check: Passed

#### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:09am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:09am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:09am</td>
</tr>
</tbody>
</table>

#### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>9:09am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:09am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:09am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:09am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:09am</td>
</tr>
</tbody>
</table>

#### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:10am</td>
</tr>
</tbody>
</table>

#### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:10am</td>
</tr>
</tbody>
</table>

#### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:10am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:10am</td>
</tr>
</tbody>
</table>

### Preventive Maintenance

Status: Pass

---

This form is used when performing Preventive Maintenance procedures

Forensic Tests for Alcohol Branch

Department of Health and Human Services

Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County DADE Instrument Location DADE CO Jun

Instrument Serial No. 008905

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 15th day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number 632

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHIS 4080 (11/07)
Intox EC/IR-II: Subject Test

DAVIE COUNTY DAVIE COUNTY JAIL 290

Serial Number: 008905
Test Date: 04/15/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: WEAVER, GEORGE A
Permit Number: 09442E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG925102
Exp Date: 09/08/2011

Test g/210L Time

DIAG Pass 10:39am
AIR BLK .00 10:40am
ACCY CHK .07 10:41am
AIR BLK .00 10:42am
SUB TEST .00 10:43am
AIR BLK .00 10:43am
SUB TEST .00 10:45am
AIR BLK .00 10:46am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

DAVIE COUNTY DAVIE COUNTY JAIL 290

Serial Number: 008905    Test Record Number: 459
Test Date: 04/15/2010    Test Time: 10:48am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When “PLEASE BLOW” appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 14 day of Apr., 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

FORSYTH COUNTY FORSYTH CO DETENTION 330

Serial Number: 008659
Test Date: 04/14/2010

Citation Number: M00000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: WEAVER, GEORGE A
Permit Number: 09442E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG902001
Exp Date: 01/20/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:23pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:24pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>1:25pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:25pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:26pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:27pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:29pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:29pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

Analyst
Intox EC/IR-II: Preventive Maintenance

FORSYTH COUNTY FORSYTH CO DETENTION 330

Serial Number: 008659    Test Record Number: 980
Test Date: 04/14/2010    Test Time: 1:30pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:30pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:30pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:31pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>1:31pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:31pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:31pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:31pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:31pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:31pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:31pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:31pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:31pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Forsyth Instrument Location Forsyth & Davie
Instrument Serial No. 08660

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 24th day of April, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official  632

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

FORSYTH COUNTY FORSYTH CO DETENTION 330

Serial Number: 008660
Test Date: 04/14/2010

Citation Number: M0000000-0
Subject’s Name: PREVENTIVE, MAINTENANCE
Subject’s Date of Birth: 11/11/1911
Subject’s Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst’s Name: WEAVER, GEORGE A
Permit Number: 09442E
Effective:
10/01/2009-10/01/2011

Officer’s Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG920301
Exp Date: 06/22/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:09pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:10pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>1:11pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:12pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:12pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:13pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:15pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:16pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

FORSYTH COUNTY FORSYTH CO DETENTION 330

Serial Number: 008660    Test Record Number: 1189
Test Date: 04/14/2010    Test Time: 1:16pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:16pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:16pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:17pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:17pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:17pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:17pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:17pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:17pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:17pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:17pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:17pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:17pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the __________ day of __________, 20__, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number 687

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHEC 4080 (11/07)
Intox EC/IR-II: Subject Test

FORSYTH COUNTY FORSYTH CO DETENTION
330

Serial Number: 008583
Test Date: 04/14/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: WEAVER, GEORGE A
Permit Number: 09442E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG920301
Exp Date: 06/22/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:54pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:55pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>12:56pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:57pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:57pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:58pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:00pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:01pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**FORSYTH COUNTY FORSYTH CO DETENTION 330**

Serial Number: 008583  Test Record Number: 2180
Test Date: 04/14/2010  Test Time: 1:01pm EDT

System Check: Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:02pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:02pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:02pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>1:02pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:02pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:02pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:02pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:02pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:03pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:03pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:03pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:03pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Forsyth Instrument Location KCMARHC P D

Instrument Serial No. 008650

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 14th day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number 682

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
**Intox EC/IR-II: Subject Test**

**FORSYTH COUNTY KERNERSVILLE PD 330**
- Serial Number: 008650
- Test Date: 04/14/2010
- Citation Number: M0000000-0
- Subject's Name: PREVENTIVE, MAINTENANCE
- Subject's Date of Birth: 11/11/1911
- Subject's Sex: Male
- Driver's License State: XX
- Driver's License Number: NONE

**Analyst's Name:** WEAVER, GEORGE A
- Permit Number: 09442E
- Effective: 10/01/2009-10/01/2011

**Officer's Name:** NONE, NONE
- Type of Agency: FTA
- Agency: DHHS
- Test Type: Breath Test

**Lot Number:** AG902901
- Exp Date: 01/29/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:30am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:31am</td>
</tr>
<tr>
<td>ACY CHK</td>
<td>.07</td>
<td>11:32am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:33am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:33am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:34am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:36am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:37am</td>
</tr>
</tbody>
</table>

% Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

FORSYTH COUNTY KERNERSVILLE PD 330
Serial Number: 008650    Test Record Number: 523
Test Date: 04/14/2010    Test Time: 11:39am EDT
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:39am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:39am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:39am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>11:39am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:39am</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>11:39am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:39am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:39am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:40am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:40am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:40am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:40am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

Analyst
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II


Instrument Serial No.: 008890

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When “PLEASE BLOW” appears, collect breath sample;

7. When “PLEASE BLOW” appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 12 day of Apr., 2010, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

ALLEGHANY COUNTY ALLEGHANY CO JAIL 020

Serial Number: 008890
Test Date: 04/12/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: WEAVER, GEORGE A
Permit Number: 09442E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG816303
Exp Date: 06/11/2010

Test       g/210L       Time

DIAG        Pass        12:11pm
AIR BLK    .00        12:11pm
ACCY CHK   .07        12:12pm
AIR BLK    .00        12:13pm
SUB TEST   .00        12:14pm
AIR BLK    .00        12:15pm
SUB TEST   .00        12:16pm
AIR BLK    .00        12:17pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

ALLEGHANY COUNTY ALLEGHANY CO JAIL 020

Serial Number: 008890    Test Record Number: 190
Test Date: 04/12/2010    Test Time: 12:18pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:19pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:19pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:19pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>12:19pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:19pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:19pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:19pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:19pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:20pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:20pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:20pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:20pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: [County Name] Instrument Location: [Location]
Instrument Serial No. [Serial Number]

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the [Date] day of [Month], 20[Year], the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]
[Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
**Intox EC/IR-II: Preventive Maintenance**

**Wake County Bat Mobile Unit 5 910**

Serial Number: 008600  Test Record Number: 601
Test Date: 04/23/2010  Test Time: 11:39pm EDT

System Check: Passed

### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:39pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:39pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:39pm</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>11:40pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:40pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:40pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:40pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:40pm</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:40pm</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:40pm</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:40pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:40pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

WAKE COUNTY BAT MOBILE UNIT 5 910

Serial Number: 008600
Test Date: 04/23/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: MORGART, STEPHEN G
Permit Number: 09372E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG920302
Exp Date: 07/22/2011

Test  g/210L  Time
DIAG Pass 11:30pm
AIR BLK .00 11:31pm
ACCY CHK .08 11:32pm
AIR BLK .00 11:33pm
SUB TEST .00 11:34pm
AIR BLK .00 11:35pm
SUB TEST .00 11:36pm
AIR BLK .00 11:37pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES  
FORENSIC TESTS FOR ALCOHOL BRANCH  

PREVENTIVE MAINTENANCE RECORD  
INTOXIMETERS, MODEL INTOX EC/IR II  

County: Wake  
Instrument Location: Hot Mobile Unit #5  
Instrument Serial No.: 656565  

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:  

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;  
2. Verify instrument displays time and date;  
3. Initiate breath test sequence;  
4. Enter information as prompted;  
5. Verify instrument accuracy;  
6. When "PLEASE BLOW" appears, collect breath sample;  
7. When "PLEASE BLOW" appears, collect breath sample;  
8. Print test record;  
9. Verify Diagnostic Program; and  
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.  

I certify that on the 23rd day of April, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.  

[Signature]  
Signature of Certifying Official  
Certificate Number  

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Preventive Maintenance

WAKE COUNTY BAT MOBILE UNIT 5 910

Serial Number: 008698     Test Record Number: 480
Test Date: 04/23/2010     Test Time: 11:38pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:38pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:38pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:38pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>11:38pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:38pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:38pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:38pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:38pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:39pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:39pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:39pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:39pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Subject Test**

**WAKE COUNTY BAT MOBILE UNIT 5 910**

Serial Number: 008698  
Test Date: 04/23/2010

Citation Number: M0000000-0  
Subject's Name: PREVENTIVE, MAINTENANCE  
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male  
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: MORGART, STEPHEN G  
Permit Number: 09372E  
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE  
Type of Agency: PTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG920302  
Exp Date: 07/22/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:29pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:30pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:30pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:31pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:32pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:33pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:34pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:35pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

**Analyst**

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 23 day of March, 2000 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
**Intox EC/IR-II: Preventive Maintenance**

**WAKE COUNTY BAT MOBILE UNIT 5 910**

Serial Number: 008788  Test Record Number: 383
Test Date: 04/23/2010  Test Time: 11:37pm EDT

System Check: Passed

### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:37pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:37pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:38pm</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:38pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:38pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:38pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:38pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:38pm</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:38pm</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:38pm</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:38pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:38pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

*This form is used when performing Preventive Maintenance procedures*
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

WAKE COUNTY BAT MOBILE UNIT 5 910

Serial Number: 008788
Test Date: 04/23/2010

Citation Number: M0000000-0
Subject's Name: 
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: MORGART, STEPHEN G
Permit Number: 09372E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG904903
Exp Date: 02/18/2011

Test g/210L Time
DIAG Pass 11:28pm
AIR BLK .00 11:29pm
ACCCY CHK .08 11:29pm
AIR BLK .00 11:30pm
SUB TEST .00 11:31pm
AIR BLK .00 11:32pm
SUB TEST .00 11:34pm
AIR BLK .00 11:35pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

________________________________________
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Wayne
Instrument Location: Wayne Co. Detention Center

Instrument Serial No.: 008649 207 E. Chestnut St., Goldsboro, N.C.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 1st day of April, 2010, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]  [Certificate Number: 643]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
**Intox BC/IR-II: Subject Test**

**WAYNE COUNTY WAYNE CO DETENTION 950**

- **Serial Number:** 008649
- **Test Date:** 04/26/2010

**Citation Number:** M0000000-0

- **Subject's Name:** PREVENTIVE, MAINTENANCE
- **Subject's Date of Birth:** 11/11/1911
- **Subject's Sex:** Male
- **Driver's License State:** XX
- **Driver's License Number:** NONE

**Analyst's Name:** GUARD, KELLY G

- **Permit Number:** 12955E
- **Effective:** 10/01/2009-10/01/2011

**Officer's Name:** NONE, NONE

- **Type of Agency:** FTA
- **Agency:** DHHS
- **Test Type:** Breath Test

**Lot Number:** AG916602

- **Exp Date:** 06/15/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:21am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:22am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>10:22am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:23am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:24am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:25am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:26am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:27am</td>
</tr>
</tbody>
</table>

**Reported AC:** .00 g/210L

---

**Signature of Chemical Analyst**

**Court CVR**

---

This form is used when performing Preventive Maintenance procedures

Forensic Tests for Alcohol Branch

Department of Health and Human Services

Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

WAYNE COUNTY WAYNE CO DETENTION 950

Serial Number: 008649    Test Record Number: 1396
Test Date: 04/26/2010    Test Time: 10:30am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:30am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:30am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:30am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:30am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:30am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:30am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:30am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:30am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:31am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:31am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:31am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:31am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Wayne Instrument Location: Wayne C. Detention Center

Instrument Serial No. 008671 205 E. Chestnut St, Goldsboro, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 26th day of November, 2002 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

WAYNE COUNTY WAYNE CO DETENTION 950

Serial Number: 008671
Test Date: 04/26/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: GUARD, KELLY G
Permit Number: 12955E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG910601
Exp Date: 04/16/2011

Test g/210L Time

DIAG Pass 10:11am
AIR BLK .00 10:11am
ACCY CHK .08 10:12am
AIR BLK .00 10:13am
SUB TEST .00 10:13am
AIR BLK .00 10:14am
SUB TEST .00 10:16am
AIR BLK .00 10:17am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

WAYNE COUNTY WAYNE CO DETENTION 950

Serial Number: 008671    Test Record Number: 1293
Test Date: 04/26/2010    Test Time: 10:20am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:20am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:20am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:20am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:20am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:20am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:20am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:20am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:20am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:21am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:21am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:21am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:21am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD INTOXIMETERS, MODEL INTOX EC/IR II

County: Camden  Instrument Location: Camden Co. 50.
Instrument Serial No.: 008851  113 Hwy 343, Camden, N.C.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 23rd day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

CAMDEN COUNTY CAMDEN CO SO 140

Serial Number: 008851
Test Date: 04/23/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: GUARD, KELLY G
Permit Number: 12955E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG916602
Exp Date: 06/15/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:18pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:19pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>1:19pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:20pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:21pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:22pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:23pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:24pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CAMDEN COUNTY CAMDEN CO SO 140

Serial Number: 008851     Test Record Number: 285
Test Date: 04/23/2010     Test Time: 1:28pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:28pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:28pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:28pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:28pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:28pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:28pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:28pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:28pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:29pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:29pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:29pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:29pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 23rd day of April, 2010, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

CURRITUCK COUNTY CURRITUCK SO-MAPLE 260

Serial Number: 008947
Test Date: 04/23/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: GUARD, KELLY G
Permit Number: 12955E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG916602
Exp Date: 06/15/2011

Test g/210L Time
DIAG Pass 12:10pm
AIR BLK .00 12:11pm
ACCY CHK .08 12:12pm
AIR BLK .00 12:12pm
SUB TEST .00 12:13pm
AIR BLK .00 12:14pm
SUB TEST .00 12:15pm
AIR BLK .00 12:16pm

Reported AC: 00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox BC/IR-II: Preventive Maintenance**

**CURRITUCK COUNTY CURRITUCK SO-MAPLE 260**

Serial Number: 008947   Test Record Number: 476
Test Date: 04/23/2010   Test Time: 12:18pm EDT

System Check: *Passed*

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:18pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:18pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:18pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>12:18pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:18pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:18pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:18pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:18pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:19pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:19pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:19pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:19pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: *Pass*

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Union Instrument Location Union County SD

Instrument Serial No. 008876 3344 Presson Road, Monroe

1704-283-3770

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 14th day of April, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number 6540

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

UNION COUNTY UNION COUNTY SD 890

Serial Number: 008876
Test Date: 04/14/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HUTCHINSON, JOSEPH E
Permit Number: 19951E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG825401
Exp Date: 09/10/2010

Test g/210L Time
DIAG Pass 2:10pm
AIR BLK .00 2:11pm
ACCY CHK .07 2:11pm
AIR BLK .00 2:12pm
SUB TEST .00 2:13pm
AIR BLK .00 2:14pm
SUB TEST .00 2:15pm
AIR BLK .00 2:16pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

UNION COUNTY UNION COUNTY SD 890

Serial Number: 008876    Test Record Number: 1146
Test Date: 04/14/2010    Test Time: 2:18pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:19pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:19pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:19pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>2:19pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:19pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:19pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:19pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:19pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:20pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:20pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:20pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:20pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Union Instrument Location Union County SD

Instrument Serial No. 008866 3344 Presson Road, Monroe
704-283-3770

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 14 day of April, 2010, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

UNION COUNTY UNION COUNTY SD 890

Serial Number: 008866
Test Date: 04/14/2010

Citation Number: M00000000-0

Subject's Name:
PREVENTIVE, MAINTENANCE

Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HUTCHINSON, JOSEPH E
Permit Number: 19951E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG920401
Exp Date: 07/23/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:03pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:04pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>2:04pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:05pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:06pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:07pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:09pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:10pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
# Intox EC/IR-II: Preventive Maintenance

**UNION COUNTY UNION COUNTY SD 890**

Serial Number: 008866    Test Record Number: 576  
Test Date: 04/14/2010    Test Time: 2:12pm EDT

*System Check: Passed*

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:12pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:12pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:12pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>2:12pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:12pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:12pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:12pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:12pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:13pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:13pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:13pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:13pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Mecklenburg Instrument Location Matthews PD

Instrument Serial No. 008499 1201 Crews Road Matthews

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 8th day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY MATTHEWS PD 590

Serial Number: 008699
Test Date: 04/08/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HUTCHINSON, JOSEPH E
 permit Number: 19951E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG003401
Exp Date: 02/03/2012

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:51pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:52pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>2:52pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:53pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:54pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:54pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:57pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:58pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MECKLENBURG COUNTY MATTHEWS PD 590

Serial Number: 008699    Test Record Number: 1009
Test Date: 04/08/2010    Test Time: 2:59pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:59pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:59pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:59pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

Analyst
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Mecklenburg
Instrument Location: Mecklenburg County SD

Instrument Serial No.: 008665
801 E. 4th Street, Charlotte
704-353-0180

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 8th day of April, 2010, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: [Signature]
Certificate Number: 650

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHIS 4080 (11/07)
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY SD

Serial Number: 008665
Test Date: 04/08/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HUTCHINSON, JOSEPH E
Permit Number: 19951E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG920401
Exp Date: 07/23/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:40pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:41pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>1:42pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:43pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:44pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:44pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:46pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:47pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**MECKLENBURG COUNTY SD**

Serial Number: 008665  Test Record Number: 1180  Test Date: 04/08/2010  Test Time: 1:49pm EDT

System Check: Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:49pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:49pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:49pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>1:49pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:49pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:49pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:49pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:49pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:50pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:50pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:50pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:50pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**  
Status: Pass

---

**Analyst**

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Mecklenburg
Instrument Location: Mecklenburg County SD

Instrument Serial No. 008690 801 E. 4th Street, Charlotte 704-853-0180

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 8th day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number 650

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY SD

Serial Number: 008690
Test Date: 04/08/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HUTCHINSON, JOSEPH E
Permit Number: 19951E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG920301
Exp Date: 07/22/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:36pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:37pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>1:38pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:39pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:41pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:42pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:43pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:44pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**MECKLENBURG COUNTY SD**

Serial Number: 008690    Test Record Number: 1947
Test Date: 04/08/2010    Test Time: 1:46pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:46pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:46pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:46pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:46pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:46pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:46pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:46pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:46pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:47pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:47pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:47pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:47pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

*This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007*
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Mecklenburg
Instrument Location: Mecklenburg County SD

Instrument Serial No.: 008491
801 E. 4th Street, Charlotte
704-853-0180

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 8th day of April, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY SD 590

Serial Number: 008691
Test Date: 04/08/2010

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HUTCHINSON, JOSEPH E
Permit Number: 19951E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG920301
Exp Date: 07/22/2011

Test g/210L Time

DIAG Pass 1:33pm
AIR BLK .00 1:34pm
ACCY CHK .08 1:34pm
AIR BLK .00 1:35pm
SUB TEST .00 1:37pm
AIR BLK .00 1:38pm
SUB TEST .00 1:41pm
AIR BLK .00 1:42pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MECKLENBURG COUNTY SD 590

Serial Number: 008691    Test Record Number: 2130
Test Date: 04/08/2010    Test Time: 1:43pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:44pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:44pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:44pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:44pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Mecklenburg
Instrument Location: Mecklenburg County, S.C.

Instrument Serial No. 008703
801 E. 4th Street, Charlotte
704-353-0180

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 24th day of April, 2010, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY SD 590

Serial Number: 008703
Test Date: 04/08/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HUTCHINSON, JOSEPH E
Permit Number: 19951E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG920301
Exp Date: 07/22/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:30pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:31pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>1:31pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:32pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:34pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:35pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:38pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:39pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:42pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:42pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:42pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:42pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:42pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:42pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:42pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:42pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:42pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:42pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: New Hanover Instrument Location: Wrightsville Beach, N.C.

Instrument Serial No.: 008917

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 8th day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number: 354

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

NEW HANOVER COUNTY WRIGHTSVILLE BCH PD
640

Serial Number: 008917
Test Date: 04/08/2010

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HALL, RANDY E
Permit Number: 03462E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG003402
Exp Date: 02/03/2012

Test g/210L Time
DIAG Pass 2:58pm
AIR BLK .00 2:59pm
ACCCY CHK .07 2:59pm
AIR BLK .00 3:00pm
SUB TEST .00 3:01pm
AIR BLK .00 3:02pm
SUB TEST .00 3:03pm
AIR BLK .00 3:04pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

NEW HANOVER COUNTY WRIGHTSVILLE BCH PD 640

Serial Number: 008917   Test Record Number: 253
Test Date: 04/08/2010   Test Time: 3:05pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:05pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:05pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:05pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>3:05pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:05pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:05pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:05pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:05pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:06pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:06pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:06pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:06pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: RANDOLPH  Instrument Location: BAT MOBILE UNIT 3
Instrument Serial No.: 008767  Randleman, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displaying pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 17 day of APRIL, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

RANDOLPH COUNTY BAT MOBILE UNIT 3 750

Serial Number: 008707
Test Date: 04/17/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG902001
Exp Date: 01/20/2011

Test | g/210L | Time
---|---|---
DIAG | Pass | 11:24pm
AIR BLK | .00 | 11:25pm
ACCY CHK | .08 | 11:26pm
AIR BLK | .00 | 11:27pm
SUB TEST | .00 | 11:27pm
AIR BLK | .00 | 11:28pm
SUB TEST | .00 | 11:31pm
AIR BLK | .00 | 11:32pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**Randolph County Bar Mobile Unit 3 750**

Serial Number: 008707     Test Record Number: 540
Test Date: 04/17/2010     Test Time: 11:33pm EDT

System Check: Passed

### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:33pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:33pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:33pm</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>11:34pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:34pm</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>11:34pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:34pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:34pm</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:34pm</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:34pm</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:34pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:34pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 17 day of APRIL, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number
Intox EC/IR-II: Subject Test

RANDOLPH COUNTY BAT MOBILE UNIT 3 750

Serial Number: 008647
Test Date: 04/17/2010

Citation Number: M00000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG904903
Exp Date: 02/18/2011

Test g/210L Time
DIAG Pass 11:00pm
AIR BLK .00 11:01pm
ACCY CHK .08 11:01pm
AIR BLK .00 11:02pm
SUB TEST .00 11:03pm
AIR BLK .00 11:04pm
SUB TEST .00 11:05pm
AIR BLK .00 11:06pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

RANDOLPH COUNTY BAT MOBILE UNIT 3 750

Serial Number: 008647    Test Record Number: 753
Test Date: 04/17/2010    Test Time: 11:07pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:07pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:07pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:07pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:07pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:07pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:07pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:07pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:07pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:08pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:08pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:08pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:08pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 17 day of April, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
**Intox EC/IR-II: Subject Test**

**WARREN COUNTY WARREN COUNTY JAIL 920**

- **Serial Number:** 008793
- **Test Date:** 04/19/2010

**Citation Number:** M0000000-0

- **Subject's Name:** PREVENTIVE, MAINTENANCE
- **Subject's Date of Birth:** 11/11/1911
- **Subject's Sex:** Male
- **Driver's License State:** XX
- **Driver's License Number:** NONE

**Analyst's Name:** QUARANTELO, NICHOLAS J

- **Permit Number:** 21536E
- **Effective:** 10/01/2009-10/01/2011

**Officer's Name:** NONE, NONE

- **Type of Agency:** PTA
- **Agency:** DHHS
- **Test Type:** Breath Test

- **Lot Number:** AG902603
- **Exp Date:** 01/26/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:16pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>12:16pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:17pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:18pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:19pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:20pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:21pm</td>
</tr>
</tbody>
</table>

**Reported AC:** .00 g/210L

*Signature of Chemical Analyst*

Court CVR

---

*This form is used when performing Preventive Maintenance procedures*

**Forensic Tests for Alcohol Branch**

Department of Health and Human Services

Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**WARREN COUNTY WARREN COUNTY JAIL 920**

Serial Number: 008793    Test Record Number: 321
Test Date: 04/19/2010    Test Time: 12:23pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:23pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:23pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:23pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>12:23pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:23pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:23pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:23pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:23pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:24pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:24pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:24pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:24pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County WARREN Instrument Location NOXILINA P.O.
Instrument Serial No. 008645 101 MAIN ST. NOXILINA, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 19 day of APRIL, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

WARREN COUNTY NORLINA POLICE DEPT 920

Serial Number: 008945
Test Date: 04/19/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: QUARANTELLO, NICHOLAS J
Permit Number: 21536E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG910601
Exp Date: 04/16/2011

Test g/210L Time

DIAG Pass 11:44am
AIR BLK .00 11:46am
ACCY CHK .07 11:46am
AIR BLK .00 11:47am
SUB TEST .00 11:48am
AIR BLK .00 11:49am
SUB TEST .00 11:50am
AIR BLK .00 11:51am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

WARREN COUNTY NORLINA POLICE DEPT 920

Serial Number: 008945      Test Record Number: 174
Test Date: 04/19/2010      Test Time: 11:52am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:53am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:53am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:53am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:53am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:53am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:53am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:53am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:53am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:54am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:54am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:54am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:54am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 19 day of April, 2010, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

VANCE COUNTY SHERIFF'S DEPARTMENT 900

Serial Number: 008870
Test Date: 04/19/2010

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name:
QUARANTELLO, NICHOLAS J
Permit Number: 21536E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG902603
Exp Date: 01/26/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:00am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:01am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:02am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:03am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:03am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:04am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:06am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:07am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

VANCE COUNTY SHERIFF'S DEPARTMENT 900

Serial Number: 008870       Test Record Number: 165
Test Date: 04/19/2010       Test Time: 11:08am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:09am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:09am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:09am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:09am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:09am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:09am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:09am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:09am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:10am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:10am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:10am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:10am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES  
FORENSIC TESTS FOR ALCOHOL BRANCH  

PREVENTIVE MAINTENANCE RECORD  
INTOXIMETERS, MODEL INTOX EC/IR II  

County: Vance  
Instrument Location: Vance Co. Sheriff's Dept  
Instrument Serial No.: 008937  
156 Church St, Huntersville, NC  

The preventive maintenance procedures for the Intoximeters, Model INTOX EC/IR II to be followed at least once every four months are:  

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;  
2. Verify instrument displays time and date;  
3. Initiate breath test sequence;  
4. Enter information as prompted;  
5. Verify instrument accuracy;  
6. When "PLEASE BLOW" appears, collect breath sample;  
7. When "PLEASE BLOW" appears, collect breath sample;  
8. Print test record;  
9. Verify Diagnostic Program; and  
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.  

I certify that on the 19 day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.  

Signature of Certifying Official:  
Certificate Number: 652  

A signed original of the preventive maintenance record shall be kept on file for at least three years.  

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

VANCE COUNTY SHERIFF'S DEPARTMENT 900

Serial Number: 008937
Test Date: 04/19/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: QUARANTELO, NICHOLAS J
Permit Number: 21536E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG901901
Exp Date: 01/19/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:56am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:57am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>10:58am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:59am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:59am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:00am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:02am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:03am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

VANCE COUNTY SHERIFF'S DEPARTMENT 900

Serial Number: 008937    Test Record Number: 658
Test Date: 04/19/2010    Test Time: 11:04am, EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:05am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:05am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:05am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:05am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:05am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:05am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:05am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:05am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:06am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:06am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:06am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:06am</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County ROBESON Instrument Location RED SPRINGS

Instrument Serial No. 008839 POLICE DEPT.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 07 day of APRIL, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number 528

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

ROBESON COUNTY RED SPRINGS PD 770

Serial Number: 008857
Test Date: 04/07/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: SIMMONS, PAUL T
Permit Number: 08619E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG902603
Exp Date: 01/26/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>3:27pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:28pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>3:28pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:29pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:30pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:30pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:32pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:33pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

(Court CVR)

Signature of Chemical Analyst

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

ROBESON COUNTY RED SPRINGS PD 770

Serial Number: 008857  Test Record Number: 114
Test Date: 04/07/2010  Test Time: 3:34pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:34pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:34pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:34pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>3:34pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:34pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:34pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:34pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:34pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:35pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:35pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:35pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:35pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: PERSON
Instrument Location: PERSON CO. LEC

Instrument Serial No.: 008880
120 COURT ST, RROXBOBO, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 14th day of APRIL, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: [Signature]
Certificate Number: 637

A signed original of the preventive maintenance record shall be kept on file for at least three years.
**Intox EC/IR-II: Subject Test**

*PERSON COUNTY PERSON CO. LEC 720*

Serial Number: 008880  
Test Date: 04/14/2010

Citation Number: M0000000-0  
Subject's Name: PREVENTIVE, MAINTENANCE  
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male  
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: SMITH, BRIAN D  
Permit Number: 08937E  
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG904902  
Exp Date: 02/18/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>3:12pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:13pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>3:13pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:14pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:15pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:16pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:17pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:18pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

*Signature of Chemical Analyst*

Court CVR

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

PERSON COUNTY PERSON CO. LEC 720

Serial Number: 008880    Test Record Number: 236
Test Date: 04/14/2010    Test Time: 3:19pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:20pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:20pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:20pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>3:20pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:20pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:20pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:20pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:20pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:21pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:21pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:21pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:21pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the __________ day of __________, 20___ the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

____________________________________
Signature of Certifying Official

____________________________________
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
**Intox EC/IR-II: Subject Test**

**PERSON COUNTY PERSON CO. LEC 720**

Serial Number: 008693  
Test Date: 04/14/2010

Citation Number: M0000000-0  
Subject's Name:  
PREVENTIVE, MAINTENANCE  
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male  
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: SMITH, BRIAN D  
Permit Number: 08937E  
Effective:  
10/01/2009-10/01/2011

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG920301  
Exp Date: 07/22/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>3:05pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:06pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>3:06pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:07pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:08pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:09pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:10pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:11pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

PERSON COUNTY PERSON CO. LEC 720

Serial Number: 008693    Test Record Number: 514
Test Date: 04/14/2010    Test Time: 3:12pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:13pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:13pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:13pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>3:13pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:13pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:13pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:13pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:13pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:14pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:14pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:14pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:14pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Moore Instrument Location Robbins Police

Instrument Serial No. 008728 Robbins NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 05 day of APRIL, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

MOORE COUNTY ROBBINS PD 620

Serial Number: 008728
Test Date: 04/05/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RUSSELL, LARRY H
Permit Number: 06100E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG910601
Exp Date: 04/16/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>5:03pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>5:04pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>5:04pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>5:05pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>5:06pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>5:06pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>5:08pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>5:09pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MOORE COUNTY ROBBINS PD 620

Serial Number: 008728    Test Record Number: 140
Test Date: 04/05/2010    Test Time: 5:10pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>5:10pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>5:10pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>5:10pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>5:10pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>5:10pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>5:10pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>5:10pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>5:10pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>5:11pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>5:11pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>5:11pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>5:11pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES  
FORENSIC TESTS FOR ALCOHOL BRANCH  

PREVENTIVE MAINTENANCE RECORD  
INTOXIMETERS, MODEL INTOX EC/IR II  

County JOHNSTON Instrument Location SELMA POLICE DEPT.  

Instrument Serial No. 008595 SELMA, NC  

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:  

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;  
2. Verify instrument displays time and date;  
3. Initiate breath test sequence;  
4. Enter information as prompted;  
5. Verify instrument accuracy;  
6. When "PLEASE BLOW" appears, collect breath sample;  
7. When "PLEASE BLOW" appears, collect breath sample;  
8. Print test record;  
9. Verify Diagnostic Program; and  
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.  

I certify that on the 01 day of APRIL, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.  

Signature of Certifying Official  
Certificate Number  

A signed original of the preventive maintenance record shall be kept on file for at least three years.  

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

JOHNSTON COUNTY SELMA PD 500

Serial Number: 008595
Test Date: 04/01/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RUSSELL, LARRY H
Permit Number: 06108E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG825401
Exp Date: 09/10/2010

Test g/210L Time

DIAG Pass 12:09pm
AIR BLK .00 12:10pm
ACCY CHK .07 12:10pm
AIR BLK .00 12:12pm
SUB TEST .00 12:12pm
AIR BLK .00 12:13pm
SUB TEST .00 12:15pm
AIR BLK .00 12:16pm

Reported AT: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

JOHNSTON COUNTY SELMA PD 500

Serial Number: 008595    Test Record Number: 392
Test Date: 04/01/2010    Test Time: 12:16pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:17pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:17pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:17pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>12:17pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:17pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:17pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:17pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:17pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:18pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:18pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:18pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:18pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County HARNETT Instrument Location HARNETT Co. JAIL
Instrument Serial No. 008729 LILLINGTON NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 01 day of APRIL, 20 10 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number 371

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

HARNETT COUNTY DETENTION CENTER 420

Serial Number: 008729
Test Date: 04/01/2010

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RUSSELL, LARRY H
 Permit Number: 06108E
  Effective:
    10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
  Agency: DHHS
Test Type: Breath Test

Lot Number: AG904903
Exp Date: 02/18/2011

Test  g/210L  Time
DIAG  Pass  9:56am
AIR BLK.00  9:57am
ACCY CHK .08  9:58am
AIR BLK .00  9:59am
SUB TEST .00  9:59am
AIR BLK .00  10:00am
SUB TEST .00  10:02am
AIR BLK .00  10:03am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

HARNETT COUNTY DETENTION CENTER 420

Serial Number: 008729    Test Record Number: 967
Test Date: 04/01/2010    Test Time: 10:04am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:04am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:04am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:04am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:04am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:04am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:04am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:04am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:04am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:05am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:05am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:05am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:05am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County   HARNETT   Instrument Location   HARNETT Co. JAIL

Instrument Serial No.  00 8730   LILLINGTON, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the  01  day of  APRIL  , 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number  371

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

HARNETT COUNTY DETENTION CENTER 420

Serial Number: 008730
Test Date: 04/01/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RUSSELL, LARRY H
Permit Number: 06108E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG902901
Exp Date: 01/29/2011

Test g/210L Time

  DIAG   Pass  9:38am
  AIR BLK .00  9:39am
  ACCY CHK .08  9:40am
  AIR BLK .00  9:41am
  SUB TEST .00  9:41am
  AIR BLK .00  9:42am
  SUB TEST .00  9:44am
  AIR BLK .00  9:45am

Reported g/210L .00

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
## Intox EC/IR-II: Preventive Maintenance

### Harnett County Detention Center 420

Serial Number: 008730  
Test Record Number: 586  
Test Date: 04/01/2010  
Test Time: 9:46am EDT

**System Check: Passed**

#### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:46am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:46am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:46am</td>
</tr>
</tbody>
</table>

#### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>9:46am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:46am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:46am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:46am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:46am</td>
</tr>
</tbody>
</table>

#### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:47am</td>
</tr>
</tbody>
</table>

#### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:47am</td>
</tr>
</tbody>
</table>

#### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:47am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:47am</td>
</tr>
</tbody>
</table>

### Preventive Maintenance Status: Pass

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007

[Signature]

Analyst
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 01 day of APRIL, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

LEE COUNTY SANFORD POLICE DEPT 520

Serial Number: 008867
Test Date: 04/01/2010

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RUSSELL, LARRY H
Permit Number: 06108E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG825401
Exp Date: 10/02/2011

Test | g/210L | Time
-----|--------|-----
DIAG | Pass  | 8:08am
AIR BLK | .00  | 8:08am
ACCY CHK | .07 | 8:09am
AIR BLK | .00  | 8:10am
SUB TEST | .00  | 8:11am
AIR BLK | .00  | 8:11am
SUB TEST | .00  | 8:13am
AIR BLK | .00  | 8:14am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

LEE COUNTY SANFORD POLICE DEPT 520

Serial Number: 008867    Test Record Number: 216
Test Date: 04/01/2010    Test Time: 8:14am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>8:15am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>8:15am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>8:15am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>8:15am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>8:15am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>8:15am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>8:15am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>8:15am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>8:16am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>8:16am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>8:16am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>8:16am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County       Guilford          Instrument Location       BAT MOBILE UNIT 3
Instrument Serial No.  0086010          Greensboro, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 9 day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

GUILFORD COUNTY BAT MOBILE UNIT 3 400

Serial Number: 008616
Test Date: 04/09/2010

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG904903
Exp Date: 02/18/2011

Test                    g/210L   Time

  DIAG                 Pass     11:19pm
  AIR BLK               .00     11:20pm
  ACCY CHK              .07     11:21pm
  AIR BLK               .00     11:22pm
  SUB TEST              .00     11:22pm
  AIR BLK               .00     11:23pm
  SUB TEST              .00     11:25pm
  AIR BLK               .00     11:26pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**GUILFORD COUNTY BAT MOBILE UNIT 3 400**

Serial Number: 008616    Test Record Number: 793
Test Date: 04/09/2010    Test Time: 11:30pm EDT

System Check: Passed

### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:30pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:30pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:31pm</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>11:31pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:31pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:31pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:31pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:31pm</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:31pm</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:31pm</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:31pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:31pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: Pass

---

*This form is used when performing Preventive Maintenance procedures*

*Forensic Tests for Alcohol Branch*

*Department of Health and Human Services*

*Rev. 12/2007*
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 9 day of APRIL, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

GUILFORD COUNTY BAT MOBILE UNIT 3 400

Serial Number: 008707
Test Date: 04/09/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG902001
Exp Date: 01/20/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:50pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:51pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:52pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:53pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:53pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:54pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:56pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:57pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:57pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:57pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:57pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:57pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:57pm</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>11:57pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:57pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:57pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:58pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:58pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:58pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:58pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

Analyst
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Guilford

Instrument Location: Batmobile Unit 3

Instrument Serial No: 008647

Greensboro, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 9 day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
INTOX EC/IR-II: Subject Test

GUILFORD COUNTY BAT MOBILE UNIT 3 400

Serial Number: 008647
Test Date: 04/09/2010

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG904903
Exp Date: 02/18/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:34pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:36pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:36pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:37pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:37pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:38pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:40pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:41pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

GUILFORD COUNTY BAT MOBILE UNIT 3 400

Serial Number: 008647    Test Record Number: 748
Test Date: 04/09/2010    Test Time: 11:41pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:41pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:41pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:42pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>11:42pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:42pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:42pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:42pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:42pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:42pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:42pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:42pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:42pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County_ Hyde __________________________ Instrument Location_ Hyde Co. S.O. - Ocracoke ______________

Instrument Serial No. 00 89 18, NC 12, Ocracoke, N.C __________________________

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 6th day of April 2015 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official __________________________ Certificate Number __________________________

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

HYDE COUNTY HYDE CO SO OCRACOKE 470

Serial Number: 008918
Test Date: 04/06/2010

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: GUARD, KELLY G
Permit Number: 12955E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG910601
Exp Date: 04/16/2011

Test       g/210L    Time
DIAG       Pass       3:13pm
AIR BLK .00    3:14pm
ACCY CHK .07   3:14pm
AIR BLK .00    3:15pm
SUB TEST .00   3:16pm
AIR BLK .00    3:17pm
SUB TEST .00   3:18pm
AIR BLK .00    3:19pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

HYDE COUNTY HYDE CO SO OCRACOKE 470

Serial Number: 008918    Test Record Number: 169
Test Date: 04/06/2010    Test Time: 3:20pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:21pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:21pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:21pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>3:21pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:21pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:21pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:21pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:21pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:22pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:22pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:22pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:22pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Brunswick Instrument Location BAT Mobile Unit

Instrument Serial No. 006878

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the ___ day of ___ , 20___ the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]

Signature of Certifying Official

[Number]

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Preventive Maintenance

BRUNSWICK COUNTY BAT MOBILE UNIT 6 090

Serial Number: 008898    Test Record Number: 373
Test Date: 04/03/2010    Test Time: 1:12am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:12am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:12am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:12am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:12am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:12am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:12am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:12am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:12am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:13am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:13am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:13am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:13am</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

BRUNSWICK COUNTY BAT MOBILE UNIT 6 090

Serial Number: 008898
Test Date: 04/03/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RHODES, KENNETH C
Permit Number: 5329E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG814002
Exp Date: 05/19/2010

Test g/210L Time
DIAG Pass 1:04am
AIR BLK .00 1:05am
ACCY CHK .07 1:06am
AIR BLK .00 1:07am
SUB TEST .00 1:07am
AIR BLK .00 1:08am
SUB TEST .00 1:09am
AIR BLK .00 1:10am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Brunswick Instrument Location BAT Mobile Unit

Instrument Serial No. 008869

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 2 day of April, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Preventive Maintenance

BRUNSWICK COUNTY BAT MOBILE UNIT 6 090

Serial Number: 008869    Test Record Number: 260
Test Date: 04/02/2010    Test Time: 10:01pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:01pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:01pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:01pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>10:01pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:01pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:01pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:01pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:01pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:02pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:02pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:02pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:02pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

BRUNSWICK COUNTY BAT MOBILE UNIT 6 090

Serial Number: 008869
Test Date: 04/02/2010

Citation Number: MO000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RHODES, KENNETH C
Permit Number: 5329E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG814002
Exp Date: 05/19/2010

Test g/210L Time

DIAG Pass 9:52pm
AIR BLK .00 9:54pm
ACCY CHK .07 9:54pm
AIR BLK .00 9:55pm
SUB TEST .00 9:55pm
AIR BLK .00 9:56pm
SUB TEST .00 9:58pm
AIR BLK .00 9:59pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Brunswick Instrument Location BAT Mobile Unit

Instrument Serial No. 008939

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 2 day of April, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Preventive Maintenance

BRUNSWICK COUNTY BAT MOBILE UNIT 6 660

Serial Number: 008939   Test Record Number: 341
Test Date: 04/02/2010   Test Time: 9:54pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:54pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:54pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:54pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>9:55pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:55pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:55pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:55pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:55pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:55pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:55pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:55pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:55pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

BRUNSWICK COUNTY BAT MOBILE UNIT 6 660

Serial Number: 008939
Test Date: 04/02/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RHODES, KENNETH C
Permit Number: 5329E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG814101
Exp Date: 05/20/2010

Test       g/210L      Time
----------- -----------  -----------
DIAG       Pass        9:47pm
AIR BLK .00        9:47pm
ACCY CHK .08       9:48pm
AIR BLK .00        9:49pm
SUB TEST .00       9:50pm
AIR BLK .00        9:50pm
SUB TEST .00       9:52pm
AIR BLK .00        9:53pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Cumberland  Instrument Location: Fort Bragg
Instrument Serial No.: 008908  CEC. M.P. Station

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 05 day of April, 2010, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

CUMBERLAND COUNTY FORT BRAGG, LEC. 250

Serial Number: 008908
Test Date: 04/05/2010

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: SIMMONS, PAUL T
Permit Number: 08619E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG002802
Exp Date: 01/28/2012

Test g/210L Time

DIAG Pass 1:05pm
AIR BLK .00 1:06pm
ACCY CHK .08 1:06pm
AIR BLK .00 1:07pm
SUB TEST .00 1:08pm
AIR BLK .00 1:09pm
SUB TEST .00 1:10pm
AIR BLK .00 1:11pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
# Intox EC/IR-II: Preventive Maintenance

*CUMBERLAND COUNTY FORT BRAGG, LEC. 250*

Serial Number: 008908  Test Record Number: 650  Test Date: 04/05/2010  Test Time: 1:12pm EDT

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:12pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:12pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:12pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>1:12pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:12pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:12pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:12pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:12pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:13pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:13pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:13pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:13pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance  
Status: Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
Preventive Maintenance Record

Intoxtimeters, Model Intox EC/IR II

County: Cumberland Instrument Location: Fort Bragg

Instrument Serial No.: 008903 LEC MP Station

The preventive maintenance procedures for the Intoxtimeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 05 day of April, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number: 578

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
**Intox EC/IR-II: Subject Test**

**CUMBERLAND COUNTY FORT BRAGG LEC. 250**

- **Serial Number:** 008903  
  **Test Date:** 04/05/2010

- **Citation Number:** M0000000-0  
  - **Subject's Name:**  
  - **Subject's Date of Birth:** 11/11/1911  
  - **Subject's Sex:** Male  
  - **Driver's License State:** XX  
  - **Driver's License Number:** NONE

- **Analyst's Name:** SIMMONS, PAUL T  
  - **Permit Number:** 08619E  
  - **Effective:** 10/01/2009-10/01/2011

- **Officer's Name:** NONE, NONE  
  - **Type of Agency:** FTA  
  - **Agency:** DHHS  
  - **Test Type:** Breath Test

- **Lot Number:** AG920302  
  - **Exp Date:** 07/22/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:37pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:39pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>12:39pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:40pm</td>
</tr>
<tr>
<td><strong>SUB TEST</strong></td>
<td>.00</td>
<td>12:41pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:41pm</td>
</tr>
<tr>
<td><strong>SUB TEST</strong></td>
<td>.00</td>
<td>12:43pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:44pm</td>
</tr>
</tbody>
</table>

- **Reported AC:** .00 g/210L

**Signature of Chemical Analyst**

**Court CVR**

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:46pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:46pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:46pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:46pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:46pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:46pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:46pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:46pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:47pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:47pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:47pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:47pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Person Instrument Location: Lumberton
Instrument Serial No: 00 0236 LEC North Carolina

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 07 day of April 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

LUMBERTON, LEC. ROBESON COUNTY 770

Serial Number: 008836
Test Date: 04/07/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: SIMMONS, PAUL T
Permit Number: 08619E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG916602
Exp Date: 06/15/2011

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:22pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:22pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>1:23pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:24pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:25pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:26pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:27pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:29pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance
LUMBERTON, LEC. ROBESON COUNTY 770

Serial Number: 008836    Test Record Number: 875
Test Date: 04/07/2010    Test Time: 1:30pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:30pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:30pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:30pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:30pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:30pm</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>1:30pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:30pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:30pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:31pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:31pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:31pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:31pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: ROBESON
Instrument Location: PEMBERKIE
Instrument Serial No.: 22S37

Police Dept.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 07 day of APRIL, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

ROBESON COUNTY PEMBROKE POLICE DEPT
770

Serial Number: 008837
Test Date: 04/07/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: SIMMONS, PAUL T
Permit Number: 08619E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG901901
Exp Date: 01/19/2012

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:30pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:31pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>2:31pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:32pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:33pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:33pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:35pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:36pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

[Signature]
Signature of Chemical Analyst

Court CVR

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

ROBESON COUNTY PEMBROKE POLICE DEPT 770

Serial Number: 008837    Test Record Number: 151
Test Date: 04/07/2010    Test Time: 2:36pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:37pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:37pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:37pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>2:37pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:37pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:37pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:37pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:37pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:37pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:38pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:38pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:38pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 06 day of APRIL, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
HOKE COUNTY DETENTION CENTER 460

Serial Number: 008852
Test Date: 04/06/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: SIMMONS, PAUL T
Permit Number: 08619E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG002802
Exp Date: 01/28/2012

Test g/210L Time
DIAG Pass 3:10pm
AIR BLK .00 3:11pm
ACCY CHK .08 3:11pm
AIR BLK .00 3:12pm
SUB TEST .00 3:13pm
AIR BLK .00 3:14pm
SUB TEST .00 3:15pm
AIR BLK .00 3:17pm

Reported AC: .00 g/210L.

Signature of Chemical Analyst

Court CVR.

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
# Intox EC/IR-II: Preventive Maintenance

**HOKE COUNTY DETENTION CENTER 460**

Serial Number: 008852    Test Record Number: 291
Test Date: 04/06/2010    Test Time: 3:21pm EDT

System Check: Passed

### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:21pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:21pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:21pm</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>3:21pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:21pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:21pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:21pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:21pm</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:22pm</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:22pm</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:22pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:22pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

---

**Analyst**

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 05 day of APRIL, 20__ the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

POPE AIR FORCE BASE SECURITY FORCES
CUMBERLAND COUNTY

Serial Number: 008787
Test Date: 04/05/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: SIMMONS, PAUL T
Permit Number: 08619E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG916602
Exp Date: 06/15/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:22pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:23pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>2:23pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:24pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:25pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:25pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:27pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:28pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
### Preventive Maintenance

**POPE AIR FORCE BASE SECURITY FORCES CUMBERLAND COUNTY**

Serial Number: 008787  Test Record Number: 123
Test Date: 04/05/2010  Test Time: 2:29pm EDT

System Check: Passed

#### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:29pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:29pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:29pm</td>
</tr>
</tbody>
</table>

#### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>2:29pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:29pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:29pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:29pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:29pm</td>
</tr>
</tbody>
</table>

#### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:30pm</td>
</tr>
</tbody>
</table>

#### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:30pm</td>
</tr>
</tbody>
</table>

#### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:30pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:30pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

Analyst
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: ROBESON  Instrument Location: ST. PAULS

Instrument Serial No.: 008814  POLICE DEPT.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 07 day of APRIL, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number: 595

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

ROBESON COUNTY ST. PAULS PD. 770

Serial Number: 008814
Test Date: 04/07/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: SIMMONS, PAUL T
Permit Number: 08619E
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG002802
Exp Date: 01/28/2012

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:15am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:16am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:17am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:18am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:19am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:19am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:21am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:22am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
# Intox EC/IR-II: Preventive Maintenance

ROBESON COUNTY ST. PAULS PD. 770

Serial Number: 008814  Test Record Number: 193  Test Date: 04/07/2010  Test Time: 11:23am EDT

System Check: Passed

## Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:23am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:23am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:23am</td>
</tr>
</tbody>
</table>

## Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>11:24am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:24am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:24am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:24am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:24am</td>
</tr>
</tbody>
</table>

## Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:24am</td>
</tr>
</tbody>
</table>

## Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:24am</td>
</tr>
</tbody>
</table>

## CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:24am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:24am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Robeson  Instrument Location: Lumberton

Instrument Serial No. 008805  LEC, North Carolina

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 07 day of April, 2016, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official  528
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

LUMBERTON, LEC. LUMBERTON COUNTY 770

Serial Number: 008805
Test Date: 04/07/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: SIMMONS, PAUL T
Permit Number: 08619E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG916602
Exp Date: 06/15/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:13pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:13pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>1:14pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:15pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:15pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:16pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:18pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:19pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

LUMBERTON, LEC. LUMBERTON COUNTY 770

Serial Number: 008805    Test Record Number: 775
Test Date: 04/07/2010    Test Time: 1:19pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:20pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:20pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:20pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>1:20pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:20pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:20pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:20pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:20pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:21pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:21pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:21pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:21pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Hoke Instrument Location: Hoke County

Instrument Serial No. 005855 Detention Center

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 06 day of April, 2010 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number 528

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
**Intox EC/IR-II: Subject Test**

**HOKE COUNTY DETENTION CENTER 460**

Serial Number: 008855  
Test Date: 04/06/2010

Citation Number: M0000000-0  
Subject's Name: **PREVENTIVE, MAINTENANCE**  
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male  
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: **SIMMONS, PAUL T**  
Permit Number: 08619E  
Effective: 10/01/2009-10/01/2011

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG916602  
Exp Date: 06/15/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>3:40pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:41pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>3:41pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:42pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:43pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:43pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:45pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:46pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

**Signature of Chemical Analyst**

Court CVR

**Signature of Analyst**

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

HOKE COUNTY DETENTION CENTER 460

Serial Number: 008855    Test Record Number: 369
Test Date: 04/06/2010    Test Time: 3:47pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:47pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:47pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:47pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>3:47pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:47pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:47pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:47pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:47pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:48pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:48pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:48pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:48pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Cumberland Instrument Location: Cumberland County

Instrument Serial No. 00 8633 Detention Center

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 06 day of APRIL, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number 578

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

CUMBERLAND COUNTY DETENTION CTR 250

Serial Number: 008633
Test Date: 04/06/2010

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
_DRIVER'S LICENSE NUMBER:_NONE

Analyst's Name: SIMMONS, PAUL T
Permit Number: 08619E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG002802
Exp Date: 01/28/2012

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:22am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:23am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:24am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:25am</td>
</tr>
<tr>
<td><strong>SUB TEST</strong></td>
<td><strong>.00</strong></td>
<td><strong>11:25am</strong></td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:26am</td>
</tr>
<tr>
<td><strong>SUB TEST</strong></td>
<td><strong>.00</strong></td>
<td><strong>11:28am</strong></td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:29am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**CUMBERLAND COUNTY DETENTION CTR 250**

Serial Number: 008633    Test Record Number: 1030
Test Date: 04/06/2010    Test Time: 11:32am EDT

System Check: Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:33am</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:33am</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:33am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:33am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Alamance Instrument Location BAT MOBILE UNIT 3

Instrument Serial No. 008616 MEBANE, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 03 day of APRIL, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
**Intox EC/IR-II: Subject Test**

**ALAMANCE COUNTY BAT MOBILE UNIT 3 000**

- Serial Number: 008616
- Test Date: 04/03/2010

- Citation Number: M0000000-0
- Subject's Name: PREVENTIVE, MAINTENANCE
- Subject's Date of Birth: 11/11/1911
- Subject's Sex: Male
- Driver's License State: XX
- Driver's License Number: NONE

- Analyst's Name: BARNES, ALVIN R
- Permit Number: 15671E
- Effective: 10/01/2009-10/01/2011

- Officer's Name: NONE, NONE
- Type of Agency: FTA
- Agency: DHHS
- Test Type: Breath Test

- Lot Number: AG904903
- Exp Date: 02/18/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>9:46pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:47pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>9:48pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:49pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:49pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:50pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:52pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:53pm</td>
</tr>
</tbody>
</table>

- Reported AC: .00 g/210L

**Signature of Chemical Analyst**

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

ALAMANCE COUNTY BAT MOBILE UNIT 3 000

Serial Number: 008616    Test Record Number: 789
Test Date: 04/03/2010    Test Time: 9:53pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:54pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:54pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:54pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>9:54pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:54pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:54pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:54pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:54pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:54pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:54pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:55pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:55pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 03 day of APRIL, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number 648

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

ALAMANCE COUNTY BAT MOBILE UNIT 3 000

Serial Number: 008647
Test Date: 04/03/2010

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG904903
Exp Date: 02/18/2011

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:36pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:37pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>10:37pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:38pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:39pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:39pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:41pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:42pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Serial Number: 008647    Test Record Number: 744
Test Date: 04/03/2010    Test Time: 10:42pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:43pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:43pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:43pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:43pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:43pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:43pm</td>
</tr>
<tr>
<td>EAR</td>
<td>Pass</td>
<td>10:43pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:43pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:44pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:44pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:44pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:44pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County JOHNSON Instrument Location JOHNSON CO. JAIL

Instrument Serial No. 008810 SMITHFIELD NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30 day of APRIL, 2010 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number 371

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

JOHNSTON COUNTY JOHNSTON CO. JAIL 500

Serial Number: 008810
Test Date: 04/30/2010

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RUSSELL, LARRY H
Permit Number: 06108E
Effective:
10/01/2009-10/01/2011

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG925201
Exp Date: 09/09/2011

Test  g/210L  Time
DIAG  Pass  10:56am
AIR BLK .00  10:57am
ACCY CHK .08  10:57am
AIR BLK .00  10:58am
SUB TEST .00  10:59am
AIR BLK .00  11:00am
SUB TEST .00  11:02am
AIR BLK .00  11:03am

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

JOHNSON COUNTY JOHNSTON CO. JAIL 500

Serial Number: 008810    Test Record Number: 668
Test Date: 04/30/2010    Test Time: 11:03am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:05am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:05am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:05am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

Analyst

[Signature]