DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Union Instrument Location Union County SD

Instrument Serial No. 008376 3344 Presson Rd, Monroe

704-283-3770

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 25th day of January, 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

UNION COUNTY UNION COUNTY SD: 890

Serial Number: 008876
Test Date: 01/25/2013

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HUTCHINSON, JOSEPH B
Permit Number: 19951E
Effective:
10/01/2011-10/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG201801
Exp Date: 01/18/2014

Test g/210L Time
DIAG Pass 12:37pm
AIR BLK .00 12:37pm
ACCY CHK .08 12:38pm
AIR BLK .00 12:39pm
SUB TEST .00 12:41pm
AIR BLK .00 12:42pm
SUB TEST .00 12:43pm
AIR BLK .00 12:44pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

UNION COUNTY UNION COUNTY SD 890

Serial Number: 008876    Test Record Number: 2796
Test Date: 01/25/2013    Test Time: 12:46pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:46pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:46pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:46pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>12:46pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:46pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:46pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:46pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:46pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:47pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:47pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:47pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:47pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Stanly Instrument Location Stanly County SD

Instrument Serial No. 008542 126 S. 3rd Street, Albemarle

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the __________ day of January __________ 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

STANLY COUNTY STANLY COUNTY SD 830

Serial Number: 008842
Test Date: 01/23/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HUTCHINSON, JOSEPH E
Permit Number: 19951E
Effective:
10/01/2011-10/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG124201
Exp Date: 08/13/2013

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:45pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:46pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>1:46pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:47pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:48pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:49pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:50pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:51pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

STANLY COUNTY STANLY COUNTY SD 830

Serial Number: 008842    Test Record Number: 1127
Test Date: 01/23/2013    Test Time: 1:52pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:53pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:53pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:53pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:53pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:53pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:53pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:53pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:53pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:53pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:54pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:54pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:54pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Gaston                Instrument Location: Gaston County SO

Instrument Serial No.: 008643    425 N. Marietta St. Gastonia
                                         704-869-6800

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 20th day of January, 2013 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: [Signature]
Certificate Number: 656

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

GASTON COUNTY GASTON COUNTY SD 350

Serial Number: 008643
Test Date: 01/28/2013

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HAYS, MARK D
Permit Number: 15924E
Effective: 02/01/2012-02/01/2014

Officer's Name: NONE, NONE
Type of Agency: ETA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG203102
Exp Date: 01/31/2014

Test g/210L Time

DIAG Pass 10:28am
AIR BLK .00 10:29am
ACCY CHK .07 10:30am
AIR BLK .00 10:31am
SUB TEST .00 10:32am
AIR BLK .00 10:33am
SUB TEST .00 10:34am
AIR BLK .00 10:35am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox BC/IR-II: Preventive Maintenance

GASTON COUNTY GASTON COUNTY SD 350

Serial Number: 008643  Test Record Number: 1576
Test Date: 01/28/2013  Test Time: 10:37am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:37am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:37am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:37am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>10:37am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:37am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:37am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:37am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:37am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:38am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:38am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:38am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:38am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Mecklenburg  Instrument Location: Cornelius P.D.
Instrument Serial No.: 008692  21440 Catawba Ave., Cornelius
  704-892-1363

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 29th day of January, 2013, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number 656

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
**Intox EC/IR-II: Preventive Maintenance**

**MECKLENBURG COUNTY CORNELIUS PD 590**

Serial Number: 008692     Test Record Number: 1852  
Test Date: 01/29/2013    Test Time: 9:27am EST

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:28am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:28am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:28am</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>9:28am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:28am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:28am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:28am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:28am</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:29am</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:29am</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:29am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:29am</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**  
Status: Pass

---

**Analyst**

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
**Intox EC/IR-II: Subject Test**

**MECKLENBURG COUNTY CORNELIUS PD 590**

Serial Number: 008692  
Test Date: 01/29/2013

Citation Number: M0000000-0  
Subject's Name:  
PREVENTIVE, MAINTENANCE  
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male  
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: HAYS, MARK D  
Permit Number: 15924E  
Effective:  
02/01/2012-02/01/2014

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG201801  
Exp Date: 01/18/2014

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>9:34am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:35am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>9:36am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:37am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:37am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:38am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:40am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:41am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Iredell  Instrument Location: Statesville P O

Instrument Serial No: 008619  330 S. Tradd St, Statesville

704-878-3406

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 8th day of January, 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Preventive Maintenance
IREDELL COUNTY STATESVILLE PD 480

Serial Number: 008619      Test Record Number: 842
Test Date: 01/29/2013      Test Time: 8:26am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>8:26am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>8:26am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>8:26am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>8:26am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>8:26am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>8:26am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>8:26am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>8:26am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>8:27am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>8:27am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>8:27am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>8:27am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

 Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

IREDELL COUNTY STATESVILLE PD 480

Serial Number: 008619
Test Date: 01/29/2013

Citation Number: M0000000-0
Subject's Name: 
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HAYS, MARK D
Permit Number: 15924E
Effective:
02/01/2012-02/01/2014

Officer's Name: NONE, NONE
Type of Agency: PTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG120101
Exp Date: 07/20/2013

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>8:16am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:17am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>8:17am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:18am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>8:20am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:21am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>8:22am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:23am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30th day of January, 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number 656
Intox EC/IR-II: Preventive Maintenance

RUTHERFORD COUNTY FOREST CITY PD 800

Serial Number: 008889    Test Record Number: 467
Test Date: 01/30/2013    Test Time: 8:55am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>8:55am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>8:55am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>8:56am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>8:56am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>8:56am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>8:56am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>8:56am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>8:56am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>8:56am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>8:56am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>8:56am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>8:56am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

RUTHERFORD COUNTY FOREST CITY PD 800

Serial Number: 008889
Test Date: 01/30/2013

Citation Number: MO000000-0
Subject's Name: 
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HAYS, MARK D
Permit Number: 15924E
Effective:
02/01/2012-02/01/2014

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG123501
Exp Date: 08/23/2013

Test g/210L Time

DIAG Pass 9:02am
AIR BLK .00 9:03am
ACCY CHK .07 9:03am
AIR BLK .00 9:04am
SUB TEST .00 9:05am
AIR BLK .00 9:06am
SUB TEST .00 9:08am
AIR BLK .00 9:08am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Dare
Instrument Location: Dare Co. Detention Center

Instrument Serial No. 008783
1044 Driftwood Dr., Monte, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcohol Breath Simulator tests, whichever occurs first.

I certify that on the 28th day of January, 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

DARE COUNTY DARE CO DETENTION CE 270

Serial Number: 008783
Test Date: 01/28/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: GUARD, KELLY G
Permit Number: 12955E
Effective:
08/01/2011-08/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG204602
Exp Date: 02/15/2014

Test g/210L Time

DIAG Pass 11:47am
AIR BLK .00 11:48am
ACCY CHK .08 11:48am
AIR BLK .00 11:49am
SUB TEST .00 11:50am
AIR BLK .00 11:51am
SUB TEST .00 11:52am
AIR BLK .00 11:53am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

DARE COUNTY DARE CO DETENTION CE 270

Serial Number: 008783    Test Record Number: 371
Test Date: 01/28/2013    Test Time: 11:55am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:55am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:55am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:55am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:55am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:55am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:55am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:55am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:55am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:56am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:56am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:56am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:56am</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Dare
Instrument Location: Dare Co. Detention Center

Instrument Serial No.: 008804
Address: 1044 Driftwood Dr., Mounto, N.C.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 28th day of January, 2013, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

DARE COUNTY DARE CO DETENTION CE 270

Serial Number: 008804
Test Date: 01/28/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: GUARD, KELLY G
Permission Number: 12955E
Effective: 08/01/2011-08/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG205402
Exp Date: 02/23/2014

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:34am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:35am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>11:35am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:37am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:37am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:38am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:40am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:41am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
### Intox EC/IR-II: Preventive Maintenance

**DARE COUNTY DARE CO DETENTION CE 270**

Serial Number: 009804  Test Record Number: 1100  
Test Date: 01/28/2013  Test Time: 11:41am EST

System Check: Passed

#### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:42am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:42am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:42am</td>
</tr>
</tbody>
</table>

#### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>11:42am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:42am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:42am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:42am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:42am</td>
</tr>
</tbody>
</table>

#### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:43am</td>
</tr>
</tbody>
</table>

#### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:43am</td>
</tr>
</tbody>
</table>

#### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:43am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:43am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

**This form is used when performing Preventive Maintenance procedures**

Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Tyrrell Instrument Location Tyrrell Co. S.O.
Instrument Serial No. 008902 407 Main St., Columbia, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 29th day of January, 2013 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
**Intox EC/IR-II: Subject Test**

**TYRRELL COUNTY SHERIFF'S OFFICE 880**

Serial Number: 008902  
Test Date: 01/29/2013

Citation Number: M0000000-0  
Subject's Name: PREVENTIVE, MAINTENANCE  
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male  
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: GUARD, KELLY G  
Permit Number: 12955E  
Effective: 08/01/2011-08/01/2013

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG203103  
Exp Date: 01/31/2014

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:59am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:00am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>11:01am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:02am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:02am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:03am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:05am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:06am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

**Analyst**

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

TYRRELL COUNTY SHERIFF'S OFFICE 880

Serial Number: 008902    Test Record Number: 386
Test Date: 01/29/2013    Test Time: 11:07am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:07am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:07am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:07am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>11:07am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:07am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:07am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:07am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:07am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:08am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:08am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:08am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:08am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 27th day of January, 2013, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number 643

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

WASHINGTON COUNTY SHERIFF'S OFFICE 930

Serial Number: 008829
Test Date: 01/29/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: GUARD, KELLY G
 Permit Number: 1295SE
 Effective:
  08/01/2011-08/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
 Agency: DHHS
Test Type: Breath Test

Lot Number: AG203902
Exp Date: 02/08/2014

Test     g/210L Time
DIAG     Pass  12:03pm
AIR BLK  .00  12:04pm
ACCY CHK .07  12:04pm
AIR BLK  .00  12:05pm
SUB TEST .00  12:06pm
AIR BLK  .00  12:07pm
SUB TEST .00  12:08pm
AIR BLK  .00  12:09pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

WASHINGTON COUNTY SHERIFF'S OFFICE 930

Serial Number: 008829    Test Record Number: 462
Test Date: 01/29/2013    Test Time: 12:10pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>12:11pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:11pm</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>12:11pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:11pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:11pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:11pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:11pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:11pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:11pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

Analyst
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County

Instrument Location

Instrument Serial No.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30 day of January 2013, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
**Intox EC/IR-II: Subject Test**

**MONTGOMERY COUNTY MONTGOMERY CO. JAIL 610**

- **Serial Number:** 008721
- **Test Date:** 01/30/2013

- **Citation Number:** M0000000-0
- **Subject's Name:** PREVENTIVE, MAINTENANCE
- **Subject's Date of Birth:** 11/11/1911
- **Subject's Sex:** Male
- **Driver's License State:** XX
- **Driver's License Number:** NONE

- **Analyst's Name:** RUSSELL, LARRY H
- **Permit Number:** 06108E
- **Effective:** 09/01/2011-09/01/2013

- **Officer's Name:** NONE, NONE
- **Type of Agency:** FTA
- **Agency:** DHHS
- **Test Type:** Breath Test

- **Lot Number:** AG206603
- **Exp Date:** 03/06/2014

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:08pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:08pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>12:09pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:10pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:10pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:11pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:14pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:15pm</td>
</tr>
</tbody>
</table>

**Reported AC:** 00 g/210L

**Signature of Chemical Analyst:**

**Court CVR**

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox BC/IR-II: Preventive Maintenance

MONTGOMERY COUNTY MONTGOMERY CO. JAIL 610

Serial Number: 008721  Test Record Number: 735
Test Date: 01/30/2013  Test Time: 12:38pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:39pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:39pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:39pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:39pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:39pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:39pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:39pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:39pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:40pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:40pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:40pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:40pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Montgomery
Instrument Location: Montgomery Co. Jail
Instrument Serial No.: 008709
Troy NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30 day of January, 2013 the foregoing preventive maintenance procedures were performed on the instrument indicated above in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
INTOX EC/IR-II: Subject Test

MONTGOMERY COUNTY MONTGOMERY CO. JAIL 610

Serial Number: 008709
Test Date: 01/30/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RUSSELL, LARRY H
Permit Number: 06108E
Effective:
09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG300202
Exp Date: 01/02/2015

Test g/210L Time

DIAG Pass 12:56pm
AIR BLK .00 12:57pm
ACCCY CHK .08 12:57pm
AIR BLK .00 12:58pm
SUB TEST .00 12:59pm
AIR BLK .00 1:00pm
SUB TEST .00 1:01pm
AIR BLK .00 1:02pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MONTGOMERY COUNTY MONTGOMERY CO. JAIL 610

Serial Number: 008709    Test Record Number: 777
Test Date: 01/30/2013    Test Time: 1:04pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:05pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:05pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:05pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:05pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:05pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:05pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:05pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:05pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:05pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:05pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:06pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:06pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Davidson
Instrument Location: Davidson Co. Jail
Instrument Serial No.: 008845
Lexington, N.C.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30 day of JANUARY, 2013 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: [Signature]
Certificate Number: [Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
**Intox EC/IR-II: Subject Test**

**DAVIDSON COUNTY DAVIDSON CO JAIL 280**

Serial Number: 008845  
Test Date: 01/30/2013

Citation Number: M0000000-0  
Subject's Name: PREVENTIVE, MAINTENANCE  
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male  
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: DEAN, L K  
Permit Number: 11598E  
Effective: 06/01/2011-06/01/2013

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG125603  
Exp Date: 09/13/2013

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:52pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:53pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>2:54pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:55pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:55pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:56pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:58pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:59pm</td>
</tr>
</tbody>
</table>

**Reported AC: .00 g/210L**

**Signature of Chemical Analyst**

Court CVR

---

**Analyst**

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
Intox BC/IR-II: Preventive Maintenance

DAVIDSON COUNTY DAVIDSON CO JAIL 280

Serial Number: 008845    Test Record Number: 1343
Test Date: 01/30/2013    Test Time: 2:59pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:01pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:01pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

 signature
 Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Davidson Instrument Location Lexington Police
Instrument Serial No. 0083883 Department

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30 day of January 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number 642

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
**Intox EC/IR-II: Subject Test**

**DAVIDSON COUNTY LEXINGTON PD 280**

Serial Number: 008883  
Test Date: 01/30/2013

Citation Number: M0000000-0  
Subject's Name: PREVENTIVE, MAINTENANCE  
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male  
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: DEAN, L K  
Permit Number: 11598E  
Effective: 06/01/2011-06/01/2013

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG125602  
Exp Date: 09/13/2013

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:20pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:21pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>2:21pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:23pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:23pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:24pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:26pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:27pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

[Signature of Chemical Analyst]

Court CVR

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
# Intox EC/IR-II: Preventive Maintenance

DAVIDSON COUNTY LEXINGTON PD 280

Serial Number: 008883  Test Record Number: 1095  Test Date: 01/30/2013  Test Time: 2:28pm EST

System Check: Passed

### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:29pm</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:29pm</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:29pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:29pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Davidson Instrument Location: Thomasville Police Department

Instrument Serial No. 008072

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30 day of January, 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

DAVIDSON COUNTY THOMASVILLE PD 280

Serial Number: 008872
Test Date: 01/30/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: DEAN, L K
Permit Number: 11598E
Effective: 06/01/2011-06/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG125603
Exp Date: 09/13/2013

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:36pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>1:36pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:37pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:38pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:39pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:40pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:41pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

*DAVIDSON COUNTY THOMASVILLE PD 280*

Serial Number: 008872  Test Record Number: 973  Test Date: 01/30/2013  Test Time: 1:42pm EST

System Check: Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:42pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:42pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:42pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 29th day of January, 2013 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

GUILFORD COUNTY GREENSBORO JAIL 400

Serial Number: 008790
Test Date: 01/29/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: DEAN, L K
Permit Number: 11598E
Effective:
06/01/2011-06/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG206103
Exp Date: 03/01/2014

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:51am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:52am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:53am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:54am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:54am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:55am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:57am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:57am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

GUILFORD COUNTY GREENSBORO JAIL 400

Serial Number: 008790    Test Record Number: 3479
Test Date: 01/29/2013    Test Time: 11:58am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:58am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:58am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:58am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
THE PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Guilford Instrument Location Greensboro Jail

Instrument Serial No. 008794

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 29 day of JANUARY, 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official 642

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

GUILFORD COUNTY GREENSBORO JAIL 400

Serial Number: 008794
Test Date: 01/29/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: DEAN, L K
Permit Number: 11598E
Effective: 06/01/2011-06/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG206103
Exp Date: 03/01/2014

Test g/210L Time
DIAG Pass 11:26am
AIR BLK .00 11:27am
ACCY CHK .08 11:27am
AIR BLK .00 11:28am
SUB TEST .00 11:29am
AIR BLK .00 11:30am
SUB TEST .00 11:31am
AIR BLK .00 11:32am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:33am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:33am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:33am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:33am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:33am</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>11:33am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:33am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:33am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:34am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:34am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:34am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:34am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Guilford
Instrument Location Greensboro Jail
Instrument Serial No. 008638

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 29 day of January, 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
GUILFORD COUNTY GREENSBORO JAIL 400

Serial Number: 008638
Test Date: 01/29/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: DEAN, L K
Permit Number: 11599E
Effective: 06/01/2011-06/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG206102
Exp Date: 03/01/2014

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:18pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:18pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>12:19pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:20pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:21pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:22pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:24pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:24pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

GUILFORD COUNTY GREENSBORO JAIL 400

Serial Number: 008638  Test Record Number: 743
Test Date: 01/29/2013  Test Time: 12:26pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:26pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:26pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:26pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:26pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:26pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:26pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:26pm</td>
</tr>
<tr>
<td>PT</td>
<td>Pass</td>
<td>12:26pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:27pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:27pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:27pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:27pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES  
FORENSIC TESTS FOR ALCOHOL BRANCH  

PREVENTIVE MAINTENANCE RECORD  
INTOXIMETERS, MODEL INTOX EC/IR II  

County Rowan  
Instrument Location China Grove  
Instrument Serial No. 0088662  
Police Department

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 8 day of January, 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

ROWAN COUNTY CHINA GROVE PD 790

Serial Number: 008862
Test Date: 01/08/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: DEAN, L K
Permit Number: 11598E
Effective: 06/01/2011-06/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG203902
Exp Date: 02/08/2014

Test  g/210L  Time

DIAG  Pass  3:53pm
AIR BLK .00  3:54pm
ACCY CHK .07  3:55pm
AIR BLK .00  3:56pm
SUB TEST .00  3:57pm
AIR BLK .00  3:58pm
SUB TEST .00  4:00pm
AIR BLK .00  4:01pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox BC/IR-II: Preventive Maintenance

ROWAN COUNTY CHINA GROVE PD 790

Serial Number: 008862    Test Record Number: 317
Test Date: 01/08/2013    Test Time: 4:03pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>4:03pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>4:03pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>4:04pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>4:04pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>4:04pm</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>4:04pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>4:04pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>4:04pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>4:04pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>4:04pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Rowan Instrument Location Salisbury Police

Instrument Serial No. 008835 Department

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 8th day of January 2013 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

ROWAN COUNTY SALISBURY PD 790

Serial Number: 008835
Test Date: 01/08/2013

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: DEAN, L K
Permit Number: 11598E
Effective:
06/01/2011-06/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG124202
Exp Date: 08/30/2013

Test g/210L Time
DIAG Pass 2:17pm
AIR BLK .00 2:17pm
ACCY CHK .08 2:18pm
AIR BLK .00 2:20pm
SUB TEST .00 2:20pm
AIR BLK .00 2:21pm
SUB TEST .00 2:23pm
AIR BLK .00 2:24pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**ROWAN COUNTY SALISBURY PD 790**

Serial Number: 008835      Test Record Number: 1128  
Test Date: 01/08/2013      Test Time: 2:24pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:25pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:25pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:25pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>2:25pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:25pm</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>2:25pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:25pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:25pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:26pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:26pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:26pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:26pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007

Analyst

---
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Rowan Instrument Location Salisbury Police

Instrument Serial No. 008868 Department

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter breath test sequence as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 8 day of January 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: [Signature]
Certificate Number: [642]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

ROWAN COUNTY SALISBURY PD 790

Serial Number: 008868
Test Date: 01/08/2013

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: DEAN, L K
Permit Number: 11598E
Effective:
06/01/2011-06/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG124202
Exp Date: 08/30/2013

Test       g/210L        Time
DIAG       Pass        2:39pm
AIR BLK    .00         2:40pm
ACCCY CHK  .07         2:40pm
AIR BLK    .00         2:41pm
SUB TEST   .00         2:42pm
AIR BLK    .00         2:43pm
SUB TEST   .00         2:44pm
AIR BLK    .00         2:45pm

Reported AC:  .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

ROWAN COUNTY SALISBURY PD 790

Serial Number: 008868     Test Record Number: 1823
Test Date: 01/08/2013     Test Time: 2:46pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:46pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:46pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:46pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>2:47pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:47pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:47pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:47pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:47pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:47pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:47pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:47pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:47pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30 day of JANUARY, 2013 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

NASH COUNTY ROCKY MOUNT PD 630

Serial Number: 008740
Test Date: 01/30/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: QUARANTELLO, NICHOLAS J
Permit Number: 21536E
Effective: 09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG300202
Exp Date: 01/02/2015

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:24am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:25am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:26am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:26am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:27am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:28am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:30am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:31am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**NASH COUNTY ROCKY MOUNT PD 630**

Serial Number: 008740  Test Record Number: 406  
Test Date: 01/30/2013  Test Time: 11:35am EST

System Check: Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:35am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:35am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:35am</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>11:36am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:36am</td>
</tr>
<tr>
<td>DCT</td>
<td>Pass</td>
<td>11:36am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:36am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:36am</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:36am</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:36am</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:36am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:36am</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: NASH
Instrument Location: REXURY MOUNT P.O.
Instrument Serial No.: 028-741

*1 GOVERNMENT PLAZA, REXURY MOUNT N.C.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30 day of JANUARY, 2013, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

NASH COUNTY ROCKY MOUNT PD 630

Serial Number: 008741
Test Date: 01/30/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: QUARANTELLO, NICHOLAS J
Permit Number: 21536E
Effective: 09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG125603
Exp Date: 09/13/2013

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:26am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>11:26am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:27am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:28am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:29am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:30am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:31am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**NASH COUNTY ROCKY MOUNT PD 630**

Serial Number: 008741    Test Record Number: 1176
Test Date: 01/30/2013    Test Time: 11:34am EST

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:35am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:35am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:35am</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>11:35am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:35am</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>11:35am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:35am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:35am</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:36am</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:36am</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:36am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:36am</td>
</tr>
</tbody>
</table>

**Preventive Maintenance Status: Pass**

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County  NASH  Instrument Location  NASH Co. JAIL

Instrument Serial No.  008630  NASHVILLE, N.C.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30 day of JANUARY, 2013, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official  Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

NASH COUNTY NASH COUNTY JAIL 630

Serial Number: 008630
Test Date: 01/30/2013

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name:
QUARANTELLO, NICHOLAS J
Permit Number: 21536E
Effective:
09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG206602
Exp Date: 03/06/2014

Test g/210L Time

DIAG Pass 2:16pm
AIR BLK .00 2:16pm
ACCY CHK .08 2:17pm
AIR BLK .00 2:18pm
SUB TEST .00 2:19pm
AIR BLK .00 2:19pm
SUB TEST .00 2:21pm
AIR BLK .00 2:22pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
# Intox EC/IR-II: Preventive Maintenance

**NASH COUNTY NASH COUNTY JAIL 630**

Serial Number: 006630    Test Record Number: 2592  
Test Date: 01/30/2013    Test Time: 2:22pm EST

**System Check: Passed**

## Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
</tbody>
</table>

## Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
</tbody>
</table>

## Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
</tbody>
</table>

## Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
</tbody>
</table>

## CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:24pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:24pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance Status: Pass**

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Robeson
Instrument Location: Robeson Co. Jail

Instrument Serial No.: 0088360
humbertown, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30th day of January, 2013 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

ROBESON COUNTY LUMBERTON, LEC. 770

Serial Number: 008836
Test Date: 01/30/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: NC
Driver's License Number: NONE

Analyst's Name: TRUDELL, SR., DANIEL T
Permit Number: 21535E
Effective:
09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG125602
Exp Date: 09/13/2013

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:01am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:02am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>11:03am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:03am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:04am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:05am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:06am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:07am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
# Intox EC/IR-II: Preventive Maintenance

**ROBESON COUNTY LUMBERTON, LEC. 770**

Serial Number: 008836    Test Record Number: 2347  
Test Date: 01/30/2013    Test Time: 11:09am EST

System Check: Passed

## Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:09am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:09am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:09am</td>
</tr>
</tbody>
</table>

## Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>11:09am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:09am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:09am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:09am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:09am</td>
</tr>
</tbody>
</table>

## Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:10am</td>
</tr>
</tbody>
</table>

## Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:10am</td>
</tr>
</tbody>
</table>

## CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:10am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:10am</td>
</tr>
</tbody>
</table>

Preventive Maintenance  
Status: Pass

[Signature]

**Analyst**

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Robeson
Instrument Location: Robeson Co. Jail

Instrument Serial No.: 008805

Humboldt, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30th day of January, 2013, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official:

Certificate Number: 657

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

ROBESON COUNTY LUMBERTON, LEC 770

Serial Number: 008805
Test Date: 01/30/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: TRUDELL, SR., DANIEL T
Permit Number: 21535E
Effective: 09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG125602
Exp Date: 09/13/2013

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:59am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:59am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>11:00am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:01am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:02am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:02am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:04am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:05am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox BC/IR-II: Preventive Maintenance

ROBESON COUNTY LUMBERTON, LEC 770

Serial Number: 008805  Test Record Number: 2424
Test Date: 01/30/2013  Test Time: 11:06am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:06am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:06am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:06am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:07am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:07am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:07am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:07am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:07am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:07am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:07am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:07am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:07am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 29th day of January, 2013 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official  
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

WARREN COUNTY WARREN COUNTY JAIL 920

Serial Number: 008793
Test Date: 01/29/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: SMITH, BRIAN D
Permit Number: 08937E
Effective: 08/01/2011-08/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG204603
Exp Date: 02/15/2014

Test  g/210L  Time
-----  ----  ----
DIAG   Pass  3:51pm
AIR BLK .00  3:52pm
ACCY CHK .08  3:53pm
AIR BLK .00  3:54pm
SUB TEST .00  3:55pm
AIR BLK .00  3:55pm
SUB TEST .00  3:57pm
AIR BLK .00  3:58pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>4:01pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>4:01pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>4:01pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>4:01pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>4:01pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>4:01pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>4:01pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>4:01pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>4:02pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>4:02pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>4:02pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>4:02pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Warren
Instrument Location: Norlina PD

Instrument Serial No.: 008873
101 Main St., Norlina, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 29 day of January, 2013, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

WARREN COUNTY NORLINA POLICE DEPT 920

Serial Number: 008873
Test Date: 01/29/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: SMITH, BRIAN D
Permit Number: 08937E
Effective: 08/01/2011-08/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG300202
Exp Date: 01/02/2015

Test     g/210L     Time

   DIAG     Pass     3:02pm
   AIR BLK     .00     3:03pm
   ACCY CHK     .07     3:04pm
   AIR BLK     .00     3:05pm
   SUB TEST     .00     3:05pm
   AIR BLK     .00     3:06pm
   SUB TEST     .00     3:07pm
   AIR BLK     .00     3:08pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance
WARREN COUNTY NORLINA POLICE DEPT 920

Serial Number: 008873    Test Record Number: 938
Test Date: 01/29/2013    Test Time: 3:09pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:09pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:09pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:10pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>3:10pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:10pm</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>3:10pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:10pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:10pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:10pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:10pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:11pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:11pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County VANCE Instrument Location VANCE Co. SHERIFF’S DEPT.

Instrument Serial No. 008870 156 CHURCH ST. HENDERSON, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 29 day of JANUARY 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

VANCE COUNTY SHERIFF'S DEPARTMENT 900

Serial Number: 008870
Test Date: 01/29/2013

Citation Number: M00000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: SMITH, BRIAN D
Permit Number: 08937E
Effective:
08/01/2011-08/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG206103
Exp Date: 03/01/2014

Test g/210L Time
DIAG Pass 10:28am
AIR BLK .00 10:29am
ACCY CHK .08 10:29am
AIR BLK .00 10:30am
SUB TEST .00 10:31am
AIR BLK .00 10:32am
SUB TEST .00 10:33am
AIR BLK .00 10:34am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

VANCE COUNTY SHERIFF'S DEPARTMENT 900

Serial Number: 008870   Test Record Number: 400
Test Date: 01/29/2013   Test Time: 10:40am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:41am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:41am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:41am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:41am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:41am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:41am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:41am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:41am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:41am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:41am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:42am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:42am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County VANCE Instrument Location VANCE CO. SHERIFF’S DEPT
Instrument Serial No. 008937 156 CHURCH ST. HENDERSON, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 29 day of JANUARY, 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

VANCE COUNTY SHERIFF'S DEPARTMENT 900

Serial Number: 008937
Test Date: 01/29/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: SMITH, BRIAN D
Permit Number: 08937E
Effective: 08/01/2011-08/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG206103
Exp Date: 03/01/2014

Test g/210L Time

DIAG Pass 10:22am
AIR BLK .00 10:23am
ACCY CHK .08 10:24am
AIR BLK .00 10:25am
SUB TEST .00 10:26am
AIR BLK .00 10:26am
SUB TEST .00 10:28am
AIR BLK .00 10:29am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

VANCE COUNTY SHERIFF'S DEPARTMENT 900

Serial Number: 008937    Test Record Number: 1467
Test Date: 01/29/2013    Test Time: 10:30am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:30am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:30am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:30am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:30am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:30am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:30am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:30am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:30am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:31am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:31am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:31am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:31am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Bruce J. Smith]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County  LEE  Instrument Location  LEE CO. JAIL
Instrument Serial No.  008645  SANFORD NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 28 day of JANUARY, 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox MC/IR-II: Subject Test

LEE COUNTY LEE CO. LEC. 520

Serial Number: 008645
Test Date: 01/28/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RUSSELL, LARRY H
Permit Number: 06108E
Effective: 09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG300202
Exp Date: 01/02/2015

Test g/210L Time
DIAG Pass 2:27pm
AIR BLK .00 2:27pm
ACCY CHK .08 2:28pm
AIR BLK .00 2:29pm
SUB TEST .00 2:30pm
AIR BLK .00 2:31pm
SUB TEST .00 2:32pm
AIR BLK .00 2:33pm

Reported At: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:34pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:34pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:34pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>2:34pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:34pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:34pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:34pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:34pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:35pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:35pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:35pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:35pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County  MOORE  Instrument Location  Robbins Police Dept.
Instrument Serial No.  008728  Robbins, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 28 day of JANUARY, 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

MOORE COUNTY ROBBINS PD 620

Serial Number: 008728
Test Date: 01/28/2013

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RUSSELL, LARRY H
Permit Number: 06108E
Effective:
09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG204603
Exp Date: 02/15/2014

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>9:59am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:00am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>10:00am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:01am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:02am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:03am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:05am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:05am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
### Intox EC/IR-II: Preventive Maintenance

**MOORE COUNTY ROBBINS PD 620**

Serial Number: 008728  Test Record Number: 218  
Test Date: 01/28/2013  Test Time: 10:07am EST

**System Check: Passed**

#### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:07am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:07am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:07am</td>
</tr>
</tbody>
</table>

#### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>10:07am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:07am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:07am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:07am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:07am</td>
</tr>
</tbody>
</table>

#### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:08am</td>
</tr>
</tbody>
</table>

#### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:08am</td>
</tr>
</tbody>
</table>

#### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:08am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:08am</td>
</tr>
</tbody>
</table>

**Preventive Maintenance Status: Pass**

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Johnston
Instrument Location Selma Police Dep't

Instrument Serial No. 008595 Selma, N.C.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 28th day of January 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
**Intox EC/IR-II: Subject Test**

**JOHNSON COUNTY SELMA PD 500**

Serial Number: 008595  
Test Date: 01/28/2013

Citation Number: M0000000-0  
Subject's Name: PREVENTIVE, MAINTENANCE  
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male  
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: TRUDELL, SR., DANIEL T  
Permit Number: 21535E  
Effective: 09/01/2011-09/01/2013

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG124904  
Exp Date: 09/06/2013

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>9:34am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:34am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>9:35am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:36am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:37am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:38am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:39am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:40am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

JOHNSTON COUNTY SELMA PD 500

Serial Number: 008595    Test Record Number: 632
Test Date: 01/28/2013    Test Time: 9:41am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:42am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:42am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:42am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>9:42am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:42am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:42am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:42am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:42am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:43am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:43am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:43am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:43am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County  MOORE  Instrument Location  MOORE Co. JAIL

Instrument Serial No.  00 B735  CARTHAGE, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 24 day of JANUARY, 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number  371

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DIHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

MOORE COUNTY MOORE COUNTY JAIL 620

Serial Number: 008735
Test Date: 01/24/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RUSSELL, LARRY H
Permit Number: 06108E
Effective: 09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG206603
Exp Date: 03/06/2014

Test     g/210L  Time

DIAG     Pass  12:33pm
AIR BLK .00  12:34pm
ACCY CHK .08  12:35pm
AIR BLK .00  12:35pm
SUB TEST .00  12:36pm
AIR BLK .00  12:37pm
SUB TEST .00  12:39pm
AIR BLK .00  12:39pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox BC/IR-II: Preventive Maintenance

MOORE COUNTY MOORE COUNTY JAIL 620

Serial Number: 008735    Test Record Number: 1195
Test Date: 01/24/2013    Test Time: 12:40pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:42pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:42pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:42pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:42pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County  HARNETT  Instrument Location  HARNETT COUNTRY JR.

Instrument Serial No.  00 8730  LILLINGTON, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 10 day of JANUARY, 2013 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official  Signature

Certificate Number  371

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

HARNETT COUNTY DETENTION CENTER 420

Serial Number: 008730
Test Date: 01/18/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RUSSELL, LARRY H
Permit Number: 06108E
Effective:
09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG206102
Exp Date: 03/01/2014

Test     g/210L  Time
---------  -------  -----
DIAG      Pass    3:21pm
AIR BLK .00    3:22pm
ACCY CHK .07    3:23pm
AIR BLK .00    3:24pm
SUB TEST .00    3:24pm
AIR BLK .00    3:25pm
SUB TEST .00    3:27pm
AIR BLK .00    3:28pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:30pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:30pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:31pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>3:31pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:31pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:31pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:31pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:31pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:31pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:31pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:31pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:31pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County  HARNETT           Instrument Location  HARNETT Co. DETENTION CTR.

Instrument Serial No.  008729          LILLINGTON  NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 18 day of JANUARY, 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number 371

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

HARNETT COUNTY DETENTION CENTER 420

Serial Number: 008729
Test Date: 01/18/2013

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RUSSELL, LARRY H
Permit Number: 06108E
Effective:
09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG123502
Exp Date: 08/23/2013

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>3:48pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:48pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>3:49pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:50pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:51pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:52pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:53pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:54pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:56pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:56pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:56pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>3:56pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:56pm</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>3:56pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:56pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:56pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:57pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:57pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:57pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:57pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County MOORE Instrument Location PINEBURST POLICE DEPT.

Instrument Serial No. 008710 PINEBURST, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 09 day of JANUARY, 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

MOORE COUNTY PINEHURST PD. 620

Serial Number: 008710
Test Date: 01/09/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RUSSELL, LARRY H
Permit Number: 06108E
Effective: 09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG204603
Exp Date: 02/15/2014

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:36am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:37am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>10:37am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:38am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:39am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:40am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:42am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:43am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
### Intox EC/IR-II: Preventive Maintenance

**MOORE COUNTY PINEHURST PD. 620**

Serial Number: 008710  Test Record Number: 898  
Test Date: 01/09/2013  Test Time: 10:43am EST

System Check: Passed

#### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:44am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:44am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:44am</td>
</tr>
</tbody>
</table>

#### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>10:44am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:44am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:44am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:44am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:44am</td>
</tr>
</tbody>
</table>

#### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:44am</td>
</tr>
</tbody>
</table>

#### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:44am</td>
</tr>
</tbody>
</table>

#### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:45am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:45am</td>
</tr>
</tbody>
</table>

Preventive Maintenance  
Status: Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007

---

**Analyst**
The Department of Health and Human Services Forensic Tests for Alcohol Branch

Preventive Maintenance Record

Intoximeters, Model Intox EC/IR II

County: Beaufort
Instrument Location: Beaufort Co. Courthouse
Instrument Serial No.: 608909

102 E. 2nd St., Washington, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 4th day of January, 2013 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

BEAUFORT COUNTY COURTHOUSE 060

Serial Number: 008909
Test Date: 01/04/2013

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: GUARD, KELLY G
Permit Number: 12955E
Effective:
08/01/2011-08/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG206602
Exp Date: 03/06/2014

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:53am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:54am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>10:55am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:56am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:57am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:58am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:59am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:00am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**BEAUFORT COUNTY COURTHOUSE 060**

Serial Number: 008909   Test Record Number: 1526  
Test Date: 01/04/2013   Test Time: 11:01am EST

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:01am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:01am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:02am</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:02am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:02am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:02am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:02am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:02am</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:02am</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:02am</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:03am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:03am</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Beaufort
Instrument Location: Beaufort Co. Courthouse
Instrument Serial No.: D08586
102 E. 2nd St, Washington, N.C.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 4th day of January, 2013 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

643
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

BEAUFORT COUNTY COURTHOUSE 060

Serial Number: 008586
Test Date: 01/04/2013

Citation Number: M00000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: GUARD, KELLY G
Permit Number: 12955E
Effective:
08/01/2011-08/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG206603
Exp Date: 03/06/2014

Test    g/210L  Time
DIAG    Pass    10:39am
AIR BLK .00    10:40am
ACCY CHK .08    10:41am
AIR BLK .00    10:42am
SUB TEST .00    10:43am
AIR BLK .00    10:44am
SUB TEST .00    10:46am
AIR BLK .00    10:47am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

BEAUFORT COUNTY COURTHOUSE 060

Serial Number: 008586    Test Record Number: 923
Test Date: 01/04/2013    Test Time: 10:48am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 3rd day of January 2013 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

PERQUIMANS COUNTY PERQUIMANS CO SO 710

Serial Number: 008921
Test Date: 01/03/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: GUARD, KELLY G
Permit Number: 12955E
Effective: 08/01/2011-08/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG203103
Exp Date: 01/31/2014

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:18am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:19am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:20am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:20am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:22am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:23am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:24am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:25am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**PERQUIMANS COUNTY PERQUIMANS CO SO 710**

Serial Number: 008921    Test Record Number: 383
Test Date: 01/03/2013    Test Time: 11:26am EST

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:27am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:27am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:27am</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>11:27am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:27am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:27am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:27am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:27am</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:28am</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:28am</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:28am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:28am</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermomter shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 23rd day of January, 2013, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

PITT AYDEN PD 730

Serial Number: 008666
Test Date: 01/23/2013

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: GUARD, KELLY G
Permit Number: 12955E
Effective:
08/01/2011-08/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG206103
Exp Date: 03/01/2014

Test g/210L Time

DIAG Pass 1:58pm
AIR BLK .00 1:58pm
ACCY CHK .08 1:59pm
AIR BLK .00 2:00pm
SUB TEST .00 2:01pm
AIR BLK .00 2:01pm
SUB TEST .00 2:03pm
AIR BLK .00 2:04pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance
PITT AYDEN PD 730

Serial Number: 008666   Test Record Number: 638
Test Date: 01/23/2013   Test Time: 2:05pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:05pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:05pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the _____ day of January, 2013 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

BEAUFORT COUNTY BELHAVEN PD 060

Serial Number: 008928
Test Date: 01/02/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: GUARD, KELLY G
Permit Number: 12955E
Effective:
08/01/2011-08/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG206603
Exp Date: 03/06/2014

Test g/210L Time

DIAG Pass 10:07am
AIR BLK .00 10:08am
ACCY CHK .07 10:09am
AIR BLK .00 10:09am
SUB TEST .00 10:10am
AIR BLK .00 10:10am
SUB TEST .00 10:13am
AIR BLK .00 10:13am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**BEAUFORT COUNTY BELHAVEN PD 060**

Serial Number: 008928    Test Record Number: 187  
Test Date: 01/02/2013    Test Time: 10:14am EST

System Check: Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:14am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:14am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:14am</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>10:15am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:15am</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>10:15am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:15am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:15am</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:15am</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:15am</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:15am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:15am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007

[Signature]  
Analyst
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Greene   Instrument Location: Greene Co., S.D.

Instrument Serial No.: 008670   301 N. Greene St., Snow Hill, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 15th day of January, 2013 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

GREENE COUNTY GREENE CO SO 390

Serial Number: 008670
Test Date: 01/15/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: GUARD, KELLY G
Permit Number: 12955E
Effective: 08/01/2011-08/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG124201
Exp Date: 08/30/2013

Test g/210L Time
DIAG Pass 10:47am
AIR BLK .00 10:48am
ACCY CHK .07 10:49am
AIR BLK .00 10:50am
SUB TEST .00 10:51am
AIR BLK .00 10:52am
SUB TEST .00 10:54am
AIR BLK .00 10:55am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

GREENE COUNTY GREENE CO SO 390

Serial Number: 008670  Test Record Number: 1315
Test Date: 01/15/2013  Test Time: 10:55am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:56am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:56am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:56am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:56am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:56am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:56am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:56am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:56am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:57am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:57am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:57am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:57am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 2 day of JANUARY, 2013 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

658
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

CASWELL COUNTY SHP YANCEYVILLE 160

Serial Number: 008593
Test Date: 01/02/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: QUARANTELLO, NICHOLAS J
Permit Number: 21536E
Effective: 09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG125603
Exp Date: 09/13/2013

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:14am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:15am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>10:15am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:16am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:17am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:18am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:19am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:20am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CASWELL COUNTY SHP YANCEYVILLE 160

Serial Number: 008593  Test Record Number: 898
Test Date: 01/02/2013  Test Time: 10:21am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:22am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:22am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:22am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>10:22am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:22am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:22am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:22am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:22am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:23am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:23am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:23am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:23am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: [Redacted]
Instrument Location: [Redacted]
Instrument Serial No.: 006500

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 17th day of January, 2013, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Preventive Maintenance

WAKE COUNTY BAT MOBILE UNIT 5 910

Serial Number: 008600    Test Record Number: 1151
Test Date: 01/19/2013    Test Time: 12:31am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:32am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:32am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:32am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:32am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:32am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:32am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:32am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:32am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:32am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:32am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:33am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:33am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature] Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

WAKE COUNTY BAT MOBILE UNIT 5 910

Serial Number: 008600  
Test Date: 01/19/2013

Citation Number: M0000000-0  
Subject's Name:  
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male  
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: MORGART, STEPHEN G  
Permit Number: 9372E  
Effective:  
10/01/2011-10/01/2013

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG203102  
Exp Date: 01/31/2014

Test     g/210L  Time
DIAG     Pass  12:22am
AIR BLK  .00  12:23am
ACCY CHK .08  12:24am
AIR BLK  .00  12:25am
SUB TEST .00  12:26am
AIR BLK  .00  12:27am
SUB TEST .00  12:29am
AIR BLK  .00  12:30am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Robeson
Instrument Location: Red Springs Police Dept.
Instrument Serial No.: 003857
Red Springs, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 16th day of January, 2013, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

ROBESON COUNTY RED SPRINGS PD 770

Serial Number: 008857
Test Date: 01/16/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: TRUDELL, SR., DANIEL T
Permit Number: 21535E
Effective: 09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG300202
Exp Date: 01/02/2015

Test g/210L Time
DIAG Pass 10:57am
AIR BLK .00 10:57am
ACCY CHK .07 10:58am
AIR BLK .00 10:59am
SUB TEST .00 10:59am
AIR BLK .00 11:00am
SUB TEST .00 11:02am
AIR BLK .00 11:03am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:04am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:05am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:05am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:05am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:05am</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 11 day of January, 2013 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

BUNCOMBE COUNTY BUNCOMBE COUNTY JAIL
100

Serial Number: 008631
Test Date: 01/11/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BURNETTE, ANTHONY J
Permit Number: 11304E
Effective:
06/01/2011-06/01/2013

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG204602
Exp Date: 02/15/2014

Test g/210L Time
DIAG Pass 5:23pm
AIR BLK .00 5:24pm
ACCY CHK .08 5:24pm
AIR BLK .00 5:25pm
SUB TEST .00 5:26pm
AIR BLK .00 5:27pm
SUB TEST .00 5:28pm
AIR BLK .00 5:29pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

BUNCOMBE COUNTY BUNCOMBE COUNTY JAIL 100

Serial Number: 008631    Test Record Number: 3019
Test Date: 01/11/2013    Test Time: 5:30pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>5:31pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>5:31pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>5:31pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>5:31pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>5:31pm</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>5:31pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>5:31pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>5:31pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>5:31pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>5:31pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>5:32pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>5:32pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Robeson
Instrument Location: Pembroke Police Dept.

Instrument Serial No.: 008837
Pembroke, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 15th day of January, 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above; in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

ROBESON COUNTY PEMBROKE POLICE DEPT
770

Serial Number: 008837
Test Date: 01/15/2013

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: TRUDELL, SR., DANIEL T
Permit Number: 21535E
Effective:
09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG206103
Exp Date: 03/01/2014

Test g/210L Time

DIAG Pass 9:50am
AIR BLK .00 9:51am
ACCY CHK .08 9:52am
AIR BLK .00 9:53am
SUB TEST .00 9:53am
AIR BLK .00 9:54am
SUB TEST .00 9:56am
AIR BLK .00 9:57am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:58am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:58am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:58am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>9:58am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:58am</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>9:58am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:58am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:58am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:59am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:59am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:59am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:59am</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 14th day of January, 2013, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

ROBESON COUNTY ST. PAULS PD. 770

Serial Number: 008814
Test Date: 01/14/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: TRUDELL, SR., DANIEL T
Permit Number: 21535E
Effective: 09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG124904
Exp Date: 09/06/2013

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>9:25am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:26am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>9:27am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:28am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:29am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:30am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:31am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:32am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:34am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:34am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:34am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>9:34am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:34am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:34am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:34am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:34am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:35am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:35am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:35am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:35am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Guilford  Instrument Location Greensboro Police Department
Instrument Serial No. 008725

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 3 day of January, 2013, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number 647

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
**Intox EC/IR-II: Preventive Maintenance**

**GUILFORD COUNTY GREENSBORO PD 400**

Serial Number: 008725    Test Record Number: 2680
Test Date: 01/03/2013    Test Time: 1:18pm EST

System Check: Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:18pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:18pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:18pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>1:18pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:18pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:18pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:18pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:18pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:19pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:19pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:19pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:19pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

GUILFORD COUNTY GREENSBORO PD 400

Serial Number: 008725
Test Date: 01/03/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: DEAN, L K
Permit Number: 11598E
Effective:
06/01/2011-06/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG203903
Exp Date: 02/08/2014

Test g/210L Time
DIAG Pass 1:11pm
AIR BLK .00 1:11pm
ACCY CHK .08 1:12pm
AIR BLK .00 1:13pm
SUB TEST .00 1:14pm
AIR BLK .00 1:15pm
SUB TEST .00 1:16pm
AIR BLK .00 1:17pm

Reported AC: .00 g/210L

signature_of_chemical_analyst

Court CVR

analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Moore  Instrument Location: Southern Pines, P.D.
Instrument Serial No.: 008720  Southern Pines, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When “PLEASE BLOW” appears, collect breath sample;
7. When “PLEASE BLOW” appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 7th day of January, 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

MOORE COUNTY SOUTHERN PINES PD: 620

Serial Number: 008720
Test Date: 01/07/2013

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: TRUDELL, SR., DANIEL T
Permit Number: 21535E
Effective: 09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG205401
Exp Date: 02/23/2014

Test g/210L Time
DIAG Pass 10:48 am
AIR BLK .00 10:49 am
ACCY CHK .07 10:50 am
AIR BLK .00 10:51 am
SUB TEST .00 10:51 am
AIR BLK .00 10:52 am
SUB TEST .00 10:54 am
AIR BLK .00 10:55 am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox RC/IR-II: Preventive Maintenance**

**MOORE COUNTY SOUTHERN PINES PD. 620**

Serial Number: 008720    Test Record Number: 654
Test Date: 01/07/2013    Test Time: 10:56am EST

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:56am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:56am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:56am</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>10:56am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:56am</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>10:56am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:56am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:56am</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:57am</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:57am</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:57am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:57am</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

**Status: Pass**

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 04 day of JANUARY, 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
**Intox EC/IR-II: Subject Test**

**HOKE COUNTY DETENTION CENTER 460**

Serial Number: 008852  
Test Date: 01/04/2013

Citation Number: M0000000-0  
Subject's Name: PREVENTIVE, MAINTENANCE  
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male  
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: RUSSELL, LARRY H  
Permit Number: 06108E  
Effective: 09/01/2011-09/01/2013

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG124904  
Exp Date: 09/06/2013

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:28am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:29am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:29am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:30am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:31am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:32am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:34am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:35am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
### Intox EC/IR-II: Preventive Maintenance

**HOKE COUNTY DETENTION CENTER 460**

**Serial Number:** 008852  
**Test Record Number:** 494  
**Test Date:** 01/04/2013  
**Test Time:** 11:36am EST

**System Check:** Passed

#### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:36am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:36am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:36am</td>
</tr>
</tbody>
</table>

#### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>11:36am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:36am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:36am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:36am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:36am</td>
</tr>
</tbody>
</table>

#### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:37am</td>
</tr>
</tbody>
</table>

#### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:37am</td>
</tr>
</tbody>
</table>

#### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:37am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:37am</td>
</tr>
</tbody>
</table>

**Preventive Maintenance Status:** Pass

---

**Analyst**

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Hoke Instrument Location Hoke Co Detention CTR

Instrument Serial No. 008855 Raeford, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 04 day of JANUARY, 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

Hoke County Detention Center 460

Serial Number: 008855
Test Date: 01/04/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RUSSELL, LARRY H
Permit Number: 06108E
Effective: 09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG205402
Exp Date: 02/23/2014

Test g/210L Time
DIAG Pass 11:55am
AIR BLK .00 11:56am
ACCY CHK .08 11:56am
AIR BLK .00 11:57am
SUB TEST .00 11:58am
AIR BLK .00 11:59am
SUB TEST .00 12:00pm
AIR BLK .00 12:01pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
# Intox EC/IR-II: Preventive Maintenance

**HOKE COUNTY DETENTION CENTER 460**

Serial Number: 008855  Test Record Number: 786  
Test Date: 01/04/2013  Test Time: 12:02pm EST

**System Check: Passed**

## Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:02pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:02pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:02pm</td>
</tr>
</tbody>
</table>

## Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:02pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:02pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:02pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:02pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:02pm</td>
</tr>
</tbody>
</table>

## Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:03pm</td>
</tr>
</tbody>
</table>

## Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:03pm</td>
</tr>
</tbody>
</table>

## CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:03pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:03pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance Status: Pass**

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County SCOTLAND Instrument Location LAURINBURG Police DEPT.

Instrument Serial No. 028834 LAURINBURG NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 03 day of JANUARY, 2013, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

SCOTLAND COUNTY LAURINBURG PD. 820

Serial Number: 008834
Test Date: 01/03/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RUSSELL, LARRY H
Permit Number: 06108E
Effective:
09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG124904
Exp Date: 09/06/2013

Test g/210L Time

DIAG Pass 10:44am
AIR BLK .00 10:45am
ACCY CHK .07 10:46am
AIR BLK .00 10:47am
SUB TEST .00 10:47am
AIR BLK .00 10:48am
SUB TEST .00 10:50am
AIR BLK .00 10:51am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:52am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:52am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:52am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:52am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:52am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:52am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:52am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:52am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:53am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:53am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:53am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:53am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: LEE
Instrument Location: SANFORD POLICE DEPT.

Instrument Serial No.: 008867 SANFORD, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 02 day of JANUARY, 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

LEE COUNTY SANFORD POLICE DEPT 520

Serial Number: 008867
Test Date: 01/02/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RUSSELL, LARRY H
Permit Number: 06108E
Effective:
09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG205402
Exp Date: 02/23/2014

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:55am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:55am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>11:56am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:57am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:58am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:59am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:00pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:01pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

LEE COUNTY SANFORD POLICE DEPT 520

Serial Number: 008867    Test Record Number: 638
Test Date: 01/02/2013    Test Time: 12:02pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:03pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:03pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:03pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>12:03pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:03pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:03pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:03pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:03pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:03pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:03pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:04pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:04pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Scotland
Instrument Location: Scotland Co. Sheriff's Office

Instrument Serial No.: 098861
Los Lunas, NM

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 3rd day of January, 2013 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

SCOTLAND COUNTY SHERIFF'S OFFICE 820

Serial Number: 008961
Test Date: 01/03/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: TRUDELL, SR., DANIEL T
Permit Number: 21535E
Effective: 09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG205402
Exp Date: 02/23/2014

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:02am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:03am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>10:03am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:04am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:05am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:06am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:07am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:08am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

SCOTLAND COUNTY SHERIFF'S OFFICE 820

Serial Number: 008861    Test Record Number: 731
Test Date: 01/03/2013    Test Time: 10:10am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:10am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:10am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:10am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>10:10am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:10am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:10am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:10am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:10am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:11am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:11am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:11am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:11am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County  Johnston  Instrument Location  Benson Police Dept.

Instrument Serial No. 00285  Benson, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 2nd day of January, 2013, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]  [Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

JOHNSON COUNTY BENSON POLICE DEPT.
500

Serial Number: 006885
Test Date: 01/02/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: TRUDELL, SR., DANIEL T
 Permit Number: 21535E
 Effective:
 09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG125602
Exp Date: 09/13/2013

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:05am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:06am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>11:07am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:07am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:08am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:09am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:11am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:12am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

JOHNSTON COUNTY BENSON POLICE DEPT. 500

Serial Number: 008885      Test Record Number: 290
Test Date: 01/02/2013      Test Time: 11:13am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:13am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:13am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:13am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>11:13am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:13am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:13am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:13am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:13am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:14am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:14am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:14am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:14am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES  
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD  
INTOXIMETERS, MODEL INTOX EC/IR II

County: Johnston  
Instrument Location: Johnston Co. Jail

Instrument Serial No: 008810  
Smithfield, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 2nd day of January, 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official:  
Certificate Number:

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:45am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:45am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:45am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>9:45am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:45am</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>9:45am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:45am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:45am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:46am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:46am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:46am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:46am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

JOHNSTON COUNTY JOHNSTON CO. JAIL 500

Serial Number: 008810
Test Date: 01/02/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: TRUDELL, SR., DANIEL T
Permit Number: 21535E
Effective:
09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG203102
Exp Date: 01/31/2014

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>9:36am</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td>9:37am</td>
<td></td>
</tr>
<tr>
<td>ACCY CHK .08</td>
<td>9:38am</td>
<td></td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td>9:39am</td>
<td></td>
</tr>
<tr>
<td>SUB TEST .00</td>
<td>9:40am</td>
<td></td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td>9:41am</td>
<td></td>
</tr>
<tr>
<td>SUB TEST .00</td>
<td>9:42am</td>
<td></td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td>9:43am</td>
<td></td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Johnston Instrument Location Johnston Co. Jail

Instrument Serial No. 008246 Smithfield, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 2nd day of January, 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

JOHNSTON COUNTY JOHNSTON CO. JAIL 500
Serial Number: 008846
Test Date: 01/02/2013
Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: TRUDELL, SR., DANIEL T
Permit Number: 21535E
Effective:
09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG204603
Exp Date: 02/15/2014

Test        g/210L  Time
DIAG        Pass   9:34am
AIR BLK .00  9:35am
ACCY CHK .08  9:36am
AIR BLK .00  9:37am
SUB TEST .00  9:38am
AIR BLK .00  9:39am
SUB TEST .00  9:40am
AIR BLK .00  9:41am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

JOHNSTON COUNTY JOHNSTON CO. JAIL 500
Serial Number: 008846    Test Record Number: 2722
Test Date: 01/02/2013    Test Time: 9:43am EST
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:43am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:43am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:43am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>9:43am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:43am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:43am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:43am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:43am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:44am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:44am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:44am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:44am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

Analyst
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County CABARRUS Instrument Location BAT MOBILE UNIT 3
Instrument Serial No. 008616 Concord, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 4th day of JAN, 2013, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official:

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

CABARRUS COUNTY BAT MOBILE UNIT 3 120

Serial Number: 008616
Test Date: 01/04/2013

Citation Number: M0000000-0
Subject's Name:

PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective: 10/01/2011-10/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG203903
Exp Date: 02/08/2014

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>9:39pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:40pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>9:41pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:42pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:42pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:43pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:45pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:46pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**CABARRUS COUNTY BAT MOBILE UNIT 3 120**

Serial Number: 008616  Test Record Number: 1540
Test Date: 01/04/2013  Test Time: 9:47pm EST

System Check: Passed

### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:48pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:48pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:48pm</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>9:48pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:48pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:48pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:48pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:48pm</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:49pm</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:49pm</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:49pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:49pm</td>
</tr>
</tbody>
</table>

### Preventive Maintenance

Status: Pass

__Signature__

** Analyst **

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County CABARRUS Instrument Location BAT MOBILE UNIT 3

Instrument Serial No. 008647 Concord, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 4th day of JANUARY, 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

CABARRUS COUNTY BAT MOBILE UNIT 3 120

Serial Number: 008647
Test Date: 01/04/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective:
10/01/2011-10/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG203903
Exp Date: 02/08/2014

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>9:35pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:36pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>9:37pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:38pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:39pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:40pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:41pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:42pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**CABARRUS COUNTY BAT MOBILE UNIT 3 120**

Serial Number: 008647    Test Record Number: 1553  
Test Date: 01/04/2013    Test Time: 9:43pm EST

System Check: Passed

### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:43pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:43pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:43pm</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>9:43pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:43pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:43pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:43pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:43pm</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:44pm</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:44pm</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:44pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:44pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance  
Status: Pass

---

**Analyst**

---

*This form is used when performing Preventive Maintenance procedures*  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007*
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 18 day of JAN, 2013 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
INTOX EC/IR-II: Subject Test

MECKLENBURG COUNTY BAT MOBILE UNIT 3
590

Serial Number: 008616
Test Date: 01/18/2013

Citation Number: M00000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective:
10/01/2011-10/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG203903
Exp Date: 02/08/2014

Test        g/210L  Time
DIAG        Pass    10:17pm
AIR BLK     .00     10:18pm
ACCY CHK    .08     10:18pm
AIR BLK     .00     10:19pm
SUB TEST    .00     10:20pm
AIR BLK     .00     10:20pm
SUB TEST    .00     10:22pm
AIR BLK     .00     10:23pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox BC/IR-II: Preventive Maintenance

MECKLENBURG COUNTY BAT MOBILE UNIT 3 590

Serial Number: 008616      Test Record Number: 1545
Test Date: 01/18/2013      Test Time: 10:24pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:24pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:24pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:25pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:25pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:25pm</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>10:25pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:25pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:25pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:25pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:25pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:25pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:25pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County  MECKLENBURG  Instrument Location  BATMOBILE UNIT 3
Instrument Serial No.  008707  CHARLOTTE, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 18 day of JAN, 2013 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY BAT MOBILE UNIT 3
590

Serial Number: 008707
Test Date: 01/18/2013

Citation Number: M0000000-0

Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective: 10/01/2011-10/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG203902
Exp Date: 02/08/2014

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:14pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:15pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>10:15pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:16pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:18pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:19pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:20pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:21pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MECKLENBURG COUNTY BAT MOBILE UNIT 3 590

Serial Number: 008707    Test Record Number: 1615
Test Date: 01/18/2013    Test Time: 10:22pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:22pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:22pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:22pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>10:22pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:22pm</td>
</tr>
<tr>
<td>DRT</td>
<td>Pass</td>
<td>10:22pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:22pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:22pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:23pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:23pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:23pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:23pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 18 day of JAN, 2013 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY BAT MOBILE UNIT 3
590

Serial Number: 008647
Test Date: 01/18/2013

Citation Number: M0000000-0

Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective: 10/01/2011-10/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG203903
Exp Date: 02/08/2014

Test     g/210L Time

DIAG     Pass  10:11pm
AIR BLK  .00  10:12pm
ACCY CHK .07  10:12pm
AIR BLK  .00  10:13pm
SUB TEST .00  10:13pm
AIR BLK  .00  10:14pm
SUB TEST .00  10:16pm
AIR BLK  .00  10:17pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MECKLENBURG COUNTY BAT MOBILE UNIT 3 590

Serial Number: 008647    Test Record Number: 1558
Test Date: 01/18/2013    Test Time: 10:18pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:18pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:18pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:18pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:18pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:18pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:18pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:18pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:18pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:19pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:19pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:19pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:19pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County CABARRUS Instrument Location BAT MOBILE UNIT 3
Instrument Serial No. 008707 Kannapolis, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 19 day of JANUARY, 2013, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

CABARRUS COUNTY BAT MOBILE UNIT 3 120

Serial Number: 008707
Test Date: 01/19/2013

Citation Number: M0000000-0
Subject's Name:  
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective: 10/01/2011-10/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG203902
Exp Date: 02/08/2014

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:47pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:48pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>10:49pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:49pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:50pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:51pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:52pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:53pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
# Intox EC/IR-II: Preventive Maintenance

**CABARRUS COUNTY BAT MOBILE UNIT 3 120**

Serial Number: 008707    Test Record Number: 1619  
Test Date: 01/19/2013    Test Time: 10:54pm EST

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:54pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:54pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:54pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:54pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:54pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:54pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:54pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:54pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:55pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:55pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:55pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:55pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County CABARRUS Instrument Location BAT MOBILE UNIT 3

Instrument Serial No. 008647 Kannapolis, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 19 day of JAN, 2013 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

CABARRUS COUNTY BAT MOBILE UNIT 3 120

Serial Number: 008647
Test Date: 01/19/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective: 10/01/2011-10/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG203903
Exp Date: 02/08/2014

Test g/210L Time
DIAG Pass 10:44pm
AIR BLK .00 10:45pm
ACCY CHK .07 10:45pm
AIR BLK .00 10:46pm
SUB TEST .00 10:47pm
AIR BLK .00 10:48pm
SUB TEST .00 10:49pm
AIR BLK .00 10:50pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**CABARRUS COUNTY BAT MOBILE UNIT 3 120**

Serial Number: 008647  Test Record Number: 1565  
Test Date: 01/19/2013  Test Time: 10:50pm EST

System Check: Passed

### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:51pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:51pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:51pm</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FTC1</td>
<td>Pass</td>
<td>10:51pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:51pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:51pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:51pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:51pm</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:52pm</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:52pm</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:52pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:52pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

---

Analyst  

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Wake
Instrument Location: BAT M016 L611

Instrument Serial No.: 008698

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 19th day of January, 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official:

Certificate Number:

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Preventive Maintenance

WAKE COUNTY BAT MOBILE UNIT 5 910

Serial Number: 008698  Test Record Number: 918
Test Date: 01/19/2013  Test Time: 1:06am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:06am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:06am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:06am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:06am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:06am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:06am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:06am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:06am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:07am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:07am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:07am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:07am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

WAKE COUNTY BAT MOBILE UNIT 5 910

Serial Number: 008698
Test Date: 01/19/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: MORGART, STEPHEN G
Permit Number: 9372E
Effective:
10/01/2011-10/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG108203
Exp Date: 03/23/2013

Test          g/210L  Time
DIAG          Pass   12:55am
AIR BLK       .00    12:56am
ACCY CHK      .07    12:56am
AIR BLK       .00    12:57am
SUB TEST      .00    1:00am
AIR BLK       .00    1:01am
SUB TEST      .00    1:02am
AIR BLK       .00    1:03am

Reported AC:  .00 g/210L

Signature of Chemical Analyst

Court CVR

______________________________
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 17th day of January, 2013, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Preventive Maintenance

WAKE COUNTY BAT MOBILE UNIT 5 910

Serial Number: 008788  Test Record Number: 772
Test Date: 01/19/2013  Test Time: 12:42am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:43am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:43am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:43am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:43am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:43am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:43am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:43am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:43am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:44am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:44am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:44am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:44am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

WAKE COUNTY BAT MOBILE UNIT 5 910

Serial Number: 008788
Test Date: 01/19/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: MORGART, STEPHEN G
Permit Number: 9372E
Effective: 10/01/2011-10/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG123502
Exp Date: 08/23/2013

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:24am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:25am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>12:26am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:27am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:29am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:30am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:32am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:33am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 15 day of January, 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

HAYWOOD COUNTY HAYWOOD COUNTY JAIL 430

Serial Number: 008714
Test Date: 01/15/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: CUTLER, DANIEL R
Permit Number: 8457E
Effective: 10/01/2011-10/01/2013

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG203103
Exp Date: 01/31/2014

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:25am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>11:26am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:27am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:27am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:28am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:30am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:31am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

HAYWOOD COUNTY HAYWOOD COUNTY JAIL 430

Serial Number: 008714  Test Record Number: 779
Test Date: 01/15/2013  Test Time: 11:32am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
<tr>
<td>DLT</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:33am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:33am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:33am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:33am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Haywood
Instrument Location: Haywood Co. Jail

Instrument Serial No.: 008712

Waynesville, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 15 day of January, 2012 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

HAYWOOD COUNTY HAYWOOD COUNTY JAIL 430

Serial Number: 008712
Test Date: 01/15/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: CUTLER, DANIEL R
Permit Number: 8457E
Effective:
10/01/2011-10/01/2013

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG205401
Exp Date: 02/23/2014

Test | g/210L | Time
--- | --- | ----
DIAG | Pass | 11:24am
AIR BLK | .00 | 11:24am
ACCY CHK | .08 | 11:25am
AIR BLK | .00 | 11:26am
SUB TEST | .00 | 11:26am
AIR BLK | .00 | 11:27am
SUB TEST | .00 | 11:29am
AIR BLK | .00 | 11:30am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

HAYWOOD COUNTY HAYWOOD COUNTY JAIL 430

Serial Number: 008712 Test Record Number: 1333
Test Date: 01/15/2013 Test Time: 11:31am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:31am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:31am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:32am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Currituck Instrument Location Currituck Co., N.C.

Instrument Serial No. 008949 1123 Ocean HTL, Corolla, N.C.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 31st day of January, 2013 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

CURRITUCK COUNTY SO-COROLLA 260

Serial Number: 008949
Test Date: 01/31/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: KEESLER, LINDA A
Permit Number: 11646E
Effective:
09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG204602
Exp Date: 02/15/2014

Test g/210L Time

DIAG Pass 2:15pm
AIR BLK .00 2:17pm
ACCY CHK .08 2:17pm
AIR BLK .00 2:18pm
SUB TEST .00 2:19pm
AIR BLK .00 2:20pm
SUB TEST .00 2:21pm
AIR BLK .00 2:22pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CURRITUCK COUNTY SO-COROLLA 260

Serial Number: 008949    Test Record Number: 269
Test Date: 01/31/2013    Test Time: 2:23pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:24pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:24pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:24pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:24pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Dare Instrument Location Kill Devil Hills P.O.
Instrument Serial No. 028847 102 Town Hall Dr., Kill Devil Hills, N.C.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 31st day of January, 2015 the forgoing preventive maintenance procedures were performed on the instrument indicated above in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

DARE COUNTY KILL DEVIL HILLS PD 270

Serial Number: 008847
Test Date: 01/31/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1941
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: KEESLER, LINDA A
Permit Number: 11646E
Effective: 09/01/2011 - 09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG206103
Exp Date: 03/01/2014

Test g/210L Time
DIAG Pass 12:58pm
AIR BLK .00 12:59pm
ACCY CHK .08 12:59pm
AIR BLK .00 1:00am
SUB TEST .00 1:01am
AIR BLK .00 1:02am
SUB TEST .00 1:03am
AIR BLK .00 1:04am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

DARE COUNTY KILL DEVIL HILLS PD 270

Serial Number: 008847    Test Record Number: 365
Test Date: 01/31/2013    Test Time: 12:55pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:55pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:55pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:55pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:55pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:55pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:55pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:55pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:55pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:56pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:56pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:56pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:56pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Wayne Instrument Location Seymour Johnson AFB
Instrument Serial No. 008784 1010 Vermont Avenue NW, Goldsboro NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 29th day of January, 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
**Intox EC/IR-II: Preventive Maintenance**

**WAYNE COUNTY SEYMOUR JOHNSON AFB 950**

Serial Number: 008786    Test Record Number: 146
Test Date: 01/29/2013    Test Time: 2:16pm EST

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:16pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:16pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:16pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>2:16pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:16pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:16pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:16pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:16pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:17pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:17pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:17pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:17pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

** Analyst **

Signature: [Signature]
Intox EC/IR-II: Subject Test

WAYNE COUNTY SEYMOUR JOHNSON AFB 950

Serial Number: 008786
Test Date: 01/29/2013

Citation Number: M000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: KEESLER, LINDA A
Permit Number: 11646E
Effective: 09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG205401
Exp Date: 02/23/2014

Test g/210L Time
DIAG Pass 2:20pm
AIR BLK .00 2:20pm
ACCY CHK .08 2:21pm
AIR BLK .00 2:22pm
SUB TEST .00 2:22pm
AIR BLK .00 2:23pm
SUB TEST .00 2:25pm
AIR BLK .00 2:26pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Lenoir  Instrument Location Winston P.O.
Instrument Serial No. 004624  205 F. King St., Winston, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 28th day of January, 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

LENCOIR COUNTY KINSTON PD 530

Serial Number: 008624
Test Date: 01/28/2013

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: KEESLER, LINDA A
Permit Number: 11646E
Effective:
09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG206103
Exp Date: 03/01/2014

Test  g/210L  Time

DIAG  Pass   3:27pm
AIR BLK  .00  3:28pm
ACCY CHK .08  3:29pm
AIR BLK  .00  3:30pm
SUB TEST .00  3:30pm
AIR BLK  .00  3:31pm
SUB TEST .00  3:33pm
AIR BLK  .00  3:34pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

LENOIR COUNTY KINSTON PD 530

Serial Number: 008624    Test Record Number: 1201
Test Date: 01/28/2013    Test Time: 3:35pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:35pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:35pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:35pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>3:35pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:35pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:35pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:35pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:35pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:36pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:36pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:36pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:36pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Lenoir
Instrument Location Lenoir Co. S.D.
Instrument Serial No. 008639
130 Queen St. Winston, N.C.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 28th day of January, 2013 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

LENOIR COUNTY LENOIR CO SO 530

Serial Number: 008639
Test Date: 01/28/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: KEESLER, LINDA A
Permit Number: 11646E
Effective:
09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG203102
Exp Date: 01/31/2014

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>3:06pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:07pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>3:07pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:08pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:09pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:10pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:12pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:13pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:14pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:14pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:14pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>3:14pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:14pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:14pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:14pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:14pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:15pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:15pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:15pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:15pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Chowan
Instrument Serial No.: 00445
305 W. Freemason St., Edenton, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 24th day of January, 2013, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

CHOWAN COUNTY PUBLIC SAFETY CENTER 200

Serial Number: 008895
Test Date: 01/24/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: KEESLER, LINDA A
Permit Number: 11646E
Effective: 09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG124201
Exp Date: 08/30/2013

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:42pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:43pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>2:43pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:45pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:45pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:46pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:47pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:48pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CHOWAN COUNTY PUBLIC SAFETY CENTER 200

Serial Number: 008895  Test Record Number: 513
Test Date: 01/24/2013  Test Time: 2:49pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:50pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:50pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:50pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>2:50pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:50pm</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>2:50pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:50pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:50pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:51pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:51pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:51pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:51pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 8th day of January, 2015 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

PASQUOTANK COUNTY PUBLIC SAFETY BLDG
690

Serial Number: 008950
Test Date: 01/08/2013

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: KEESLER, LINDA A
Permit Number: 11646E
Effective:
09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG120101
Exp Date: 07/20/2013

Test g/210L Time

DIAG Pass 12:07pm
AIR BLK .00 12:08pm
ACCY CHK .08 12:09pm
AIR BLK .00 12:10pm
SUB TEST .00 12:10pm
AIR BLK .00 12:11pm
SUB TEST .00 12:13pm
AIR BLK .00 12:14pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

PASQUOTANK COUNTY PUBLIC SAFETY BLDG 690

Serial Number: 008950   Test Record Number: 788
Test Date: 01/08/2013   Test Time: 12:24pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:25pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:25pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:25pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>12:25pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:25pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:25pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:25pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:25pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:26pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:26pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:26pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:26pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Pasquotank
Instrument Location: Pasquotank Co. Public Safety
Instrument Serial No. 00 8941

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath displays time and date;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 8th day of January, 2013 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

PASQUOTANK COUNTY PUBLIC SAFETY BLDG
690

Serial Number: 008941
Test Date: 01/08/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: KEESLER, LINDA A
Permit Number: 11646E
Effective:
09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG120101
Exp Date: 07/20/2013

Test   g/210L   Time
DIAG   Pass   12:09pm
AIR BLK .00   12:10pm
ACCY CHK .08   12:10pm
AIR BLK .00   12:11pm
SUB TEST .00   12:12pm
AIR BLK .00   12:13pm
SUB TEST .00   12:15pm
AIR BLK .00   12:16pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:17pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:17pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:17pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:17pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:17pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:17pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:17pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:17pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:18pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:18pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:18pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:18pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Hoke
Instrument Location: Monroe, NC

Instrument Serial No.: 004906
115 E. Broad St., Monroe, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 8th day of January, 2015 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

HERTFORD COUNTY MURFREESBORO PD 450

Serial Number: 008906
Test Date: 01/08/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: KEESLER, LINDA A
Permit Number: 11646E
Effective:
09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG108202
Exp Date: 03/23/2013

<table>
<thead>
<tr>
<th>Test</th>
<th>Result</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:07pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>2:07pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:08pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:09pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:10pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:12pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:13pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

HERTFORD COUNTY MURFREESBORO PD 450

Serial Number: 008906    Test Record Number: 398
Test Date: 01/08/2013    Test Time: 2:14pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:14pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:14pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:14pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>2:15pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:15pm</td>
</tr>
<tr>
<td>DRT</td>
<td>Pass</td>
<td>2:15pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:15pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:15pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:15pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:15pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:15pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:15pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Camden Instrument Location Camden Co. S.D.
Instrument Serial No. D08940 113 Hwy 343, Camden, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 24th day of January, 2013 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number 687

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

CAMDEN COUNTY CAMDEN CO SO 140

Serial Number: 008940
Test Date: 01/24/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: KEESLER, LINDA A
Permit Number: 11646E
Effective: 09/01/2011-09/01/2013

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG203902
Exp Date: 02/08/2014

Test     g/210L  Time
DIAG     Pass    1:16pm
AIR BLK  .00    1:17pm
ACCY CHK .08    1:18pm
AIR BLK  .00    1:19pm
SUB TEST .00    1:20pm
AIR BLK  .00    1:21pm
SUB TEST .00    1:22pm
AIR BLK  .00    1:23pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CAMDEN COUNTY CAMDEN CO SO 140

Serial Number: 008940  Test Record Number: 580
Test Date: 01/24/2013  Test Time: 1:24pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:25pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:25pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:25pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:25pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Madison                        Instrument Location Madison Co. Jail

Instrument Serial No. 008599                  Marshall, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 28 day of January, 2015 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

MADISON COUNTY MADISON COUNTY JAIL 560

Serial Number: 008599
Test Date: 01/28/2013

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BURNETTE, ANTHONY J
Permit Number: 11304E
Effective: 06/01/2011-06/01/2013

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG124202
Exp Date: 08/30/2013

Test g/210L Time

DIAG Pass 4:34pm
AIR BLK .00 4:34pm
ACCY CHK .08 4:35pm
AIR BLK .00 4:36pm
SUB TEST .00 4:36pm
AIR BLK .00 4:37pm
SUB TEST .00 4:39pm
AIR BLK .00 4:40pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox BC/IR-II: Preventive Maintenance**

**MADISON COUNTY MADISON COUNTY JAIL 560**

Serial Number: 008599    Test Record Number: 446  
Test Date: 01/28/2013    Test Time: 4:41pm EST

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>4:42pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>4:42pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>4:42pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>4:42pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>4:42pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>4:42pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>4:42pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>4:42pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>4:43pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>4:43pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>4:43pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>4:43pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**  
Status: Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007

**Analyst**