INTOXIMETERS, MODEL INTOX EC/IR II

DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County CABARRUS Instrument Location BAT MOBILE UNIT 3

Instrument Serial No. 008616 Concord, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 17 day of May, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Preventive Maintenance

CABARRUS COUNTY BAT MOBILE UNIT 3 120

Serial Number: 008616   Test Record Number: 230
Test Date: 05/17/2008   Test Time: 11:24pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:25pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:25pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:25pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:25pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:25pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:25pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:25pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:25pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:26pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:26pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:26pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:26pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

CABARRUS COUNTY BAT MOBILE UNIT 3 120

Serial Number: 008616
Test Date: 05/17/2008

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722601-19
Exp Date: 08/13/2009

Test g/210L Time
DIAG Pass 11:18pm
AIR BLK .00 11:18pm
ACCY CHK .08 11:19pm
AIR BLK .00 11:20pm
SUB TEST .00 11:20pm
AIR BLK .00 11:21pm
SUB TEST .00 11:23pm
AIR BLK .00 11:23pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: MECKLENBURG  Instrument Location: BAT MOBILE UNIT 3

Instrument Serial No.: 008614  CHARLOTTE, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 22 day of May, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY BAT MOBILE UNIT 3
590

Serial Number: 008616
Test Date: 05/22/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyist's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722601-19
Exp Date: 08/13/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:00pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:01pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>10:01pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:02pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:03pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:04pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:05pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:06pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**  
*MECKLENBURG COUNTY BAT MOBILE UNIT 3 590*

Serial Number: 008616  Test Record Number: 237  
Test Date: 05/22/2008  Test Time: 10:07pm EDT

System Check: Passed  
Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:07pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:07pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:07pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:07pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:07pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:07pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:07pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:07pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:08pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:08pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:08pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:08pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

**Analyst**

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County CABARRUS Instrument Location BAT MOBILE UNIT 3

Instrument Serial No. 008614 Concord, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 24 day of May, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
CABARRUS COUNTY BAT MOBILE UNIT 3 120

Serial Number: 008616
Test Date: 05/24/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722601-19
Exp Date: 08/13/2009

Test | g/210L | Time
-----|-------|------
DIAG  | Pass  | 3:34pm
AIR BLK | .00  | 3:34pm
ACCY CHK | .08  | 3:35pm
AIR BLK | .00  | 3:36pm
SUB TEST | .00  | 3:36pm
AIR BLK | .00  | 3:37pm
SUB TEST | .00  | 3:39pm
AIR BLK | .00  | 3:40pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CABARRUS COUNTY BAT MOBILE UNIT 3 120

Serial Number: 008616    Test Record Number: 240
Test Date: 05/24/2008    Test Time: 3:41pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:41pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:41pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:41pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>3:42pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:42pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:42pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:42pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:42pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:42pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:42pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:42pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:42pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30 day of May, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

GREENSBORO BAT MOBILE UNIT 3 400

Serial Number: 008616
Test Date: 05/30/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722601-19
Exp Date: 08/13/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>9:25pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:25pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>9:26pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:27pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:27pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:28pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:30pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:31pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

GREENSBORO BAT MOBILE UNIT 3 400

Serial Number: 008616  Test Record Number: 244
Test Date: 05/30/2008  Test Time: 9:32pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:32pm</td>
</tr>
<tr>
<td>PLO</td>
<td>Pass</td>
<td>9:32pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:32pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>9:32pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:32pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:32pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:32pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:32pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:33pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:33pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:33pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:33pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD INTOXIMETERS, MODEL INTOX EC/IR II

County: CABARRUS  Instrument Location: BAT MOBILE UNIT 3

Instrument Serial No: 008647  Concord, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 17 day of May, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
### Intox EC/IR-II: Subject Test

**CABARRUS COUNTY BAT MOBILE UNIT 3 120**

- **Serial Number:** 008647
- **Test Date:** 05/17/2008

**Citation Number:** M0000000-0

**Subject's Name:** PREVENTIVE, MAINTENANCE

**Subject's Date of Birth:** 11/11/1979

**Subject's Sex:** Male

**Driver's License State:** XX

**Driver's License Number:** NONE

**Analyst's Name:** BARNES, ALVIN R

**Permit Number:** 15671E

**Effective:** 12/01/2007-12/01/2009

**Officer's Name:** NONE, NONE

**Type of Agency:** FTA

**Agency:** DHHS

**Test Type:** Breath Test

**Lot Number:** AG722602-09

**Exp Date:** 08/13/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:01pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:02pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:02pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:03pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:04pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:05pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:06pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:07pm</td>
</tr>
</tbody>
</table>

**Reported AC:** .00 g/210L

---

**Signature of Chemical Analyst**

**Court CVR**

---

**Analyst**

---

This form is used when performing Preventive Maintenance procedures

Forensic Tests for Alcohol Branch

Department of Health and Human Services

Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CABARRUS COUNTY BAT MOBILE UNIT 3 120

Serial Number: 008647    Test Record Number: 252
Test Date: 05/17/2008    Test Time: 11:08pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:09pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:09pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:09pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:09pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:09pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:09pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:09pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:09pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:09pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:09pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:10pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:10pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 22 day of May, 2018 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY BAT MOBILE UNIT 3

Serial Number: 008647
Test Date: 05/22/2008

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1977
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722602-09
Exp Date: 08/13/2009

Test g/210L Time

DIAG Pass 9:44pm
AIR BLK .00 9:45pm
ACCY CHK .07 9:45pm
AIR BLK .00 9:46pm
SUB TEST .00 9:46pm
AIR BLK .00 9:47pm
SUB TEST .00 9:49pm
AIR BLK .00 9:50pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**MECKLENBURG COUNTY BAT MOBILE UNIT 3 590**

Serial Number: 008647  Test Record Number: 259  
Test Date: 05/22/2008  Test Time: 9:51pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:52pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:52pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:52pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>9:52pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:52pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:52pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:52pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:52pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:52pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:52pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:53pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:53pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

[Signature: Analyst]

This form is used when performing Preventive Maintenance procedures

Forensic Tests for Alcohol Branch

Department of Health and Human Services

Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County CABARRUS Instrument Location BAT MOBILE UNIT 3
Instrument Serial No. 008647 Concord, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 24 day of May, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

CABARRUS COUNTY BAT MOBILE UNIT 3 120

Serial Number: 008647
Test Date: 05/24/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722602-09
Exp Date: 08/13/2009

Test g/210L Time
DIAG Pass 3:25pm
AIR BLK .00 3:26pm
ACCY CHK .07 3:26pm
AIR BLK .00 3:27pm
SUB TEST .00 3:28pm
AIR BLK .00 3:29pm
SUB TEST .00 3:30pm
AIR BLK .00 3:31pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
### Intox EC/IR-II: Preventive Maintenance

**CABARRUS COUNTY BAT MOBILE UNIT 3 120**

**Serial Number:** 008647  
**Test Record Number:** 264  
**Test Date:** 05/24/2008  
**Test Time:** 3:32pm EDT

**System Check:** Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:32pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:32pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:32pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>3:33pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:33pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:33pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:33pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:33pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:33pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:33pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:33pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:33pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance Status:** Pass

---

*This form is used when performing Preventive Maintenance procedures*

*Forensic Tests for Alcohol Branch*

*Department of Health and Human Services*

*Rev. 12/2007*
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: GUILFORD  Instrument Location: BATMOBILE UNIT 3
Instrument Serial No.: 008647  GREENSBORO, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30 day of May, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official  Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

GREENSBORO BAT MOBILE UNIT 3 400

Serial Number: 008647
Test Date: 05/30/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722602-09
Exp Date: 08/13/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>9:14pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:14pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>9:15pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:16pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:16pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:17pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:18pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:19pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
# Intox EC/IR-II: Preventive Maintenance

**GREENSBORO BAT MOBILE UNIT 3400**

Serial Number: 008647  Test Record Number: 268  
Test Date: 05/30/2008  Test Time: 9:21pm EDT

System Check: Passed

## Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:21pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:21pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:21pm</td>
</tr>
</tbody>
</table>

## Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>9:21pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:21pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:21pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:21pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:21pm</td>
</tr>
</tbody>
</table>

## Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:22pm</td>
</tr>
</tbody>
</table>

## Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:22pm</td>
</tr>
</tbody>
</table>

## CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:22pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:22pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

---

This form is used when performing Preventive Maintenance procedures for Forensic Tests for Alcohol Branch in the Department of Health and Human Services. Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County STOKES Instrument Location BATMOBILE UNIT 3

Instrument Serial No. 008647 KING, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 31 day of May, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

STOKES COUNTY BAT MOBILE UNIT 3 840

Serial Number: 008647
Test Date: 05/31/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722602-09
Exp Date: 08/13/2009

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG Pass</td>
<td></td>
<td>10:13pm</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td>10:14pm</td>
<td></td>
</tr>
<tr>
<td>ACCY CHK .07</td>
<td>10:14pm</td>
<td></td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td>10:15pm</td>
<td></td>
</tr>
<tr>
<td>SUB TEST .00</td>
<td>10:16pm</td>
<td></td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td>10:17pm</td>
<td></td>
</tr>
<tr>
<td>SUB TEST .00</td>
<td>10:18pm</td>
<td></td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td>10:19pm</td>
<td></td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

*STOKES COUNTY BAT MOBILE UNIT 3 840*

Serial Number: 008647  Test Record Number: 273  
Test Date: 05/31/2008  Test Time: 10:20pm EDT

System Check: Passed

### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:20pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:20pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:20pm</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>10:20pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:20pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:20pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:20pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:20pm</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:21pm</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:21pm</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:21pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:21pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 17 day of May, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

CABARRUS COUNTY BAT MOBILE UNIT 3 120

Serial Number: 008707
Test Date: 05/17/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722501-19
Exp Date: 08/12/2009

Test g/210L Time

DIAG Pass 11:01pm
AIR BLK .00 11:02pm
ACCY CHK .08 11:03pm
AIR BLK .00 11:04pm
SUB TEST .00 11:04pm
AIR BLK .00 11:05pm
SUB TEST .00 11:05pm
AIR BLK .00 11:07pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CABARRUS COUNTY BAT MOBILE UNIT 3 120

Serial Number: 008707          Test Record Number: 53
Test Date: 05/17/2008          Test Time: 11:08pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:09pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:09pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:09pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>11:09pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:09pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:09pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:09pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:09pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:10pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:10pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:10pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:10pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Mecklenburg
Instrument Location: BAT Mobile Unit 3
Instrument Serial No.: 008707

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 22 day of May, 2008, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY BAT MOBILE UNIT 3

Serial Number: 008707
Test Date: 05/22/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722501-19
Exp Date: 08/12/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG Pass</td>
<td></td>
<td>9:27pm</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td></td>
<td>9:27pm</td>
</tr>
<tr>
<td>ACCY CHK .07</td>
<td></td>
<td>9:28pm</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td></td>
<td>9:29pm</td>
</tr>
<tr>
<td>SUB TEST .00</td>
<td></td>
<td>9:29pm</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td></td>
<td>9:30pm</td>
</tr>
<tr>
<td>SUB TEST .00</td>
<td></td>
<td>9:31pm</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td></td>
<td>9:32pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MECKLENBURG COUNTY BAT MOBILE UNIT 3 590

Serial Number: 008707    Test Record Number: 60
Test Date: 05/22/2008    Test Time: 9:33pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:34pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:34pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:34pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>9:34pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:34pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:34pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:34pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:34pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:35pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:35pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:35pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:35pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 24 day of May, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number 648

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

CABARRUS COUNTY BAT MOBILE UNIT 3 120

Serial Number: 008707
Test Date: 05/24/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722501-19
Exp Date: 08/12/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>3:19pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:19pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>3:20pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:21pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:21pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:22pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:24pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:25pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CABARRUS COUNTY BAT MOBILE UNIT 3 120

Serial Number: 008707    Test Record Number: 64
Test Date: 05/24/2008    Test Time: 3:26pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:26pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:26pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:26pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>3:26pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:26pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:26pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:26pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:26pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:27pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:27pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:27pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:27pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

(Handwritten signature)

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Guilford Instrument Location BATMOBILE UNIT 3
Instrument Serial No. 008707 GREENSBORO, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30 day of May, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

A signed original of the preventive maintenance record shall be kept on file for at least three years.
**Test**

**Serial Number:** 008707  
**Test Date:** 05/30/2008

**Citation Number:** M0000000-0  
**Subject's Name:** PREVENTIVE, MAINTENANCE  
**Subject's Date of Birth:** 11/11/1911  
**Subject's Sex:** Male  
**Driver's License State:** XX  
**Driver's License Number:** NONE

**Analyst's Name:** BARNES, ALVIN R  
**Permit Number:** 15671E  
**Effective:** 12/01/2007-12/01/2009

**Officer's Name:** NONE, NONE  
**Type of Agency:** FTA  
**Agency:** DHHS  
**Test Type:** Breath Test

**Lot Number:** AG722501-19  
**Exp Date:** 08/12/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>9:06pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:07pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>9:07pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:08pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:09pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:10pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:11pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:12pm</td>
</tr>
</tbody>
</table>

**Reported AC:** .00 g/210L

**Signature of Chemical Analyst**

Court CVR

---

**Analyst**

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

GREENSBORO BAT MOBILE UNIT 3 400

Serial Number: 008707 Test Record Number: 70
Test Date: 05/30/2008 Test Time: 9:13pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:13pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:13pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:13pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>9:13pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:13pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:13pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:13pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:13pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:14pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:14pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:14pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:14pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 31 day of May, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.
Intox EC/IR-II: Subject Test

STOKES COUNTY BAT MOBILE UNIT 3 840

Serial Number: 008707
Test Date: 05/31/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1977
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722501-19
Exp Date: 08/12/2009

Test g/210L Time
DIAG Pass 9:55pm
AIR BLK .00 9:56pm
ACCY CHK .07 9:56pm
AIR BLK .00 9:57pm
SUB TEST .00 9:57pm
AIR BLK .00 9:58pm
SUB TEST .00 10:00pm
AIR BLK .00 10:01pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

STOKES COUNTY BAT MOBILE UNIT 3 840

Serial Number: 008707    Test Record Number: 72
Test Date: 05/31/2008    Test Time: 10:02pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:02pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:02pm</td>
</tr>
<tr>
<td>PC</td>
<td>Pass</td>
<td>10:02pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:02pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:02pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:02pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:02pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:02pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:03pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:03pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:03pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:03pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: MECKLENBURG  Instrument Location: BAT MOBILE UNIT 3
Instrument Serial No. 008616  CHARLOTTE, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 01 day of MAY, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY BAT MOBILE UNIT 3
590

Serial Number: 008616
Test Date: 05/01/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722601-19
Exp Date: 08/13/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG Pass</td>
<td></td>
<td>11:47pm</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td></td>
<td>11:47pm</td>
</tr>
<tr>
<td>ACCY CHK .08</td>
<td></td>
<td>11:48pm</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td></td>
<td>11:49pm</td>
</tr>
<tr>
<td>SUB TEST .00</td>
<td></td>
<td>11:49pm</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td></td>
<td>11:50pm</td>
</tr>
<tr>
<td>SUB TEST .00</td>
<td></td>
<td>11:52pm</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td></td>
<td>11:53pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**MECKLENBURG COUNTY BAT MOBILE UNIT 3 590**

Serial Number: 008616    Test Record Number: 216
Test Date: 05/01/2008    Test Time: 11:54pm EDT

System Check: Passed

### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:55pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:55pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:55pm</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:55pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:55pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:55pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:55pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:55pm</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:55pm</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:55pm</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:56pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:56pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

Analyst
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the _01_ day of _May_ , 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY BAT MOBILE UNIT 3
590

Serial Number: 008647
Test Date: 05/01/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722602-09
Exp Date: 08/13/2009

Test g/210L Time
DIAG Pass 11:27pm
AIR BLK .00 11:27pm
ACCY CHK .07 11:28pm
AIR BLK .00 11:29pm
SUB TEST .00 11:29pm
AIR BLK .00 11:30pm
SUB TEST .00 11:32pm
AIR BLK .00 11:32pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MECKLENBURG COUNTY BAT MOBILE UNIT 3 590

Serial Number: 008647 Test Record Number: 239
Test Date: 05/01/2008 Test Time: 11:34pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:35pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:35pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:35pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>11:35pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:35pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:35pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:35pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:35pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:36pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:36pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:36pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:36pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

Analyst
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Mecklenburg
Instrument Location: Mecklenburg County SD

Instrument Serial No: 008703
Address: 801 E 4th Street, Charlotte
Phone: 704-353-0180

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the __th day of May, 2008, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number: 650

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY SD

Serial Number: 008703  
Test Date: 05/16/2008

Citation Number: M0000000-0  
Subject's Name:  
PREVENTIVE, MAINTENANCE  
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male  
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: Hutchison, Joseph E  
Permit Number: 19951E  
Effective:  
12/01/2007-12/01/2009

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG722801  
Exp Date: 08/15/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>9:48am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:49am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>9:49am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:50am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:51am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:52am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:53am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:54am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Sign

Analyst

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MECKLENBURG COUNTY SD

Serial Number: 008703  Test Record Number: 358
Test Date: 05/16/2008  Test Time: 9:56am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:56am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:56am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:56am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>9:56am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:56am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:56am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:56am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:56am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:57am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:57am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:57am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:57am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Mecklenburg Instrument Location Mecklenburg County SD

Instrument Serial No. 008691 801 East 4th Street, Charlotte

704-353-0180

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 16th day of May, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY SD

Serial Number: 008691
Test Date: 05/16/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HUTCHINSON, JOSEPH E
Permit Number: 19951E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722801
Exp Date: 08/15/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>9:49am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:50am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>9:50am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:51am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:51am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:52am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:54am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:55am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
# Intox EC/IR-II: Preventive Maintenance

**MECKLENBURG COUNTY SD**

**Serial Number:** 008691  
**Test Record Number:** 351  
**Test Date:** 05/16/2008  
**Test Time:** 9:57am EDT

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:57am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:57am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:57am</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>9:57am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:57am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:57am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:57am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:57am</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:58am</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:58am</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:58am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:58am</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

**Status:** Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 16th day of May, 2008, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY SD

Serial Number: 008690
Test Date: 05/16/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HUTCHINSON, JOSEPH E
Permit Number: 19951E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722801
Exp Date: 08/15/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td></td>
<td>10:23am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:24am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>10:24am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:25am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:26am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:27am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:28am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:29am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MECKLENBURG COUNTY SD

Serial Number: 008690        Test Record Number: 410
Test Date: 05/16/2008       Test Time: 10:34am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:35am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:35am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:35am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:35am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:35am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:35am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:35am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:35am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:36am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:36am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:36am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:36am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass.

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County  Mecklenburg  Instrument Location  Mecklenburg County SD

Instrument Serial No.  008665  801 East 4th Street, Charlotte

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 15th day of May, 20XX, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official  Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY SD

Serial Number: 008665
Test Date: 05/16/2008

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HUTCHINSON, JOSEPH E
Permit Number: 19951E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722802
Exp Date: 08/15/2009

Test          g/210L  Time
---------      ------  ----
DIAG          Pass  10:24am
AIR BLK       .00   10:25am
ACCY CHK      .08   10:25am
AIR BLK       .00   10:26am
SUB TEST      .00   10:27am
AIR BLK       .00   10:28am
SUB TEST      .00   10:29am
AIR BLK       .00   10:30am

Reported AC:  .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**MECKLENBURG COUNTY SD**

Serial Number: 008665  Test Record Number: 239  
Test Date: 05/16/2008  Test Time: 10:34am EDT

System Check: Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:34am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:34am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:34am</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:35am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:35am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:35am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:35am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:35am</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:35am</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:35am</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:35am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:35am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007

*Analyst*
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Mecklenburg
Instrument Location: Matthews PD

Instrument Serial No.: 008699
1201 Crews Rd, Matthews
704-847-4069

The preventive maintenance procedures for the Intoximeters, Model INTOX EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 3rd day of May, 2008, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

MATTHEWS PD

Serial Number: 008699
Test Date: 05/28/2008

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HUTCHINSON, JOSEPH E
Permit Number: 19951E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722802
Exp Date: 08/15/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>6:04pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>6:05pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>6:05pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>6:06pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>6:07pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>6:08pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>6:09pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>6:10pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MATTHEWS PD

Serial Number: 008699    Test Record Number: 247
Test Date: 05/28/2008   Test Time: 6:11pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>6:12pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>6:12pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>6:12pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>6:12pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>6:12pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>6:12pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>6:12pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>6:12pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>6:13pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>6:13pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>6:13pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>6:13pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 28th day of May, 2008, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number 650

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

CORNELIUS PD

Serial Number: 008692
Test Date: 05/28/2008

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HUTCHINSON, JOSEPH E
Permit Number: 19951E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722501
Exp Date: 08/12/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:36pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:37pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>2:38pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:39pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:39pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:40pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:41pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:42pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CORNELIUS PD

Serial Number: 008692     Test Record Number: 136
Test Date: 05/28/2008     Test Time: 2:44pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:44pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:44pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:44pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>2:44pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:44pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:44pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:44pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:44pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:45pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:45pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:45pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:45pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures

Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES  
FORENSIC TESTS FOR ALCOHOL BRANCH  

PREVENTIVE MAINTENANCE RECORD  
INTOXIMETERS, MODEL INTOX EC/IR II  

County: Alexander  
Instrument Location: Alexander County  SD  

Instrument Serial No: 008813  
29 W. Main Avenue, Taylorsville  
828-632-4658  

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:  

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;  
2. Verify instrument displays time and date;  
3. Initiate breath test sequence;  
4. Enter information as prompted;  
5. Verify instrument accuracy;  
6. When "PLEASE BLOW" appears, collect breath sample;  
7. When "PLEASE BLOW" appears, collect breath sample;  
8. Print test record;  
9. Verify Diagnostic Program; and  
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.  

I certify that on the 28th day of May, 2008, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.  

Signature of Certifying Official  
Certificate Number  

A signed original of the preventive maintenance record shall be kept on file for at least three years.  

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

ALEXANDER COUNTY ALEXANDER COUNTY SD 010

Serial Number: 008813
Test Date: 05/28/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HUTCHINSON, JOSEPH E
Permit Number: 19951E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722702
Exp Date: 08/14/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:51am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:52am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>11:52am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:53am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:54am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:55am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:56am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:57am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
### Intox EC/IR-II: Preventive Maintenance

**ALEXANDER COUNTY ALEXANDER COUNTY SD 010**

Serial Number: 008813  Test Record Number: 53  
Test Date: 05/28/2008  Test Time: 11:59am EDT

System Check: Passed

#### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
</tbody>
</table>

#### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
</tbody>
</table>

#### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:00pm</td>
</tr>
</tbody>
</table>

#### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:00pm</td>
</tr>
</tbody>
</table>

#### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:00pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:00pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Iredell  Instrument Location: Mooresville PD

Instrument Serial No. 008685  750 W. Iredell Ave, Mooresville

704-664-3311

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30th day of May, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: Joseph E. Haddock

Certificate Number: 650

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

IREDELL COUNTY MOORESVILLE PD 480

Serial Number: 008685
Test Date: 05/30/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HUTCHINSON, JOSEPH E
Permit Number: 19951E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723302
Exp Date: 08/20/2009

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:14am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:15am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:15am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:16am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:16am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:17am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:19am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:20am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
# Intox EC/IR-II: Preventive Maintenance

**IREDELL COUNTY MOORESVILLE PD 480**

**Serial Number:** 008685  **Test Record Number:** 213  
**Test Date:** 05/30/2008  **Test Time:** 11:21am EDT

System Check: *Passed*

## Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:21am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:21am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:21am</td>
</tr>
</tbody>
</table>

## Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:21am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:21am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:21am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:21am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:21am</td>
</tr>
</tbody>
</table>

## Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:22am</td>
</tr>
</tbody>
</table>

## Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:22am</td>
</tr>
</tbody>
</table>

## CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:22am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:22am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: *Pass*

---

*This form is used when performing Preventive Maintenance procedures*  
*Forensic Tests for Alcohol Branch*  
*Department of Health and Human Services*  
*Rev. 12/2007*
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County __________________________ Instrument Location __________________________

Instrument Serial No. _______ Robbinsville, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the ______ day of ________, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number ______

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

GRAHAM COUNTY GRAHAM COUNTY SD 370

Serial Number: 008683
Test Date: 05/01/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: NC
Driver's License Number: NONE

Analyst's Name: CUTLER, DANIEL R
Permit Number: 08457E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722502
Exp Date: 08/12/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:31pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>12:32pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:32pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:33pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:34pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:35pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:36pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
# Intox EC/IR-II: Preventive Maintenance

**GRAHAM COUNTY GRAHAM COUNTY SD 370**

Serial Number: 008683  Test Record Number: 404  
Test Date: 05/01/2008  Test Time: 12:40pm EDT

System Check: **Passed**

## Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
</tbody>
</table>

## Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:41pm</td>
</tr>
</tbody>
</table>

## Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:42pm</td>
</tr>
</tbody>
</table>

## Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:42pm</td>
</tr>
</tbody>
</table>

## CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:42pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:42pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: **Pass**

---

*This form is used when performing Preventive Maintenance procedures*  
*Forensic Tests for Alcohol Branch*  
*Department of Health and Human Services*  
*Rev. 12/2007*
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Swain
Instrument Location: Cherokee, PD.

Instrument Serial No: 008782
Cherokee, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath displays time and date;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the __ day of May, 2008, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

SWAIN COUNTY CHEROKEE INDIAN PD 860

Serial Number: 008782
Test Date: 05/05/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: NC
Driver's License Number: NONE

Analyst's Name: CUTLER, DANIEL R
Permit Number: 08457E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG7262601
Exp Date: 08/13/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:52am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:52am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:53am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:54am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:54am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:55am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:57am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:58am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:58am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:58am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:59am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:00pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:00pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Jackson Instrument Location Jackson Co. Jail

Instrument Serial No. 008708 Sylva, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the ______ day of ________, 20____, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

JACKSON COUNTY JACKSON COUNTY JAIL 490

Serial Number: 008708
Test Date: 05/12/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: NC
Driver's License Number: NONE

Analyst's Name: CUTLER, DANIEL R
Permit Number: 08457E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722702
Exp Date: 08/14/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>9:48am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:48am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>9:49am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:50am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:51am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:52am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:53am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:54am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:59am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:59am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:59am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:00am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:00am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:00am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:00am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:00am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:00am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:00am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:00am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:00am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Pembroke
Instrument Location: State Police

Instrument Serial No. 5948

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 13th day of May, 2008, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

PENDER SURF CITY MAGISTRATE 700

Serial Number: 008948  
Test Date: 05/13/2008

Citation Number: M00000000-0  
Subject's Name: PREVENTIVE, MAINTENANCE  
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male  
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: RIVERA, ANTHONY  
Permit Number: 08259E  
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG722602  
Exp Date: 08/13/2009

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>3:04pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:04pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>3:05pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:06pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:06pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:07pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:09pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:10pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**PENDER SURF CITY MAGISTRATE 700**

Serial Number: 008948  Test Record Number: 42  
Test Date: 05/13/2008  Test Time: 3:11pm EDT

System Check: **Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:11pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:11pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:11pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>3:12pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:12pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:12pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:12pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:12pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:12pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:12pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:12pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:12pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: **Pass**

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: PENDER
Instrument Location: PENDER COUNTY

Instrument Serial No. 8935

Sheriff Dept.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 13 day of MAY, 2008, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: Anthony Russo

Certificate Number: 634

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

PENDER PENDER CO SD 700

Serial Number: 008935
Test Date: 05/13/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RIVERA, ANTHONY
Permit Number: 08259E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722501
Exp Date: 08/12/2009

Test g/210L Time

DIAG Pass 11:46am
AIR BLK .00 11:47am
ACCY CHK .08 11:48am
AIR BLK .00 11:48am
SUB TEST .00 11:49am
AIR BLK .00 11:50am
SUB TEST .00 11:51am
AIR BLK .00 11:52am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

PENDER PENDER CO SD 700

Serial Number: 008935  Test Record Number: 45
Test Date: 05/13/2008  Test Time: 11:54am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:55am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:55am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:55am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>11:55am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:55am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:55am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:55am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:55am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:56am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:56am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:56am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:56am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: PENDER  Instrument Location: PENDER County
Instrument Serial No.: 8946  Sheriff's Dept.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 13 day of May 2008, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: [Signature]
Certificate Number: 634

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

PENDER PENDER CO SD 700

Serial Number: 008946
Test Date: 05/13/2008

Citation Number: M0000000-0
Subject's Name: Preventive, Maintenance
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RIVERA, ANTHONY
Permit Number: 08259E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722602
Exp Date: 08/13/2009

Test g/210L Time
DIAG Pass 11:46am
AIR BLK .00 11:47am
ACCY CHK .08 11:48am
AIR BLK .00 11:49am
SUB TEST .00 11:49am
AIR BLK .00 11:50am
SUB TEST .00 11:52am
AIR BLK .00 11:53am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

Analyst

Anthony Rivera
Intox EC/IR-II: Preventive Maintenance

PENDER PENDER CO SD 700

Serial Number: 008946  Test Record Number: 44
Test Date: 05/13/2008  Test Time: 12:08pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:09pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:09pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:09pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:09pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:09pm</td>
</tr>
<tr>
<td>DEB</td>
<td>Pass</td>
<td>12:09pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:09pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:09pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Transylvania
Instrument Location: Transylvania Co. Jail

Instrument Serial No.: 008609
Brevard, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 27 day of May, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: [Signature]
Certificate Number: 135

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

TRANSYLVANIA COUNTY TRANSYLVANIA CO
JAIL 870

Serial Number: 008609
Test Date: 05/27/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: NC
Driver's License Number: NONE

Analyst's Name: CUTLER, DANIEL R
Permit Number: 08457E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722602
Exp Date: 08/13/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:23pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>2:24pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:25pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:25pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:26pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:28pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:29pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
# Intox EC/IR-II: Preventive Maintenance

**TRANSYLVANIA COUNTY TRANSYLVANIA CO JAIL 870**

Serial Number: 008609  Test Record Number: 39  
Test Date: 05/27/2008  Test Time: 2:30pm EDT

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:30pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:30pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:30pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>2:30pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:30pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:30pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:30pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:30pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:31pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:31pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:31pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:31pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

signature: ________________________________

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 27 day of May 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

TRANSYLVANIA COUNTY TRANSYLVANIA CO
JAIL 870

Serial Number: 008820
Test Date: 05/27/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: NC
Driver's License Number: NONE

Analyst's Name: CUTLER, DANIEL R
Permit Number: 08457E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401
Exp Date: 08/21/2009

Test   g/210L   Time

DIAG   Pass   2:21pm
AIR BLK .00   2:22pm
ACCY CHK .07   2:22pm
AIR BLK .00   2:23pm
SUB TEST .00   2:24pm
AIR BLK .00   2:25pm
SUB TEST .00   2:26pm
AIR BLK .00   2:27pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

TRANSYLVANIA COUNTY TRANSYLVANIA CO JAIL 870

Serial Number: 008820   Test Record Number: 58
Test Date: 05/27/2008   Test Time: 2:28pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:29pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:29pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:29pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:29pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Iredell
Instrument Location: Iredell County S.D.

Instrument Serial No.: 008809
221 E. Water St., Statesville
704-879-531

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30 day of May, 2008, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: Bailey D. Wilks
Certificate Number: 557

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

IREDELL COUNTY  IREDELL COUNTY  SD 480

Serial Number: 008809
Test Date: 05/30/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: WILLIS, BOBBY D
Permit Number: 08010E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722601
Exp Date: 08/13/2009

Test  g/210L  Time
DIAG  Pass  12:35pm
AIR BLK .00  12:36pm
ACCY CHK .08  12:36pm
AIR BLK .00  12:37pm
SUB TEST .00  12:38pm
AIR BLK .00  12:39pm
SUB TEST .00  12:40pm
AIR BLK .00  12:41pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

IREDELL COUNTY IREDELL COUNTY SD 480

Serial Number: 008809    Test Record Number: 58
Test Date: 05/30/2008    Test Time: 12:45pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:45pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:45pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:45pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:46pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:46pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:46pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:46pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:46pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:46pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:46pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:46pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:46pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Iredell  Instrument Location: Statesville P.D.

Instrument Serial No: 0081610  330 S. Troadle St., Statesville

704-878-3404

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the ______ day of _____, 20___ the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
**Intox EC/IR-II: Subject Test**

**IREDELL COUNTY STATESVILLE PD 480**

- **Serial Number:** 003619
- **Test Date:** 05/30/2008

- **Citation Number:** M0000000-0
- **Subject's Name:** PREVENTIVE, MAINTENANCE
- **Subject's Date of Birth:** 11/11/1911
- **Subject's Sex:** Male
- **Driver's License State:** XX
- **Driver's License Number:** NONE

- **Analyst's Name:** WILLIS, BOBBY D
- **Permit Number:** 08010E
- **Effective:** 12/01/2007-12/01/2009

- **Officer's Name:** NONE, NONE
- **Type of Agency:** FTA
- **Agency:** DHHS
- **Test Type:** Breath Test

- **Lot Number:** AG723401
- **Exp Date:** 08/21/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>3:17pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:17pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>3:18pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:19pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:19pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:20pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:22pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:23pm</td>
</tr>
</tbody>
</table>

**Reported AC:** .00 g/210L

**Signature of Chemical Analyst**

**Court CVR**

---

This form is used when performing Preventive Maintenance procedures

Forensic Tests for Alcohol Branch

Department of Health and Human Services

Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**IREDELL COUNTY STATESVILLE PD 480**

Serial Number: 008619  Test Record Number: 81
Test Date: 05/30/2008  Test Time: 3:25pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:26pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:26pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:26pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>3:26pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:26pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:26pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:26pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:26pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:27pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:27pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:27pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:27pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Moore                      Instrument Location: Moore County
Instrument Serial No: 008735       Jail, Carthage, NC.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 27 day of May, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: [Signature]
Certificate Number: 578

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

MOORE COUNTY JAIL 520

Serial Number: 008735
Test Date: 05/27/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: SIMMONS, PAUL T
Permit Number: 08619E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722501
Exp Date: 08/12/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:21pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:22pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>12:23pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:24pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:24pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:25pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:27pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:28pm</td>
</tr>
</tbody>
</table>

Reported AC: 00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
# Intox EC/IR-II: Preventive Maintenance

**MOORE MOORE COUNTY JAIL 620**

**Serial Number:** 008735  **Test Record Number:** 129  
**Test Date:** 05/27/2008  **Test Time:** 12:29pm EDT

**System Check:** Passed

## Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
</tbody>
</table>

## Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:30pm</td>
</tr>
</tbody>
</table>

## Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
</tbody>
</table>

## Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
</tbody>
</table>

## CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:31pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance Status:** Pass

---

**Analyst**

---

*This form is used when performing Preventive Maintenance procedures*

Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: MOORE  Instrument Location: SOUTHERN PINES
Instrument Serial No.: 008720  Police Dep't.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 27 day of MAY, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
## Intox EC/IR-II: Preventive Maintenance

**MOORE SOUTHERN PINES PD. 620**

Serial Number: 008720  Test Record Number: 78  
Test Date: 05/27/2008  Test Time: 10:57am EDT

System Check: *Passed*

### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:58am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:58am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:58am</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>10:58am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:58am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:58am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:58am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:58am</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:59am</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:59am</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:59am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:59am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: *Pass*

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
Intox EC/IR-II: Subject Test

MOORE SOUTHERN PINES PD. 620

Serial Number: 008720
Test Date: 05/27/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: NC
Driver's License Number: NONE

Analyst's Name: SIMMONS, PAUL T
Permit Number: 08619E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722702
Exp Date: 08/14/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:50am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>10:51am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:51am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:52am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:53am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:54am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:55am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 23rd day of May, 2008, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

PITT AYDEN PD 730

Serial Number: 008666
Test Date: 05/22/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: KEESLER, LINDA A
Permit Number: 11646E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722602
Exp Date: 08/13/2009

Test g/210L Time

DIAG Pass 11:08am
AIR BLK .00 11:09am
ACCY CHK .07 11:09am
AIR BLK .00 11:10am
SUB TEST .00 11:11am
AIR BLK .00 11:12am
SUB TEST .00 11:14am
AIR BLK .00 11:15am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

PITT AYDEN PD 730

Serial Number: 008666  Test Record Number: 213
Test Date: 05/22/2008  Test Time: 11:16am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:16am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:16am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:17am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:17am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:17am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:17am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:17am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:17am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:17am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:17am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:17am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:17am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Moore Instrument Location Pinehurst
Instrument Serial No. 008710 Police Dept.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 27 day of May, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

MOORE PINEHURST PD. 620

Serial Number: 008710
Test Date: 05/27/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: SIMMONS, PAUL T
Permit Number: 08619E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401
Exp Date: 08/21/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:19pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:20pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>2:20pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:21pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:21pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:22pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:24pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:25pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst: [Signature]

Court CVR

Analyst: [Signature]

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MOORE PINEHURST PD. 620

Serial Number: 008710    Test Record Number: 133
Test Date: 05/27/2008    Test Time: 2:27pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:27pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:27pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:27pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>2:27pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:27pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:27pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:27pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:27pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:28pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

[Signature]

Analyst
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County MECKLENBURG Instrument Location BAT MOBILE UNIT 3
Instrument Serial No. 008616 CHARLOTTE, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 01 day of MAY, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY BAT MOBILE UNIT 3
590

Serial Number: 008616
Test Date: 05/01/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722601-19
Exp Date: 08/13/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:47pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:47pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:48pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:49pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:49pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:50pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:52pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:53pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MECKLENBURG COUNTY BAT MOBILE UNIT 3 590

Serial Number: 008616    Test Record Number: 216
Test Date: 05/01/2008    Test Time: 11:55pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:55pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:55pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:55pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:55pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:55pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:55pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:55pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:55pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:55pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:55pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:56pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:56pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County MECKLENBURG  Instrument Location BATMOBILE UNIT 3

Instrument Serial No. 008647  CHARLOTTE, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 01 day of May, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY BAT MOBILE UNIT 3
590

Serial Number: 008647
Test Date: 05/01/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722602-09
Exp Date: 08/13/2009

Test g/210L Time
DIAG Pass 11:27pm
AIR BLK .00 11:27pm
ACCCY CHK .07 11:28pm
AIR BLK .00 11:29pm
SUB TEST .00 11:29pm
AIR BLK .00 11:30pm
SUB TEST .00 11:32pm
AIR BLK .00 11:32pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MECKLENBURG COUNTY BAT MOBILE UNIT 3 590

Serial Number: 008647    Test Record Number: 239
Test Date: 05/01/2008    Test Time: 11:34pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:35pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:35pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:35pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>11:35pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:35pm</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>11:35pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:35pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:35pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:36pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:36pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:36pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:36pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: HALEX
Instrument Location: HALEX CO. SHERIFF'S DIV

Instrument Serial No. 008695

FERRILL LN HALEX, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 14th day of MAY, 2005 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official 637

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

HALIFAX CO. HALIFAX CO. SD 410

Serial Number: 008695
Test Date: 05/14/2008

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: SMITH, BRIAN D
Permit Number: 08937E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722503
Exp Date: 08/12/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>4:00pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:01pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>4:01pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:02pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>4:03pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:04pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>4:06pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:07pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

HALIFAX CO. HALIFAX CO. SD 410

Serial Number: 009695    Test Record Number: 106
Test Date: 05/14/2008    Test Time: 4:08pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>4:08pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>4:08pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>4:08pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>4:08pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>4:08pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>4:08pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>4:08pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>4:08pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>4:09pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>4:09pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>4:09pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>4:09pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 14th day of January, 2013 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

NASH COUNTY NASH COUNTY JAIL 630

Serial Number: 008630
Test Date: 05/14/2008

Citation Number: M0000000-0
Subject's Name: 
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: SMITH, BRIAN D
Permit Number: 08937E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401
Exp Date: 08/21/2009

Test g/210L Time
DIAG Pass 1:58pm
AIR BLK .00 1:59pm
ACCY CHK .07 1:59pm
AIR BLK .00 2:00pm
SUB TEST .00 2:01pm
AIR BLK .00 2:02pm
SUB TEST .00 2:04pm
AIR BLK .00 2:05pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

NASH COUNTY NASH COUNTY JAIL 630

Serial Number: 008630    Test Record Number: 372
Test Date: 05/14/2008    Test Time: 2:06pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>2:07pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:07pm</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>2:07pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:07pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:07pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:07pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:07pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:07pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:07pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 14th day of May 2005 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

NASH COUNTY ROCKY MOUNT PD 630

Serial Number: 008740
Test Date: 05/14/2008

Citation Number: M0000000-0

Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: SMITH, BRIAN D
Permit Number: 08937E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401
Exp Date: 08/21/2009

Test g/210L Time
DIAG Pass 2:44pm
AIR BLK .00 2:45pm
ACCY CHK .07 2:45pm
AIR BLK .00 2:46pm
SUB TEST .00 2:47pm
AIR BLK .00 2:48pm
SUB TEST .00 2:49pm
AIR BLK .00 2:50pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

NASH COUNTY ROCKY MOUNT PD 630

Serial Number: 008740 Test Record Number: 87
Test Date: 05/14/2008 Test Time: 2:51pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:52pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:52pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:52pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>2:52pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:52pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:52pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:52pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:52pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:53pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:53pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:53pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:53pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County NASH Instrument Location Rocky Mount PD
Instrument Serial No. 0087941 #1 Government Plaza Rocky Mount, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 14th day of May, 2008, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official] 637

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

NASH COUNTY ROCKY MOUNT PD 630

Serial Number: 008741
Test Date: 05/14/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: SMITH, BRIAN D
Permit Number: 08937E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401
Exp Date: 08/21/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:45pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:46pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>2:46pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:47pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:48pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:49pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:50pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:51pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

*NASH COUNTY ROCKY MOUNT PD 630*

Serial Number: 008741  Test Record Number: 62  
Test Date: 05/14/2008  Test Time: 2:52pm EDT

System Check: Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:52pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:53pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:53pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>2:53pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:53pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:53pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:53pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:53pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:53pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:53pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:54pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:54pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: NORTHAMPTON  Instrument Location: NORTHAMPTON CO SHERIFFS DEPT.

Instrument Serial No.: 808607  105 W. JEFFERSON ST  JACKSON, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows
   34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath
    simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests,
    whichever occurs first.

I certify that on the 14th day of MARCH, 2008, the forgoing preventive maintenance
procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C.
Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

NORTHAMPTON COUNTY SHERIFFS DEPARTMENT
650

Serial Number: 008607
Test Date: 05/14/2008

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name:
QUARANTELLO, NICHOLAS J
Permit Number: 21536E
Effective:
01/01/2008-01/01/2010

Officer's Name: NONE, NONE
Type of Agency: PTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401
Exp Date: 08/21/2009

Test g/210L Time
DIAG Pass 3:17pm
AIR BLK .00 3:18pm
ACCY CHK .07 3:18pm
AIR BLK .00 3:19pm
SUB TEST .00 3:20pm
AIR BLK .00 3:21pm
SUB TEST .00 3:22pm
AIR BLK .00 3:23pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

NORTHAMPTON COUNTY SHERIFFS DEPARTMENT 650

Serial Number: 008607    Test Record Number: 368
Test Date: 05/14/2008    Test Time: 3:25pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:25pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:25pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:25pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>3:26pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:26pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:26pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:26pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:26pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:26pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:26pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:26pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:26pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County NORTHAMPTON Instrument Location NORTHAMPTON CO SHERIFF DEPT

Instrument Serial No. C008688 105 W JEFFERSON ST JACSON, NY

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 14 day of MAY, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number 652

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

NORTHAMPTON COUNTY SHERIFFS DEPARTMENT
650

Serial Number: 008688
Test Date: 05/14/2008

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name:
QUARANTELO, NICHOLAS J.
Permit Number: 21536E
Effective:
01/01/2008-01/01/2010

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401
Exp Date: 08/21/2009

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>3:21pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:21pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>3:22pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:23pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:23pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:24pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:26pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:27pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

NORTHAMPTON COUNTY SHERIFFS DEPARTMENT 650

Serial Number: 008688    Test Record Number: 363
Test Date: 05/14/2008    Test Time: 3:30pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:30pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:30pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:30pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>3:30pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:30pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:30pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:30pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:30pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:31pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:31pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:31pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:31pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: HALLIFAX
Instrument Location: ROANOKE RAPIDS, NC

Instrument Serial No.: SN 008635
1040 ROANOKE AVE, ROANOKE RAPIDS, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 14th day of MAY, 2008, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number 652

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

HALIFAX CO ROANOKE RAPIDS PD 410

Serial Number: 008635
Test Date: 05/14/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: QUARANTELLO, NICHOLAS J
Permit Number: 21536E
Effective: 01/01/2008-01/01/2010

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722503
Exp Date: 08/12/2009

Test g/210L Time
DIAG Pass 4:52pm
AIR BLK .00 4:53pm
ACCY CHK .07 4:54pm
AIR BLK .00 4:55pm
SUB TEST .00 4:55pm
AIR BLK .00 4:56pm
SUB TEST .00 4:58pm
AIR BLK .00 4:58pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**HALIFAX CO ROANOKE RAPIDS PD 410**

Serial Number: 008635  
Test Record Number: 149  
Test Date: 05/14/2008  
Test Time: 5:00pm EDT

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>5:00pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>5:00pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>5:00pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>5:00pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>5:00pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>5:00pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>5:00pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>5:00pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>5:01pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>5:01pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>5:01pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>5:01pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance Status: Pass**

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: HALIFAX
Instrument Location: ROANOKE RAPIDS PD
Instrument Serial No.: 028656
1040 ROANOKE AVE, ROANOKE RAPIDS, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 14th day of MAY, 2008, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

652
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

HALIFAX CO. ROANOKE RAPIDS PD 410

Serial Number: 008656
Test Date: 05/14/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: QUARANTELLO, NICHOLAS J
Permit Number: 21536E
Effective: 01/01/2008-01/01/2010

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722702
Exp Date: 08/14/2009

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>4:53pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:54pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>4:55pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:55pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>4:56pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:57pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>4:58pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:59pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

HALIFAX CO. ROANOKE RAPIDS PD 410

Serial Number: 008656      Test Record Number: 199
Test Date: 05/14/2008     Test Time: 5:01pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>5:02pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>5:02pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>5:02pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>5:02pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>5:02pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>5:02pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>5:02pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>5:02pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>5:02pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>5:02pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>5:03pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>5:03pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Rockingham Instrument Location BAT Mobile Unit 4

Instrument Serial No. 008734 Reidsville

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 23rd day of May, 2008, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number 651

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
**Intox EC/IR-II: Preventive Maintenance**

**ROCKINGHAM COUNTY BAT MOBILE UNIT 4 780**  
Serial Number: 008734  
Test Record Number: 73  
Test Date: 05/23/2008  
Test Time: 9:27pm EDT

**System Check:** Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:28pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:28pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:28pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>9:28pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:28pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:28pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:28pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:28pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:29pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:29pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:29pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:29pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**  
Status: Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
ROCKINGHAM COUNTY BAT MOBILE UNIT 4

Serial Number: 008734
Test Date: 05/23/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: TRUDELL, SR., DANIEL T
Permit Number: 21535E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722501
Exp Date: 08/12/2009

Test g/210L Time
DIAG Pass 9:20pm
AIR BLK .00 9:20pm
ACCY CHK .07 9:21pm
AIR BLK .00 9:22pm
SUB TEST .00 9:22pm
AIR BLK .00 9:23pm
SUB TEST .00 9:25pm
AIR BLK .00 9:26pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Rockingham  Instrument Location: RIS Mobile Unit 4
Instrument Serial No.: 008717  Reidsville

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 23rd day of May, 2008, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Preventive Maintenance

ROCKINGHAM COUNTY BAT MOBILE UNIT 4 780

Serial Number: 008717  Test Record Number: 53
Test Date: 05/23/2008  Test Time: 9:12pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:12pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:12pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:13pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>9:13pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:13pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:13pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:13pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:13pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:13pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:13pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:13pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:13pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

ROCKINGHAM COUNTY BAT MOBILE UNIT 4
780

Serial Number: 008717
Test Date: 05/23/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: TRUDELL, SR., DANIEL T
Permit Number: 21535E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401
Exp Date: 08/21/2009

Test     g/210L     Time
DIAG     Pass     9:04pm
AIR BLK  .00     9:05pm
ACCY CHK .07     9:05pm
AIR BLK  .00     9:06pm
SUB TEST .00     9:07pm
AIR BLK  .00     9:08pm
SUB TEST .00     9:09pm
AIR BLK  .00     9:10pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 16 day of MAY, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
**Intox EC/IR-II: Subject Test**

**CUMBERLAND COUNTY DETENTION CTR 250**

Serial Number: 008614  
Test Date: 05/16/2008

Citation Number: M0000000-0  
Subject's Name: PREVENTIVE, MAINTENANCE  
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male  
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: SIMMONS, PAUL T  
Permit Number: 08619E  
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG722702  
Exp Date: 08/14/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:39am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:40am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>10:40am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:41am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:42am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:43am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:44am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:45am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**CUMBERLAND COUNTY DETENTION CTR 250**

Serial Number: 008614  Test Record Number: 381  Test Date: 05/16/2008  Test Time: 10:49am EDT

System Check: Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:50am</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:50am</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:50am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:50am</td>
</tr>
</tbody>
</table>

Preventive Maintenance  
Status: Pass

---

*This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007*
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County  Randolph  Instrument Location  Randolph Co. Jail

Instrument Serial No.  008879  Asheboro, NC.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the  09  day of  MAY,  2008  the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official  
Certificate Number  578

A signed original of the preventive maintenance record shall be kept on file for at least three years.
InTox EC/IR-II: Subject Test

RANDOLPH RANDOLPH CO. JAIL 750

Serial Number: 008899
Test Date: 05/09/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: SIMMONS, PAUL T
Permit Number: 08619E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723402
Exp Date: 08/21/2009

Test g/210L Time
DIAG Pass 1:38pm
AIR BLK .00 1:39pm
ACCY CHK .08 1:40pm
AIR BLK .00 1:40pm
SUB TEST .00 1:41pm
AIR BLK .00 1:42pm
SUB TEST .00 1:44pm
AIR BLK .00 1:45pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

RANDOLPH RANDOLPH CO. JAIL 750

Serial Number: 008899    Test Record Number: 50
Test Date: 05/09/2008    Test Time: 1:51pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:51pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:51pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:51pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>1:51pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:51pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:51pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:51pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:51pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:52pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:52pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:52pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:52pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Cumberland
Instrument Location: Cumberland County

Instrument Serial No: 008672
Detention Center

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 16 day of May, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

CUMBERLAND COUNTY DETENTION CTR 250

Serial Number: 008672
Test Date: 05/16/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: SIMMONS, PAUL T
Permit Number: 08619E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722501
Exp Date: 08/12/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:01pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:02pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>12:03pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:04pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:04pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:05pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:07pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:08pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CUMBERLAND COUNTY DETENTION CTR 250

Serial Number: 008672  Test Record Number: 389
Test Date: 05/16/2008  Test Time: 12:10pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:11pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:11pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:11pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:11pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Cumberland  Instrument Location: Cumberland County

Instrument Serial No: 008632  Detention Center

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 16 day of May, 2008, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number 528

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

CUMBERLAND COUNTY DETENTION CTR 250

Serial Number: 008632
Test Date: 05/16/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: SIMMONS, PAUL T
Permit Number: 08619E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722602
Exp Date: 08/13/2009

Test  g/210L  Time
DIAG  Pass  11:20am
AIR BLK .00  11:20am
ACCY CHK .08  11:21am
AIR BLK .00  11:22am
SUB TEST .00  11:22am
AIR BLK .00  11:23am
SUB TEST .00  11:25am
AIR BLK .00  11:26am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**CUMBERLAND COUNTY DETENTION CTR 250**

Serial Number: 008632    Test Record Number: 186
Test Date: 05/16/2008    Test Time: 11:29am EDT

System Check: *Passed*

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:29am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:29am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:29am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:30am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:30am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:30am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:30am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:30am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:30am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:30am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:30am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:30am</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

---

**Paul**

Analyst

---

*This form is used when performing Preventive Maintenance procedures*

*Forensic Tests for Alcohol Branch*

*Department of Health and Human Services*

*Rev. 12/2007*
DEPARTMENT OF HEALTH AND HUMAN SERVICES  
FORENSIC TESTS FOR ALCOHOL BRANCH  

PREVENTIVE MAINTENANCE RECORD  
INTOXIMETERS, MODEL INTOX EC/IR II  

County: Currituck  
Instrument Location: Currituck  

Instrument Serial No.: 008949  
1103 Ocean Trail, Corolla, N.C. 27927  

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:  

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;  
2. Verify instrument displays time and date;  
3. Initiate breath test sequence;  
4. Enter information as prompted;  
5. Verify instrument accuracy;  
6. When "PLEASE BLOW" appears, collect breath sample;  
7. When "PLEASE BLOW" appears, collect breath sample;  
8. Print test record;  
9. Verify Diagnostic Program; and  
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.  

I certify that on the 20th day of May, 20XX, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.  

Signature of Certifying Official:  
Certificate Number: 643  

A signed original of the preventive maintenance record shall be kept on file for at least three years.  

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

CURRITUCK COUNTY SO-COROLLA 260

Serial Number: 008949
Test Date: 05/20/2008

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: GUARD, KELLY G
Permit Number: 12955E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722501
Exp Date: 08/12/2009

Test g/210L Time
DIAG Pass 12:42pm
AIR BLK .00 12:43pm
ACCY CHK .07 12:43pm
AIR BLK .00 12:44pm
SUB TEST .00 12:44pm
AIR BLK .00 12:45pm
SUB TEST .00 12:48pm
AIR BLK .00 12:48pm

Reported AC: .00 g/210L

[Signature of Chemical Analyst]

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
### Intox EC/IR-II: Preventive Maintenance

**CURRITUCK COUNTY SO-COROLLA 260**

Serial Number: 008949  Test Record Number: 43
Test Date: 05/20/2008  Test Time: 12:49pm EDT

System Check: Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:50pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:50pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:50pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>12:50pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:50pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:50pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:50pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:50pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:50pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:50pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:51pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:51pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

This form is used when performing Preventive Maintenance procedures

Forensic Tests for Alcohol Branch

Department of Health and Human Services

Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Camden
Instrument Location: Camden Co S.O.
Instrument Serial No.: D08940

113 Hwy 343, Camden, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 14th day of March, 2006, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

CAMDEN COUNTY CAMDEN CO SO 140

Serial Number: 008940
Test Date: 05/14/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: GUARD, KELLY G
Permit Number: 12955E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723402
Exp Date: 08/21/2009

Test g/210L Time
DIAG Pass 11:42am
AIR BLK .00 11:43am
ACCY CHK .08 11:43am
AIR BLK .00 11:44am
SUB TEST .00 11:45am
AIR BLK .00 11:46am
SUB TEST .00 11:47am
AIR BLK .00 11:48am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Perquimons Instrument Location Perquimons Co. S.D.
Instrument Serial No. 008921 110 N Church St, Hertford, N.C.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the ___ day of May, 20__, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official  Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test
PERQUIMANS COUNTY PERQUIMANS CO SO 710

Serial Number: 008921
Test Date: 05/14/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: GUARD, KELLY G
Permit Number: 12955E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723402
Exp Date: 08/21/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:43pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:43pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>2:44pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:45pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:45pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:46pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:48pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:49pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

*PERQUIMANS COUNTY PERQUIMANS CO SO 710*

Serial Number: 008921  Test Record Number: 40  
Test Date: 05/14/2008  Test Time: 2:50pm EDT

System Check: Passed

### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:50pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:50pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:50pm</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>2:50pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:50pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:50pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:50pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:50pm</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:51pm</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:51pm</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:51pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:51pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance  
Status: Pass

[Signature]

**Analyst**

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Currituck Instrument Location Currituck Co. S.D.
Instrument Serial No. 008947 407-A Maple Dr, Maple N.C.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath displays time and date;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 20th day of , 20 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

CURRITUCK COUNTY CURRITUCK SO-MAPLE 260

Serial Number: 008947
Test Date: 05/20/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: KEESLER, LINDA A
Permit Number: 11646E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723402
Exp Date: 08/21/2009

Test g/210L Time
DIAG Pass 1:51pm
AIR BLK .00 1:52pm
ACCY CHK .08 1:52pm
AIR BLK .00 1:53pm
SUB TEST .00 1:54pm
AIR BLK .00 1:54pm
SUB TEST .00 1:56pm
AIR BLK .00 1:57pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:07pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:07pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:07pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>2:07pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:07pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:07pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:07pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:07pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:08pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:08pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:08pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:08pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Pitt

Instrument Location: Pitt Co. Detention Center

Instrument Serial No.: 0084622

124 Detention Dr, Greenville, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 19th day of May, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

643

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

PITT COUNTY PITT CO DETENTION 730

Serial Number: 008662
Test Date: 05/19/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: GUARD, KELLY G
Permit Number: 12955E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722602
Exp Date: 08/13/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:27am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:28am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>10:28am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:29am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:30am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:31am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:32am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:33am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

*PITT COUNTY PITT CO DETENTION 730*

Serial Number: 008662  
Test Record Number: 209  
Test Date: 05/19/2008  
Test Time: 10:36am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:36am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:36am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:36am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:36am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:36am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:36am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:36am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:36am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:37am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:37am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:37am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:37am</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Pitt Instrument Location Pitt Co. Detention Ctr.

Instrument Serial No. 008646 124 Detention Dr, Greenville, NC.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 19th day of May, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

PITT COUNTY PITT CO DETENTION 730

Serial Number: 008646
Test Date: 05/19/2008

Citation Number: M00000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: GUARD, KELLY G
Permit Number: 12955E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722501
Exp Date: 08/12/2009

Test     g/210L     Time
DIAG     Pass     10:29am
AIR BLK .00     10:30am
ACCY CHK .07     10:31am
AIR BLK .00     10:32am
SUB TEST .00     10:32am
AIR BLK .00     10:33am
SUB TEST .00     10:35am
AIR BLK .00     10:36am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

PITT COUNTY PITT CO DETENTION 730

Serial Number: 008646   Test Record Number: 199
Test Date: 05/19/2008   Test Time: 10:40am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:41am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:41am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:41am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:41am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: ____________
Instrument Location: ____________

Instrument Serial No.: ________

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the ____________ day of ____________, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: ____________
Certificate Number: ____________

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHIIS 4080 (11/07)
Intox EC/IR-II: Subject Test

PITT COUNTY PITT CO DETENTION 730

Serial Number: 008668
Test Date: 05/19/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: GUARD, KELLY G
Permit Number: 12955E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722601
Exp Date: 08/13/2009

Test    g/210L    Time
DIAG    Pass    10:28am
AIR BLK .00    10:29am
ACCY CHK .07    10:30am
AIR BLK .00    10:31am
SUB TEST .00    10:31am
AIR BLK .00    10:32am
SUB TEST .00    10:34am
AIR BLK .00    10:34am

Reported AC: .00 g/210L

[Signature of Chemical Analyst]
Court CVR

[Signature of Analyst]

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**PITT COUNTY PITT CO DETENTION 730**

Serial Number: 008668    Test Record Number: 331  
Test Date: 05/19/2008    Test Time: 10:39am EDT

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:39am</td>
</tr>
<tr>
<td>PLO</td>
<td>Pass</td>
<td>10:39am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:39am</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>10:39am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:39am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:39am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:39am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:39am</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: Pass

---

This form is used when performing Preventive Maintenance procedures

Forensic Tests for Alcohol Branch

Department of Health and Human Services

Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the ___ day of __________20___ the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

PASQUOTANK COUNTY  PASQUOTANK CO PUBLIC
690

Serial Number: 008941
Test Date: 05/13/2008

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: KEESLER, LINDA A
Permit Number: 11646E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723402
Exp Date: 08/21/2009

Test g/210L Time
DIAG Pass 2:16pm
AIR BLK .00 2:16pm
ACCY CHK .08 2:17pm
AIR BLK .00 2:17pm
SUB TEST .00 2:18pm
AIR BLK .00 2:19pm
SUB TEST .00 2:21pm
AIR BLK .00 2:21pm

Reported AC+ .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**PASQUOTANK COUNTY**  **PASQUOTANK CO PUBLIC 690**

Serial Number: 008941  
Test Record Number: 41  
Test Date: 05/13/2008  
Test Time: 2:23pm EDT

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:23pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:24pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:24pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:24pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:24pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**  
Status: Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007

**Analyst**

[Signature]
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the __th day of __________, 20__, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

PASQUOTANK COUNTY PASQUOTANK CO PUBLIC
690

Serial Number: 008950
Test Date: 05/13/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: KEESLER, LINDA A
Permit Number: 11646E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722601
Exp Date: 08/13/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:25pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:26pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>1:26pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:27pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:28pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:29pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:30pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:31pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

PASQUOTANK COUNTY PASQUOTANK CO PUBLIC 690

Serial Number: 008950    Test Record Number: 46
Test Date: 05/13/2008    Test Time: 1:33pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:34pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:34pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:34pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:34pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:34pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:34pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:34pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:34pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

 Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County  WAKE  Instrument Location  BAT MOBLE UNIT  #5
Instrument Serial No.  8698  Casey

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the  17th  day of  MAY  , 2008  the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official  Stephen G. III of NC
Certificate Number  636

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Preventive Maintenance

WAKE CO BAT MOBILE UNIT 5 910

Serial Number: 008698    Test Record Number: 149
Test Date: 05/17/2008    Test Time: 11:21pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:23pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:23pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:23pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:23pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

WAKE CO BAT MOBILE UNIT 5 910

Serial Number: 008698
Test Date: 05/17/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Morgart, Stephen G
Permit Number: 09372E
Effective:
10/01/2007-10/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401
Exp Date: 08/21/2009

Test g/210L Time

DIAG Pass 11:28pm
AIR BLK .00 11:29pm
ACCY CHK .07 11:30pm
AIR BLK .00 11:30pm
SUB TEST .00 11:31pm
AIR BLK .00 11:32pm
SUB TEST .00 11:33pm
AIR BLK .00 11:34pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Anasyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Wake
Instrument Location:

Instrument Serial No.: 8788

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 12th day of May 2005, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:56pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:56pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:56pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>10:56pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:56pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:56pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:56pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:56pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:56pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:56pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:57pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:57pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

WAKE CO BAT MOBILE UNIT 5 910

Serial Number: 008788
Test Date: 05/17/2008

Citation Number: M00000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: NC
Driver's License Number: NONE

Analyst's Name: Morgart, Stephen G
Permit Number: 09372E
Effective:
10/01/2007-10/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722701
Exp Date: 08/14/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:04pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:04pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>11:05pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:06pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:06pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:07pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:09pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:10pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 14th day of May, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number
Intox EC/IR-II: Preventive Maintenance

CUMBERLAND CO BAT MOBILE UNIT 5 250

Serial Number: 008698    Test Record Number: 148
Test Date: 05/14/2008    Test Time: 8:50pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>8:51pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>8:51pm</td>
</tr>
<tr>
<td>PC</td>
<td>Pass</td>
<td>8:51pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>8:51pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>8:51pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>8:51pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>8:51pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>8:51pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>8:52pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>8:52pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>8:52pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>8:52pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

CUMBERLAND CO BAT MOBILE UNIT 5 250

Serial Number: 008698
Test Date: 05/14/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Morgart, Stephen G
Permit Number: 09372E
Effective: 10/01/2007-10/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401
Exp Date: 08/21/2009

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>9:05pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:06pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>9:06pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:07pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:08pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:09pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:10pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:11pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
THE PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: _______________ Instrument Location: _______________
Instrument Serial No.: 608788 _______________

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the ___________ day of _______ , 20__, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
### Intox EC/IR-II: Preventive Maintenance

**CUMBERLAND COUNTY MOBILE UNIT 5 250**

Serial Number: 008788 \ Test Record Number: 42  
Test Date: 05/14/2008 \ Test Time: 8:45pm EDT

#### System Check: Passed

#### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>8:45pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>8:45pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>8:45pm</td>
</tr>
</tbody>
</table>

#### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>8:45pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>8:45pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>8:45pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>8:45pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>8:45pm</td>
</tr>
</tbody>
</table>

#### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>8:46pm</td>
</tr>
</tbody>
</table>

#### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>8:46pm</td>
</tr>
</tbody>
</table>

#### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>8:46pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>8:46pm</td>
</tr>
</tbody>
</table>

#### Preventive Maintenance 
Status: Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
Intox EC/IR-II: Subject Test

CUMBERLAND CO BAT MOBILE UNIT 5 250

Serial Number: 008788
Test Date: 05/14/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Morgart, Stephen G
Permit Number: 09372E
Effective: 10/01/2007-10/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722701
Exp Date: 08/14/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>8:42pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:43pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>8:44pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:45pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>8:45pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:46pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>8:48pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:49pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Onslow
Instrument Location: Onslow County
Instrument Serial No: 9932

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 13th day of May, 2008, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

ONSLow COUNTY ONSLOW COUNTY SD 660

Serial Number: 008932
Test Date: 05/13/2008

Citation Number: M00000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HALL, RANDY E
Permit Number: 03462E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722602
Exp Date: 08/13/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:53am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:53am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>10:54am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:54am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:55am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:56am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:59am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:59am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:01am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:01am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:01am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:01am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:01am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:01am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:01am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:01am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:01am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:01am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:02am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:02am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Onslow Instrument Location Onslow County

Instrument Serial No. 8931 Sheriff's Office

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 13 day of May, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number 354

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

ONSLow COUNTY ONSlow COUNTY SD 660

Serial Number: 008931
Test Date: 05/13/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HALL, RANDY E
Permit Number: 03462E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722601
Exp Date: 08/13/2009

Test g/210L Time

DIAG Pass 10:32am
AIR BLK .00 10:32am
ACCCY CHK .08 10:33am
AIR BLK .00 10:34am
SUB TEST .00 10:34am
AIR BLK .00 10:35am
SUB TEST .00 10:36am
AIR BLK .00 10:37am

Reported AC: .00 g/210L

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

ONSLOW COUNTY ONSLOW COUNTY SD 660

Serial Number: 008931    Test Record Number: 41
Test Date: 05/13/2008    Test Time: 10:39am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 13 day of MAY, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
**Intox EC/IR-II: Subject Test**

**ONSLOW COUNTY JACKSONVILLE PD 660**

Serial Number: 008930  
Test Date: 05/13/2008

Citation Number: M0000000-0

Subject's Name:  
PREVENTIVE, MAINTENANCE

Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male

Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: HALL, RANDY E  
Permit Number: 03462E  
Effective:  
12/01/2007-12/01/2009

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG723302  
Exp Date: 08/20/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:35pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:35pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>1:36pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:37pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:37pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:38pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:40pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:40pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

*This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007*
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:41pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:41pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:41pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:42pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:42pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:42pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:42pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:42pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:42pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:42pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:43pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 14 day of May, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
**Intox EC/IR-II: Subject Test**

**ONSLOW COUNTY MCAS NEW RIVER 660**

Serial Number: 008922  
Test Date: 05/14/2008

Citation Number: M0000000-0  
Subject's Name:  
PREVENTIVE, MAINTENANCE  
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male  
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: HALL, RANDY E  
Permit Number: 03462E  
Effective:  
12/01/2007-12/01/2009

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG722602  
Exp Date: 08/13/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:58am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>0.00</td>
<td>10:59am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>0.08</td>
<td>10:59am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>0.00</td>
<td>11:00am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>0.00</td>
<td>11:01am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>0.00</td>
<td>11:02am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>0.00</td>
<td>11:03am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>0.00</td>
<td>11:04am</td>
</tr>
</tbody>
</table>

Reported AC: 0.00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007

---

[Signature]

Analyst
Intox EC/IR-II: Preventive Maintenance

ONSLOW COUNTY MCAS NEW RIVER 650

Serial Number: 008922 Test Record Number: 40
Test Date: 05/14/2008 Test Time: 11:06am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:07am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:07am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:07am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:07am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:07am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:07am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:07am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:07am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:08am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:08am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:08am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:08am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES  
FORENSIC TESTS FOR ALCOHOL BRANCH  

PREVENTIVE MAINTENANCE RECORD  
INTOXIMETERS, MODEL INTOX EC/IR II  

County: Onslow  
Instrument Location: Complexe Are  

Instrument Serial No.: 89.20  

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:  

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;  
2. Verify instrument displays time and date;  
3. Initiate breath test sequence;  
4. Enter information as prompted;  
5. Verify instrument accuracy;  
6. When "PLEASE BLOW" appears, collect breath sample;  
7. When "PLEASE BLOW" appears, collect breath sample;  
8. Print test record;  
9. Verify Diagnostic Program; and  
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.  

I certify that on the 14 day of May, 2008, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.  

Signature of Certifying Official  
Certificate Number  

A signed original of the preventive maintenance record shall be kept on file for at least three years.  

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

ONSLOW COUNTY CAMP LEJEUNE PMO 660

Serial Number: 008920
Test Date: 05/14/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HALL, RANDY E
Permit Number: 03462E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722802
Exp Date: 08/15/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:58pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:59pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>12:59pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:00pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:01pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:02pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:03pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:04pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:08pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:08pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:08pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>1:08pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:08pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:08pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:08pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:08pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:08pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:09pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:09pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:09pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County__ RANOLPH ___ Instrument Location__ LIBERTY POLICE ___

Instrument Serial No. __008830__ Dept. __LIBERTY NC__

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the ____ 28 day of __MAY__ , 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number __371__

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

RANDOLPH LIBERTY POLICE DEPT 750

Serial Number: 008830
Test Date: 05/08/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RUSSELL, LARRY H
Permit Number: 06108E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722601
Exp Date: 08/13/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>3:30pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:31pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>3:31pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:32pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:33pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:34pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:35pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:36pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox BC/IR-II: Preventive Maintenance**

**RANDOLPH LIBERTY POLICE DEPT 750**

Serial Number: 008830  Test Record Number: 72  Test Date: 05/08/2008  Test Time: 3:39pm EDT

System Check: **Passed**

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:40pm</td>
</tr>
<tr>
<td>PLO</td>
<td>Pass</td>
<td>3:40pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:40pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>3:40pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:40pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:40pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:40pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:40pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:41pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:41pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:41pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:41pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: **Pass**

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County ________ Randolph ________ Instrument Location ________ Randleman PD ________

Instrument Serial No. ________ 008737 ________ Randleman NC ________

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the ________ 04 ________ day of ________ May ________, 20 ________ the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]

Certificate Number ________ 371 ________

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

RANDOLPH RANDLEMAN PD 750

Serial Number: 008737
Test Date: 05/09/2008

Citation Number: M000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RUSSELL, LARRY H
Permit Number: 06108E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723402
Exp Date: 08/21/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:24am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:25am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>10:25am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:26am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:27am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:28am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:30am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:31am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**RANDELOPH RANDLEMAN PD 750**

Serial Number: 008737  Test Record Number: 89
Test Date: 05/09/2008  Test Time: 10:37am EDT

System Check: Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:38am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:38am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:38am</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:38am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:38am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:38am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:38am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:38am</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:38am</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:39am</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:39am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:39am</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

**Analyst**
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County        RANDOLAH  Instrument Location      RANDOLAH Co. JAIL
Instrument Serial No.  008860  ASHEBORO, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 09 day of MAY, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number 371

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

RANDOLPH RANDOLPH CO. JAIL 750

Serial Number: 008860
Test Date: 05/09/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RUSSELL, LARRY H
Permit Number: 06108E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722601
Exp Date: 08/13/2009

Test    g/210L  Time

  DIAG    Pass  1:38pm
  AIR BLK  .00   1:39pm
  ACCY CHK .07   1:39pm
  AIR BLK  .00   1:40pm
  SUB TEST .00   1:41pm
  AIR BLK  .00   1:42pm
  SUB TEST .00   1:44pm
  AIR BLK  .00   1:45pm

Reported AC:    .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

RANDOLPH RANDOLPH CO. JAIL 750

Serial Number: 008860  Test Record Number: 47
Test Date: 05/09/2008  Test Time: 1:48pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:48pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:48pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:48pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>1:48pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:48pm</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>1:48pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:48pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:48pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:49pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:49pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:49pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:49pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 12th day of May, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

YADKIN COUNTY YADKIN CO JAIL 980

Serial Number: 008944
Test Date: 05/12/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: DEAN, LARRY K
Permit Number: 11598E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722802-09
Exp Date: 08/15/2009

Test  g/210L  Time

DIAG  Pass  1:23pm
AIR BLK  .00  1:24pm
ACCY CHK  .08  1:25pm
AIR BLK  .00  1:26pm
SUB TEST  .00  1:26pm
AIR BLK  .00  1:27pm
SUB TEST  .00  1:29pm
AIR BLK  .00  1:29pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

YADKIN COUNTY YADKIN CO JAIL 980

Serial Number: 008944  Test Record Number: 41
Test Date: 05/12/2008  Test Time: 1:31pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:32pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:32pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:32pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:32pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:32pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:32pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:32pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:32pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:33pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:33pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:33pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:33pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model InTox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 12th day of July, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number] 642

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

SURREY COUNTY SURREY CO JAIL 850

Serial Number: 008934
Test Date: 05/12/2008

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: DEAN, LARRY K
Permit Number: 11598E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722802-15
Exp Date: 08/15/2009

Test g/210L Time

DIAG Pass 5:36pm
AIR BLK .00 5:36pm
ACCY CHK .08 5:37pm
AIR BLK .00 5:37pm
SUB TEST .00 5:38pm
AIR BLK .00 5:39pm
SUB TEST .00 5:40pm
AIR BLK .00 5:41pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

SURRY COUNTY SURRY CO JAIL 850

Serial Number: 008934  Test Record Number: 46
Test Date: 05/12/2008  Test Time: 5:45pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>5:46pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>5:46pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>5:46pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>5:46pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>5:46pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>5:46pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>5:46pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>5:46pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>5:46pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>5:46pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>5:46pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>5:46pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County SURRY Instrument Location ELKIN PD
Instrument Serial No. 008726 ELKIN, N.C.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 12th day of MAY, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Handwritten signature]
Signature of Certifying Official

[Handwritten number]
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

SURREY COUNTY ELKIN PD 850

Serial Number: 008926
Test Date: 05/12/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: DEAN, LARRY K
Permit Number: 11598E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401-20
Exp Date: 08/21/2009

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th></th>
<th></th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>3:35pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:36pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>3:36pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:37pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:38pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:38pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:40pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:41pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

SURREY COUNTY ELKIN PD 850

Serial Number: 008926   Test Record Number: 44
Test Date: 05/12/2008   Test Time: 3:43pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:43pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:43pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:43pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>3:43pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:43pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:43pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:43pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:43pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:44pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:44pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:44pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:44pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 12th day of May, 2008, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number 642

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

YADKIN COUNTY YADKINVILLE PD 980

Serial Number: 008925
Test Date: 05/12/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: DEAN, LARRY K
Permit Number: 11598E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722601-02
Exp Date: 08/13/2009

Test  g/210L  Time
DIAG  Pass  11:45am
AIR BLK  .00  11:45am
ACCY CHK  .08  11:46am
AIR BLK  .00  11:46am
SUB TEST  .00  11:47am
AIR BLK  .00  11:48am
SUB TEST  .00  11:50am
AIR BLK  .00  11:50am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**YADKIN COUNTY YADKINVILLE PD 980**

Serial Number: 008925    Test Record Number: 47  
Test Date: 05/12/2008    Test Time: 11:53am EDT

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:53am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:53am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:53am</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:53am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:53am</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>11:53am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:53am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:53am</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:54am</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:54am</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:54am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:54am</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Surry
Instrument Location: Mount Airy PD
Instrument Serial No.: 008943
Mount Airy, N.C.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 12th day of December, 2062, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number: 642

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

SURREY COUNTY MOUNT AIRY PD 850

Serial Number: 008943
Test Date: 05/12/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: DEAN, LARRY K
Permit Number: 11598E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722802-02
Exp Date: 08/15/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>7:06pm</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td>7:07pm</td>
<td></td>
</tr>
<tr>
<td>ACCY CHK .08</td>
<td>7:07pm</td>
<td></td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td>7:08pm</td>
<td></td>
</tr>
<tr>
<td>SUB TEST .00</td>
<td>7:09pm</td>
<td></td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td>7:09pm</td>
<td></td>
</tr>
<tr>
<td>SUB TEST .00</td>
<td>7:11pm</td>
<td></td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td>7:12pm</td>
<td></td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>7:14pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>7:14pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>7:14pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCL</td>
<td>Pass</td>
<td>7:14pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>7:14pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>7:14pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>7:14pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>7:14pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>7:15pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>7:15pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>7:15pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>7:15pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

**Status: Pass**

---

This form is used when performing Preventive Maintenance procedures

Forensic Tests for Alcohol Branch

Department of Health and Human Services

Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 12th day of May, 2008, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

SURRY COUNTY PILOT MOUNTAIN PD 850

Serial Number: 008938
Test Date: 05/12/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: DEAN, LARRY K
Permit Number: 11598E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401-21
Exp Date: 08/21/2009

Test   g/210L   Time

  DIAG   Pass   9:05pm
  AIR BLK  .00   9:05pm
  ACCY CHK  .08   9:06pm
  AIR BLK  .00   9:07pm
  SUB TEST  .00   9:07pm
  AIR BLK  .00   9:08pm
  SUB TEST  .00   9:10pm
  AIR BLK  .00   9:11pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

SURRY COUNTY PILOT MOUNTAIN PD 850

Serial Number: 008938    Test Record Number: 39
Test Date: 05/12/2008    Test Time: 9:13pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:13pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:13pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:13pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>9:13pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:13pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:13pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:13pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:13pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:14pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:14pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:14pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:14pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County ___________ Instrument Location ___________

Instrument Serial No. ___________ ___________

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the __________ day of __________, 20__ the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official ___________ Certificate Number ___________

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Preventive Maintenance

RANDOLPH COUNTY ARCHDALE PD 750

Serial Number: 008791  Test Record Number: 36
Test Date: 05/08/2008  Test Time: 1:20pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:21pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:21pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:21pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>1:21pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:21pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:21pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:21pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:21pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:22pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:22pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:22pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:22pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**RANDOLPH COUNTY ARCHDALE PD 750**

Serial Number: 008791  Test Record Number: 36  
Test Date: 05/08/2008  Test Time: 1:20pm EDT

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:21pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:21pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:21pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>1:21pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:21pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:21pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:21pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:21pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:22pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:22pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:22pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:22pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**  
Status: Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES  
FORENSIC TESTS FOR ALCOHOL BRANCH  

PREVENTIVE MAINTENANCE RECORD  
INTOXIMETERS, MODEL INTOX EC/IR II  

County: Randolph  
Instrument Location: BAT Mobile Unit 2  

Instrument Serial No.: 086001  
Ramsen  

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:  

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;  
2. Verify instrument displays time and date;  
3. Initiate breath test sequence;  
4. Enter information as prompted;  
5. Verify instrument accuracy;  
6. When "PLEASE BLOW" appears, collect breath sample;  
7. When "PLEASE BLOW" appears, collect breath sample;  
8. Print test record;  
9. Verify Diagnostic Program; and  
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.  

I certify that on the 24th day of May, 2005 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.  

[Signature]  
Signature of Certifying Official  
[Certificate Number]  

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

RANDOLPH COUNTY BAT MOBILE UNIT 2 750

Serial Number: 008601
Test Date: 05/24/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RHODES, KENNETH C
Permit Number: 5329E
Effective: 02/01/2008-02/01/2010

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401
Exp Date: 08/21/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td></td>
<td>10:27pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:28pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>10:29pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:30pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:30pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:31pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:33pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:34pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

Analyst

K. C. Rhodes
Intox EC/IR-II: Preventive Maintenance

RANDOLPH COUNTY BAT MOBILE UNIT 2 750

Serial Number: 008601    Test Record Number: 430
Test Date: 05/24/2008    Test Time: 10:35pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:35pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:35pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:36pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:36pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:36pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:36pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:36pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:36pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:36pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:36pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:36pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:36pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Randolph
Instrument Location: BAT Mobile Unit 2

Instrument Serial No.: 008736

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 21st day of May, 2007, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

RANDOLPH COUNTY BAT MOBILE UNIT 2 750

Serial Number: 008736
Test Date: 05/24/2008

Citation Number: M00000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RHODES, KENNETH C
Permit Number: 5329E
Effective:
02/01/2008-02/01/2010

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401
Exp Date: 08/21/2009

Test   g/210L  Time
DIAG   Pass   10:33pm
AIR BLK .00  10:34pm
ACCY CHK .07  10:35pm
AIR BLK .00  10:36pm
SUB TEST .00  10:36pm
AIR BLK .00  10:37pm
SUB TEST .00  10:39pm
AIR BLK .00  10:40pm

Reported AC: .00 g/210L

Signature Of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

*RANDOLPH COUNTY BAT MOBILE UNIT 2 750*

Serial Number: 008736    Test Record Number: 89  
Test Date: 05/24/2008    Test Time: 10:41pm EDT

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:42pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:42pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:42pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:42pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:42pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:42pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:42pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:42pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:43pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:43pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:43pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:43pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance Status:** Pass

---

*This form is used when performing Preventive Maintenance procedures*  
*Forensic Tests for Alcohol Branch*  
*Department of Health and Human Services*  
*Rev. 12/2007*
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Guilford County
Instrument Location: BAT Mobile Unit 2

Instrument Serial No.: 0087366
High Point

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 23 day of May, 2007 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

GUILFORD COUNTY BAT MOBILE UNIT 2 401

Serial Number: 008736
Test Date: 05/23/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RHODES, KENNETH C
Permit Number: 5329E
Effective:
02/01/2008-02/01/2010

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401
Exp Date: 08/21/2009

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:10pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:11pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:12pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:13pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:13pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:14pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:16pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:17pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

K. C. Rhodes

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**GUILFORD COUNTY BAT MOBILE UNIT 2 401**

Serial Number: 008736  Test Record Number: 80  
Test Date: 05/23/2008  Test Time: 11:24pm EDT

System Check: Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:25pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:25pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:25pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:25pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:25pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:25pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:25pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:25pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:25pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:25pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:26pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:26pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance  
Status: Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Carteret  
Instrument Location: Base Mobile Unit Two

Instrument Serial No. 008736  
Pine Knoll Shores

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus 0.2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 10 day of May, 2007, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

CARTERET COUNTY BAT MOBILE UNIT 2 150

Serial Number: 008736  
Test Date: 05/10/2008

Citation Number: M0000000-0  
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male  
Driver’s License State: XX  
Driver’s License Number: NONE

Analyst's Name: RHODES, KENNETH C  
Permit Number: 5329E  
Effective: 02/01/2008-02/01/2010

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG723401  
Exp Date: 08/21/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>9:07pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:08pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>9:08pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:09pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:10pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:11pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:13pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:14pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

*CARTERET COUNTY BAT MOBILE UNIT 2 150*

Serial Number: 008736  Test Record Number: 68
Test Date: 05/10/2008  Test Time: 9:15pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:15pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:15pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:15pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>9:15pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:15pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:15pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:15pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:15pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:16pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:16pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:16pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:16pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: New Hanover
Instrument Location: BAR Mobile Unit 12

Instrument Serial No.: 668736

Wrightsville Beach

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 16 day of May, 2005, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
### Intox EC/IR-II: Subject Test

**NEW HANOVER COUNTY BAT MOBILE UNIT 2**

**Serial Number:** 008736  
**Test Date:** 05/16/2008

**Citation Number:** M0000000-0  
**Subject's Name:** PREVENTIVE, MAINTENANCE  
**Subject's Date of Birth:** 11/11/1911  
**Subject's Sex:** Male  
**Driver's License State:** XX  
**Driver's License Number:** NONE

**Analyst's Name:** RHODES, KENNETH C  
**Permit Number:** 5329E  
**Effective:** 02/01/2008-02/01/2010

**Officer's Name:** NONE, NONE  
**Type of Agency:** FTA  
**Agency:** DHHS  
**Test Type:** Breath Test

**Lot Number:** AG723401  
**Exp Date:** 08/21/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:42pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:43pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:43pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:44pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:45pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:46pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:47pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:48pm</td>
</tr>
</tbody>
</table>

**Reported AC:** .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

NEW HANOVER COUNTY BAT MOBILE UNIT 2 640

Serial Number: 008736  Test Record Number: 74
Test Date: 05/16/2008  Test Time: 11:49pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:49pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:49pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:49pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:50pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:50pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:50pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:50pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:50pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:50pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:50pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:50pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:50pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

K. C. C. [Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County New Hanover Instrument Location Bat Mobile Unit 2

Instrument Serial No. 00 8601 Wrightsville Beach

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 16 day of May, 200 Y the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

NEW HANOVER COUNTY BAT MOBILE UNIT 2
640

Serial Number: 008601
Test Date: 05/16/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RHODES, KENNETH C
Permit Number: 5329E
Effective:
02/01/2008-02/01/2010

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401
Exp Date: 08/21/2009

Test          g/210L          Time

DIAG         Pass           11:50pm
AIR BLK      .00           11:51pm
ACCY CHK     .07           11:52pm
AIR BLK      .00           11:53pm
SUB TEST     .00           11:53pm
AIR BLK      .00           11:54pm
SUB TEST     .00           11:56pm
AIR BLK      .00           11:57pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

*NEW HANOVER COUNTY BAT MOBILE UNIT 2 640*

Serial Number: 008601  Test Record Number: 414  Test Date: 05/16/2008  Test Time: 11:58pm EDT

System Check: Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:58pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:58pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:58pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:58pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:58pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:58pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:58pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:58pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:59pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:59pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:59pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:59pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance  
Status: Pass

---

*This form is used when performing Preventive Maintenance procedures*  
*Forensic Tests for Alcohol Branch*  
*Department of Health and Human Services*  
*Rev. 12/2007*
DEPARTMENT OF HEALTH AND HUMAN SERVICES  
FORENSIC TESTS FOR ALCOHOL BRANCH  

PREVENTIVE MAINTENANCE RECORD  
INTOXIMETERS, MODEL INTOX EC/IR II  

County: Carteret  
Instrument Location: BAT Mobile unit 2  
Instrument Serial No: 008601  
Pine Knoll Shores  

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:  

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;  
2. Verify instrument displays time and date;  
3. Initiate breath test sequence;  
4. Enter information as prompted;  
5. Verify instrument accuracy;  
6. When "PLEASE BLOW" appears, collect breath sample;  
7. When "PLEASE BLOW" appears, collect breath sample;  
8. Print test record;  
9. Verify Diagnostic Program; and  
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.  

I certify that on the 10 day of May, 2006 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.  

K.C. Broden  
Signature of Certifying Official  601  
Certificate Number  

A signed original of the preventive maintenance record shall be kept on file for at least three years.  

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

CARTERET COUNTY BAT MOBILE UNIT 2 150

Serial Number: 008601
Test Date: 05/10/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RHODES, KENNETH C
Permit Number: 5329E
Effective: 02/01/2008-02/01/2010

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401
Exp Date: 08/21/2009

Test g/210L Time

DIAG Pass 9:24pm
AIR BLK .00 9:25pm
ACCY CHK .07 9:25pm
AIR BLK .00 9:26pm
SUB TEST .00 9:27pm
AIR BLK .00 9:28pm
SUB TEST .00 9:29pm
AIR BLK .00 9:30pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CARTERET COUNTY BAT MOBILE UNIT 2 150

Serial Number: 008601    Test Record Number: 405
Test Date: 05/10/2008    Test Time: 9:31pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:32pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:32pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:32pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>9:32pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:32pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:32pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:32pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:32pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:33pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:33pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:33pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:33pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 22 day of May, 2007, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox BC/IR-II: Subject Test

WAKE CO BAT MOBILE UNIT 5 910

Serial Number: 008698  
Test Date: 05/22/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Morgart, Stephen G
Permit Number: 09372E
Effective: 10/01/2007-10/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401
Exp Date: 08/21/2009

Test g/210L Time

DIAG Pass 11:36pm
AIR BLK .00 11:37pm
ACCY CHK .07 11:37pm
AIR BLK .00 11:38pm
SUB TEST .00 11:39pm
AIR BLK .00 11:40pm
SUB TEST .00 11:41pm
AIR BLK .00 11:42pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

-----

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

Wake Co Bat Mobile Unit 5 910

Serial Number: 008698    Test Record Number: 154
Test Date: 05/22/2008    Test Time: 11:30pm EDT

System Check: Passed

Baseline Tests

Test    Status    Time
IR      Pass      11:31pm
FLO     Pass      11:31pm
FC      Pass      11:31pm

Temperature Tests

Test    Status    Time
FCl     Pass      11:31pm
SRC     Pass      11:31pm
DET     Pass      11:31pm
BAR     Pass      11:31pm
BT      Pass      11:31pm

Blank Tests

Test    Status    Time
AIR     Pass      11:32pm

Printer Tests

Test    Status    Time
PRNT    Pass      11:32pm

CRC Tests

Test    Status    Time
COMP    Pass      11:32pm
CAL     Pass      11:32pm

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 22nd day of May, 2008, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number
Intox EC/IR-II: Subject Test

WAKE CO BAT MOBILE UNIT 5 910

Serial Number: 008788
Test Date: 05/22/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Morgart, Stephen G
Permit Number: 09372E
Effective: 10/01/2007-10/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722701
Exp Date: 08/14/2009

Test     g/210L  Time
DIAG     Pass   11:15pm
AIR BLK  .00   11:16pm
ACCY CHK .07   11:16pm
AIR BLK  .00   11:17pm
SUB TEST .00   11:18pm
AIR BLK  .00   11:19pm
SUB TEST .00   11:20pm
AIR BLK  .00   11:21pm

Repeated AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

WAKE CO BAT MOBILE UNIT 5 910

Serial Number: 008788   Test Record Number: 46
Test Date: 05/22/2008   Test Time: 11:10pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:10pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:10pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:10pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>11:11pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:11pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:11pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:11pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:11pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:11pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:11pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:11pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:11pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 23rd day of May, 2008, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

EDGECOMBE CO BAT MOBILE UNIT 5 320

Serial Number: 008698
Test Date: 05/23/2008

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Morgart, Stephen G
Permit Number: 09372E
Effective:
10/01/2007-10/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401
Exp Date: 08/21/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:34pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:35pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>10:36pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:37pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:37pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:38pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:40pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:41pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

EDGECOMBE CO BAT MOBILE UNIT 5 320

Serial Number: 008698    Test Record Number: 157
Test Date: 05/23/2008    Test Time: 10:22pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:23pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:23pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:23pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:23pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:23pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:23pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:23pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:23pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:23pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:23pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:24pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:24pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Edgecombe  Instrument Location: BAT MOBILE UNIT #5

Instrument Serial No: 8788  Rocky MT

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 23\textsuperscript{rd} day of May, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: ___

Certificate Number: 636

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Preventive Maintenance

EDGECOMBE CO BAT MOBILE UNIT 5 320

Serial Number: 008788  Test Record Number: 48
Test Date: 05/23/2008  Test Time: 10:24pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:25pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:25pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:25pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>10:25pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:25pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:25pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:25pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:25pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:26pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:26pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:26pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:26pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

EDGECOMBE CO BAT MOBILE UNIT 5 320

Serial Number: 008788
Test Date: 05/23/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Morgart, Stephen G
Permit Number: 09372E
Effective: 10/01/2007-10/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722701
Exp Date: 08/14/2009

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:37pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:38pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>10:39pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:39pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:40pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:41pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:43pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:44pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: WAKE
Instrument Location: B4T MOBILE UNIT #5

Instrument Serial No.: 008788

Raleigh

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 31st day of May, 2005 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
**Intox EC/IR-II: Subject Test**

**WAKE CO BAT MOBILE UNIT 5 910**

Serial Number: 008788  
Test Date: 05/31/2008

Citation Number: M0000000-0  
Subject's Name:  
PREVENTIVE, MAINTENANCE  
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male  
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: Morgart, Stephen G  
Permit Number: 09372E  
Effective:  
10/01/2007-10/01/2009

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:20pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:21pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>10:22pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:23pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:23pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:24pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:26pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:27pm</td>
</tr>
</tbody>
</table>

**Reported AC:** .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

WAKE CO BAT MOBILE UNIT 5 910

Serial Number: 008788   Test Record Number: 51
Test Date: 05/31/2008   Test Time: 10:11pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:11pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:11pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:11pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>10:11pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:11pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:11pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:11pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:11pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:12pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:12pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:12pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:12pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County ________ Wake ________ Instrument Location __ Bat Mobile unit #5 __

Instrument Serial No. __006698__ __ Raleigh __________

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the __21st__ day of __May__ _______________, 2008, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official __________________________ Certificate Number ____________

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

WAKE CO BAT MOBILE UNIT 5 910

Serial Number: 008698
Test Date: 05/31/2008

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: Morgart, Stephen G
Permit Number: 09372E
Effective:
10/01/2007-10/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401
Exp Date: 08/21/2009

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:54pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:54pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>10:55pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:56pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:56pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:57pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:59pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:00pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

WAKE CO BAT MOBILE UNIT 5 910

Serial Number: 008698    Test Record Number: 160
Test Date: 05/31/2008    Test Time: 10:48pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:49pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:49pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:49pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>10:49pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:49pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:49pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:49pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:49pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:50pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:50pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:50pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:50pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Guilford County Instrument Location 13TH Mobile Unit Z

Instrument Serial No. C08601 High Point

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 23 day of May, 20____ the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

GUILFORD COUNTY BAT MOBILE UNIT 2 401

Serial Number: 008601
Test Date: 05/23/2008

Citation Number: MO0000000-0
Subject's Name: MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RHODES, KENNETH C
Permit Number: 5329E
Effective:
02/01/2008-02/01/2010

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401
Exp Date: 08/21/2009

Test g/210L Time

DIAG Pass 11:03pm
AIR BLK .00 11:04pm
ACCY CHK .07 11:04pm
AIR BLK .00 11:05pm
SUB TEST .00 11:06pm
AIR BLK .00 11:07pm
SUB TEST .00 11:08pm
AIR BLK .00 11:09pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

GUILFORD COUNTY BAT MOBILE UNIT 2 401

Serial Number: 008601 Test Record Number: 424
Test Date: 05/23/2008 Test Time: 11:11pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:11pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:11pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:11pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:11pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:11pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:11pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:11pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:11pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:12pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:12pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:12pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:12pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

K. C. Young

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Henderson Instrument Location Henderson Co. Detention

Instrument Serial No. 008822 Hendersonville, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 28th day of May, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

HENDERSON COUNTY DETENTION 440

Serial Number: 008822
Test Date: 05/23/2008

Citation Number: M00000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BURNETTE, ANTHONY J
Permit Number: 11304E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE,
Type of Agency: PTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723302
Exp Date: 08/20/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:54pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:54pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>2:55pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:56pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:56pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:57pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:58pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:59pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

HENDERSON COUNTY DETENTION 440

Serial Number: 008822    Test Record Number: 58
Test Date: 05/23/2008    Test Time: 3:00pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:00pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:01pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:01pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:01pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:01pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County **Henderson** Instrument Location **Henderson Co. Detention**

Instrument Serial No. 60806 **Hendersonville, NC**

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 23 day of May, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

HENDERSON COUNTY DENTENTION 440

Serial Number: 008806
Test Date: 05/23/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BURNETTE, ANTHONY J
Permit Number: 11304E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722701
Exp Date: 08/14/2009

Test          g/210L  Time
DIAG          Pass  2:54pm
AIR BLK       .00   2:55pm
ACCY CHK      .08   2:56pm
AIR BLK       .00   2:56pm
SUB TEST      .00   2:57pm
AIR BLK       .00   2:58pm
SUB TEST      .00   2:59pm
AIR BLK       .00   3:00pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
## Intox EC/IR-II: Preventive Maintenance

**HENDERSON COUNTY DENTENTION 440**

**Serial Number:** 008806  **Test Record Number:** 47  
**Test Date:** 05/23/2008  **Test Time:** 3:00pm EDT

System Check: Passed

### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:01pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:01pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:01pm</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>3:01pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:01pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:01pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:01pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:01pm</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:02pm</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:02pm</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:02pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:02pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance  
Status: Pass

---

**Analyst**

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Buncombe  Instrument Location: Buncombe Co. Jail

Instrument Serial No. 008697  Asheville, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 1st day of May, 2003, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

BUNCOMBE COUNTY BUNCOMBE COUNTY JAIL
100

Serial Number: 008697
Test Date: 05/01/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: Unknown

Analyst's Name: BURNETTE, ANTHONY J
Permit Number: 11304E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723302
Exp Date: 08/20/2009

Test   g/210L  Time

DIAG   Pass  3:57pm
AIR BLK .00  3:57pm
ACCY CHK .08  3:58pm
AIR BLK .00  3:59pm
SUB TEST .00  3:59pm
AIR BLK .00  4:00pm
SUB TEST .00  4:02pm
AIR BLK .00  4:03pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
 Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

BUNCOMBE COUNTY BUNCOMBE COUNTY JAIL 100

Serial Number: 008697 Test Record Number: 56
Test Date: 05/01/2008 Test Time: 4:05pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>4:06pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>4:06pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>4:06pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>4:06pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Buncombe
Instrument Location: Buncombe Co. Jail

Instrument Serial No.: CD 86 31
Asheville, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 1st day of May, 2008, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number 649

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

BUNCOMBE COUNTY BUNCOMBE COUNTY JAIL
100

Serial Number: 008631
Test Date: 05/01/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BURNETTE, ANTHONY J
Permit Number: 11304E
   Effective: 12/01/2007-12/01/2009

Officer's Name: NONE,
   Type of Agency: FTA
   Agency: DHHS
Test Type: Breath Test

Lot Number: AG722601
Exp Date: 08/13/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>3:58pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:59pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>3:59pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:00pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>4:01pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:02pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>4:03pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:04pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst
   Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox BC/IR-II: Preventive Maintenance**

**BUNCOMBE COUNTY BUNCOMBE COUNTY JAIL 100**

Serial Number: 008631    Test Record Number: 266  
Test Date: 05/01/2008    Test Time: 4:05pm EDT

System Check: Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>4:06pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>4:06pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>4:06pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>4:06pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance  
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Buncombe  Instrument Location Buncombe Co. Jail

Instrument Serial No. 008798  Asheville, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 1 day of May, 2008, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

BUNCOMBE COUNTY BUNCOMBE COUNTY JAIL
100

Serial Number: 008798
Test Date: 05/01/2008

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BURNETTE, ANTHONY J
Permit Number: 11304E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723302
Exp Date: 08/20/2009

Test g/210L Time
DIAG Pass 3:57pm
AIR BLK .00 3:58pm
ACCY CHK .08 3:59pm
AIR BLK .00 4:00pm
SUB TEST .00 4:00pm
AIR BLK .00 4:01pm
SUB TEST .00 4:02pm
AIR BLK .00 4:03pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

BUNCOMBE COUNTY BUNCOMBE COUNTY JAIL 100

Serial Number: 008798    Test Record Number: 55
Test Date: 05/01/2008   Test Time: 4:05pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>4:05pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>4:06pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>4:06pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>4:06pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>4:06pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007