The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 31st day of March, 2008, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox BC/IR-II: Subject Test

MADISON COUNTY MARS HILL PD 560

Serial Number: 008582
Test Date: 03/31/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BURNETTE, ANTHONY J
Permit Number: 11304E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723301
Exp Date: 08/20/2009

Test g/210L Time
DIAG Pass 5:55pm
AIR BLK .00 5:56pm
ACCY CHK .07 5:56pm
AIR BLK .00 5:57pm
SUB TEST .00 5:58pm
AIR BLK .00 5:59pm
SUB TEST .00 6:00pm
AIR BLK .00 6:01pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analysis

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>6:02pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>6:02pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>6:02pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>6:02pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>6:02pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>6:02pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>6:02pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>6:02pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>6:03pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>6:03pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>6:03pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>6:03pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the __5__ day of __March__ , 20__08__ the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

_Authorization__

Signature of Certifying Official  Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

BRUNSWICK COUNTY BRUNSWICK CO SD 090

Serial Number: 008585
Test Date: 03/05/2008

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RIVERA, ANTHONY
Permit Number: 08259E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722601
Exp Date: 08/13/2009

Test g/210L Time
 DIAG Pass 2:31pm
AIR BLK .00 2:31pm
ACCY CHK .07 2:32pm
AIR BLK .00 2:33pm
SUB TEST .00 2:34pm
AIR BLK .00 2:35pm
SUB TEST .00 2:37pm
AIR BLK .00 2:38pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**BRUNSWICK COUNTY BRUNSWICK CO SD 090**

Serial Number: 008585     Test Record Number: 334  
Test Date: 03/05/2008     Test Time: 2:39pm EST

System Check: Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:39pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:39pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:39pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>2:39pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:39pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:39pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:39pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:39pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:40pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:40pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:40pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:40pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: Pass

[Signature]

**Analyst**

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
County Cabarrus
Instrument Location Kannapolis PD
Instrument Serial No. 008589
314 South Main Street, Kannapolis
704-920-4000

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 7th day of March, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Joseph E. Hutchins
Signature of Certifying Official

Certificate Number 656

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

CABARRUS COUNTY KANNAPOLIS PD 120

Serial Number: 008589
Test Date: 03/07/2008

Citation Number: M____________-C
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HUTCHINSON, JOSEPH E
Permit Number: 19951E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722801
Exp Date: 08/15/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:13pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:14pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>1:14pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:15pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:15pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:16pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:18pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:19pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CABARRUS COUNTY KANAPOLIS PD 120

Serial Number: 008589    Test Record Number: 187
Test Date: 03/07/2008    Test Time: 1:20pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:21pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:21pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:21pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:21pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:21pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:21pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:21pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:21pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:22pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:22pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:22pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:22pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County__Cabarrus____ Instrument Location__Cabarrus Co. S. D.____

Instrument Serial No. 008590 25 Carbon Ave. Concord
704-720-3000

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the __10__ day of __March__, 2008, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number 557

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
**Intox EC/IR-II: Subject Test**

**CABARRUS COUNTY SD 120**

Serial Number: 008590  
Test Date: 03/10/2008

**Citation Number:** M0000000-9  
**Subject's Name:** Preventive, Maintenance  
**Subject's Date of Birth:** 11/11/1911  
**Subject's Sex:** Male  
**Driver's License State:** XX  
**Driver's License Number:** NONE

**Analyst's Name:** WILLIS, BOBBY D  
**Permit Number:** 08010E  
**Effective:**  
**12/01/2007-12/01/2009**

**Officer's Name:** NONE, NONE  
**Type of Agency:** FTA  
**Agency:** DHHS  
**Test Type:** Breath Test

**Lot Number:** AG722502  
**Exp Date:** 08/12/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>3:48pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:48pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>3:49pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:50pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:50pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:51pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:53pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:54pm</td>
</tr>
</tbody>
</table>

**Reported AC:** .00 g/210L

Signature of Chemical Analyst  

Court CVR

---

**Bohley D. Willis**  
Analyst

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CABARRUS COUNTY SD 120

Serial Number: 008590    Test Record Number: 139
Test Date: 03/10/2008    Test Time: 3:57pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:57pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:57pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:57pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>3:57pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:57pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:57pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:57pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:57pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:58pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:58pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:58pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:58pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

Bohley D. Willis

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Madison Instrument Location Mars Hill P.D.

Instrument Serial No. 008599 Mars Hill, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 31 day of March, 2009 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

MADISON COUNTY MARS HILL PD 560

Serial Number: 008599
Test Date: 03/31/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BURNETTE, ANTHONY J
Permit Number: 11304E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722502
Exp Date: 08/12/2009

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>6:17pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>6:17pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>6:18pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>6:19pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>6:19pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>6:20pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>6:22pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>6:23pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance
MADISON COUNTY MARS HILL PD 560

Serial Number: 008599   Test Record Number: 216
Test Date: 03/31/2008   Test Time: 6:24pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>6:24pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>6:24pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>6:24pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>6:24pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>6:24pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>6:24pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>6:24pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>6:24pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>6:25pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>6:25pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>6:25pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>6:25pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the __ day of March, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number
Intox EC/IR-II: Subject Test

BRUNSWICK COUNTY BRUNSWICK CO SD 090

Serial Number: 008602
Test Date: 03/05/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RIVERA, ANTHONY
Permit Number: 08259E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723301
Exp Date: 08/20/2009

Test g/210L Time
DIAG Pass 2:30pm
AIR BLK .00 2:30pm
ACCY CHK .07 2:31pm
AIR BLK .00 2:32pm
SUB TEST .00 2:32pm
AIR BLK .00 2:33pm
SUB TEST .00 2:35pm
AIR BLK .00 2:35pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
## Intox EC/IR-II: Preventive Maintenance

**BRUNSWICK COUNTY BRUNSWICK CO SD 090**

Serial Number: 008602  Test Record Number: 157  
Test Date: 03/05/2008  Test Time: 2:38pm EST

**System Check: Passed**

### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:38pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:38pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:39pm</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>2:39pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:39pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:39pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:39pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:39pm</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:39pm</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:39pm</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:40pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:40pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Edgecombe Instrument Location: Edgecombe Co. Magistrates

Instrument Serial No.: 008603 Office: 300 S. Annawanda Rd. Tarboro, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 18th day of March, 2018, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

EDGECOMBE COUNTY EDGECOMBE CO MAGISTR
320

Serial Number: 008603
Test Date: 03/18/2008

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: GUARD, KELLY G
Permit Number: 12955E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: PTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722503
Exp Date: 08/12/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:07pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:08pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>12:09pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:10pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:10pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:11pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:12pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:13pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

EDGECOMBE COUNTY EDGECOMBE CO MAGISTR 320

Serial Number: 008603       Test Record Number: 524
Test Date: 03/18/2008       Test Time: 12:14pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:16pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:16pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:16pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:16pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 27 day of MARCH, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

CARTERET COUNTY CARTERET COUNTY SD 150

Serial Number: 008605
Test Date: 03/27/2008

Citation Number: M0000000 C
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HALL, RANDY E
Permit Number: 03462E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722701
Exp Date: 08/14/2009

Test g/210L Time

DIAG Pass 10:31am
AIR BLK .00 10:32am
ACCY CHK .07 10:32am
AIR BLK .00 10:33am
SUB TEST .00 10:34am
AIR BLK .00 10:35am
SUB TEST .00 10:36am
AIR BLK .00 10:37am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:38am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:38am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:39am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:39am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:39am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:39am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:39am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:39am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:39am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

**Ray E.Hoff**

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County NORTHAMPTON Instrument Location NORTHAMPTON CO. SHERIFFS DEPT

Instrument Serial No. 008607 105 W. JEFFERSON ST, JACKSON NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 5 day of MARCH 20__, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official 652

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

NORTHAMPTON COUNTY SHERIFFS DEPARTMENT
650

Serial Number: 008607
Test Date: 03/05/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: Unknown

Analyst's Name: QUARANTELLO, NICHOLAS J
Permission Number: 21536E
Effective:
01/01/2008-01/01/2010

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401
Exp Date: 08/21/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>4:45pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:46pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>4:46pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:47pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>4:48pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:49pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>4:50pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:51pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
# Intox EC/IR-II: Preventive Maintenance

**NORTHAMPTON COUNTY SHERIFFS DEPARTMENT 650**

Serial Number: 008607    Test Record Number: 348  
Test Date: 03/05/2008    Test Time: 4:53pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>4:53pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>4:53pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>4:53pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>4:53pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>4:53pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>4:53pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>4:53pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>4:53pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>4:54pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>4:54pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>4:54pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>4:54pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

**Analyst**

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES  
FORENSIC TESTS FOR ALCOHOL BRANCH  

PREVENTIVE MAINTENANCE RECORD  
INTOXIMETERS, MODEL INTOX EC/IR II  

County MECKLENBURG  
Instrument Location BAT/Police Unit 3  

Instrument Serial No. 008614  
CHARLOTTE, NC  

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 21st day of MARCH, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Seal of North Carolina]

Signature of Certifying Official

Certificate Number 648

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
**Intox EC/IR-II: Subject Test**

MECKLENBURG COUNTY BAT MOBILE UNIT 3
590

Serial Number: 008616  
Test Date: 03/27/2008

Citation Number: M0000000-0  
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R  
Permit Number: 15671E  
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG722601-19  
Exp Date: 08/13/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:02am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:03am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>12:04am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:05am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:05am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:06am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:07am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:08am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

**Analyst**

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MECKLENBURG COUNTY BAT MOBILE UNIT 3 590

Serial Number: 008616    Test Record Number: 192
Test Date: 03/27/2008    Test Time: 12:11am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:11am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:11am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:11am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:11am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:11am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:11am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:11am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:11am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:12am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:12am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:12am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:12am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County FORSYTH Instrument Location BAT MOBILE UNIT 3

Instrument Serial No. 0086016 Clemmons, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the ___ day of MARCH, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
**Intox EC/IR-II: Subject Test**

**FORSYTH COUNTY BAT MOBILE UNIT 3 330**

- Serial Number: 008616
- Test Date: 03/14/2008

- Situation Number: 1234567890
- Subject's Name: PREVENTIVE, MAINTENANCE
- Subject's Date of Birth: 11/11/1991
- Subject's Sex: Male
- Driver's License State: XX
- Driver's License Number: NONE

- Analyst's Name: BARNES, ALVIN R
- Permit Number: 15671E
  - Effective: 12/01/2007-12/01/2009

- Officer's Name: NONE, NONE
- Type of Agency: FTA
- Agency: DHHS
- Test Type: Breath Test

- Lot Number: AG722601
- Exp Date: 08/13/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG Pass</td>
<td></td>
<td>10:58pm</td>
</tr>
<tr>
<td>AIR BLK  .00</td>
<td></td>
<td>10:58pm</td>
</tr>
<tr>
<td>ACCY CHK .08</td>
<td></td>
<td>10:59pm</td>
</tr>
<tr>
<td>AIR BLK  .00</td>
<td></td>
<td>11:00pm</td>
</tr>
<tr>
<td>SUB TEST .00</td>
<td></td>
<td>11:00pm</td>
</tr>
<tr>
<td>AIR BLK  .00</td>
<td></td>
<td>11:01pm</td>
</tr>
<tr>
<td>SUB TEST .00</td>
<td></td>
<td>11:03pm</td>
</tr>
<tr>
<td>AIR BLK  .00</td>
<td></td>
<td>11:04pm</td>
</tr>
</tbody>
</table>

- Reported AC: .00 g/210L

**Signature of Chemical Analyst**

Court CVR

**Analyst**

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
# Intox EC/IR-II: Preventive Maintenance

**FORSYTH COUNTY BAT MOBILE UNIT 3 330**

Serial Number: 008616    Test Record Number: 177
Test Date: 03/14/2008    Test Time: 11:06pm EDT

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:06pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:06pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:06pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>11:06pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:06pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:06pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:06pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:06pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:07pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:07pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:07pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:07pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: Pass

**Analyst**

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County MECKLENBURG Instrument Location BATMOBILE UNIT 3

Instrument Serial No. 00-8616 CHARLOTTE, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 20 day of MARCH, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY BAT MOBILE UNIT 3
590

Serial Number: 008616
Test Date: 03/20/2008

Citation Number: 0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
 Permit Number: 15671E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722601
Exp Date: 08/13/2009

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th></th>
<th></th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:14pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:15pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:16pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:16pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:17pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:18pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:19pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:20pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:23pm</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:23pm</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:23pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:23pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

**Analyst**

*This form is used when performing Preventive Maintenance procedures*

Forensic Tests for Alcohol Branch

Department of Health and Human Services

Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 27th day of March, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

354
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

CARTERET COUNTY EMERALD ISLE PD 150

Serial Number: 008620
Test Date: 03/27/2008

Citation Number: M00000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HALL, RANDY E
Permit Number: 03462E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722701
Exp Date: 08/14/2009

Test  g/210L  Time
DIAG  Pass  3:41pm
AIR BLK .00  3:41pm
ACCY CHK .08  3:42pm
AIR BLK .00  3:43pm
SUB TEST .00  3:44pm
AIR BLK .00  3:45pm
SUB TEST .00  3:46pm
AIR BLK .00  3:47pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CARTERET COUNTY EMERALD ISLE PD 150

Serial Number: 008620    Test Record Number: 488
Test Date: 03/27/2008    Test Time: 3:48pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:48pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:48pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:48pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>3:49pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:49pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:49pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:49pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:49pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:49pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:49pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:50pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:50pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES  
FORENSIC TESTS FOR ALCOHOL BRANCH  

PREVENTIVE MAINTENANCE RECORD  
INTOXIMETERS, MODEL INTOX EC/IR II  

County Cherokee  
Instrument Location Cherokee Co. Jail  
Instrument Serial No. 8622 Murphy, NC  

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:  

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;  
2. Verify instrument displays time and date;  
3. Initiate breath test sequence;  
4. Enter information as prompted;  
5. Verify instrument accuracy;  
6. When "PLEASE BLOW" appears, collect breath sample;  
7. When "PLEASE BLOW" appears, collect breath sample;  
8. Print test record;  
9. Verify Diagnostic Program; and  
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.  

I certify that on the 17 day of March, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.  

Signature of Certifying Official  
Certificate Number 635  

A signed original of the preventive maintenance record shall be kept on file for at least three years.  

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

CHEROKEE COUNTY CHEROKEE COUNTY JAIL

Serial Number: 008622
Test Date: 03/17/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: NC
Driver's License Number: NONE

Analyst's Name: CUTLER, DANIEL R
Permit Number: 08457E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723301
Exp Date: 08/20/2009

Test g/210L Time

DIAG Pass 3:26pm
AIR BLK .00 3:27pm
ACCY CHK .08 3:28pm
AIR BLK .00 3:29pm
SUB TEST .00 3:29pm
AIR BLK .00 3:30pm
SUB TEST .00 3:32pm
AIR BLK .00 3:33pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CHEROKEE COUNTY CHEROKEE COUNTY JAIL 190

Serial Number: 008622 Test Record Number: 341
Test Date: 03/17/2008 Test Time: 3:35pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:36pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:36pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:36pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>3:36pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:36pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:36pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:36pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:36pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:37pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:37pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:37pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:37pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

[Signature]

Analyst
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Cabarrus Instrument Location Cabarrus Co. S.D.

Instrument Serial No. 008625 25 Corban Ave. E. Concord
704-920-3000

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 7 day of March 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

CABARRUS COUNTY SD 120

Serial Number: 008625
Test Date: 03/07/2008

Serial Number: M111111111

Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: WILLIS, BOBBY D
Permit Number: 08010E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG772801
Exp Date: 08/15/2009

Test g/210L Time
DIAG Pass 10:50am
AIR BLK .00 10:50am
ACCY CHK .08 10:51am
AIR BLK .00 10:52am
SUB TEST .00 10:52am
AIR BLK .00 10:53am
SUB TEST .00 10:55am
AIR BLK .00 10:55am

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

*CABARRUS COUNTY SD 120*

Serial Number: 008625    Test Record Number: 270
Test Date: 03/07/2008    Test Time: 10:57am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:57am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:57am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:57am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:57am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:57am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:57am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:57am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:57am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:58am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:58am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:58am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:58am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

---

[Signature]

*Analyst*

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 17th day of March, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

WILSON COUNTY WILSON CO DETENTION 970

Serial Number: 008627
Test Date: 03/17/2008

Citation Number: #0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: GUARD, KELLY G
Permit Number: 12955E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401
Exp Date: 08/21/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:17am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:17am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:18am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:19am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:19am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:20am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:22am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:23am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**WILSON COUNTY WILSON CO DETENTION 970**

Serial Number: 008627    Test Record Number: 163  
Test Date: 03/17/2008    Test Time: 11:24am EDT

System Check: *Passed*

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:24am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:24am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:24am</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:25am</td>
</tr>
</tbody>
</table>

**Preventive Maintenance Status:** Pass

---

*This form is used when performing Preventive Maintenance procedures*  
*Forensic Tests for Alcohol Branch*  
*Department of Health and Human Services*  
*Rev. 12/2007*
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the _5_ day of _March_ 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

NEW HANOVER COUNTY WILMINGTON PD 640

Serial Number: 008628
Test Date: 03/05/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RIVERA, ANTHONY
Permit Number: 08259E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722701
Exp Date: 08/14/2009

Test  g/210L  Time
DIAG  Pass  4:39pm
AIR BLK .00  4:40pm
ACCY CHK .08  4:41pm
AIR BLK .00  4:42pm
SUB TEST .00  4:43pm
AIR BLK .00  4:44pm
SUB TEST .00  4:45pm
AIR BLK .00  4:46pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
# Intox EC/IR-II: Preventive Maintenance

**NEW HANOVER COUNTY WILMINGTON PD 640**

Serial Number: 008628  Test Record Number: 240  
Test Date: 03/05/2008  Test Time: 4:48pm EST

System Check: Passed

## Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>4:48pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>4:48pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>4:48pm</td>
</tr>
</tbody>
</table>

## Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>4:48pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>4:48pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>4:48pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>4:48pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>4:48pm</td>
</tr>
</tbody>
</table>

## Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>4:49pm</td>
</tr>
</tbody>
</table>

## Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>4:49pm</td>
</tr>
</tbody>
</table>

## CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>4:49pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>4:49pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

**Analyst**

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County NASHVILLE Instrument Location NASHVILLE COUNTY JAIL

Instrument Serial No. 008630 NASHVILLE, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 05 day of MARCH, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
**Intox BC/IR-II: Subject Test**

**NASH COUNTY NASH COUNTY JAIL 630**

Serial Number: 008630  
Test Date: 03/05/2008

**Citation Number:**  
Subject's Name: PREVENTIVE, MAINTENANCE  
Subject's Date of Birth: 11/11/1991  
Subject's Sex: Male  
Driver's License State: XX  
Driver's License Number: NONE

**Analyst's Name:** SMITH, BRIAN D  
Permit Number: 08937E  
Effective: 12/01/2007-12/01/2009

**Officer's Name:** NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG723401  
Exp Date: 08/21/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:16pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:16pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>1:17pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:18pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:18pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:19pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:21pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:22pm</td>
</tr>
</tbody>
</table>

**Reported AC:** .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

NASH COUNTY NASH COUNTY JAIL 630

Serial Number: 008630  Test Record Number: 286
Test Date: 03/05/2008  Test Time: 1:23pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:23pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:23pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:23pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:24pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Forsyth
Instrument Location: Kinston, NC P.O.

Instrument Serial No. 572 8638

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 20 day of February, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

FORSYTH COUNTY KERNERSVILLE PD 330

Serial Number: 008638  
Test Date: 02/20/2008

Digital ID Number: 12345678
Subject's Name:  
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: WEAVER, GEORGE A  
Permit Number: 09442E
Effective:  
12/01/2007-12/01/2009

Officer's Name: NONE, NONE  
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722601-18  
Exp Date: 08/13/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:40am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:40am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>10:41am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:42am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:42am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:43am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:45am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:46am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

FORSYTH COUNTY KERNERSVILLE PD 330

Serial Number: 008638 Test Record Number: 267
Test Date: 02/20/2008 Test Time: 10:47am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:47am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:47am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:47am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:47am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:47am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:47am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:47am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:47am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Pamlico Instrument Location Pamlico County
Instrument Serial No. 8640 Sheriff's Office

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 28 day of MARCH, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

PAMLICO COUNTY PAMLICO COUNTY SD 680

Serial Number: 008640
Test Date: 03/28/2008

Citation Number: M0000000-0

Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HALL, RANDY E
Permit Number: 03462E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: PTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722701
Exp Date: 08/14/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>4:18pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:19pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>4:20pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:21pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>4:21pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:22pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>4:23pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:24pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst:

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

PAMLICO COUNTY PAMLICO COUNTY SD 680

Serial Number: 008640    Test Record Number: 523
Test Date: 03/28/2008    Test Time: 4:25pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>4:25pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>4:25pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>4:25pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>4:26pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>4:26pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>4:26pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>4:26pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>4:26pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>4:26pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>4:26pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>4:26pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>4:26pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Gaston
Instrument Location: Gaston County SD
Instrument Serial No.: 008643
425 N. Marietta Street, Gastonia
704-869-6800

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 31st day of March, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

GASTON COUNTY GASTON COUNTY SD 350

Serial Number: 008643  
Test Date: 03/31/2008

CITATION NUMBER: MINIMUM-11

Subject's Name:  
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: HUTCHINSON, JOSEPH E

Permit Number: 19951E

Effective:  
12/01/2007-12/01/2009

Officer's Name: NONE, NONE

Type of Agency: FTA  
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722503  
Exp Date: 08/12/2009

Test  g/210L Time

DIAG  Pass  11:38am
AIR BLK  .00  11:39am
ACCY CHK  .07  11:40am
AIR BLK  .00  11:40am
SUB TEST  .00  11:41am
AIR BLK  .00  11:42am
SUB TEST  .00  11:43am
AIR BLK  .00  11:44am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

GASTON COUNTY GASTON COUNTY SD 350

Serial Number: 008643       Test Record Number: 32
Test Date: 03/31/2008       Test Time: 11:46am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:46am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:46am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:46am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:46am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:46am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:46am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:46am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:46am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:47am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:47am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:47am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:47am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County  HARNETT       Instrument Location  DUNN POLICE DEPT.

Instrument Serial No.  008644         DUNN, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 19 day of March, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

HARNETT COUNTY DUNN POLICE DEPT. 420

Serial Number: 008644
Test Date: 03/19/2008

Sedation Number: M0000006 6
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RUSSELL, LARRY H
Permit Number: 06108E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723301
Exp Date: 08/20/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>5:03pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>5:03pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>5:04pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>5:05pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>5:05pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>5:06pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>5:08pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>5:09pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

HARNETT COUNTY DUNN POLICE DEPT. 420

Serial Number: 008644    Test Record Number: 522
Test Date: 03/19/2008    Test Time: 5:11pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>5:12pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>5:12pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>5:12pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>5:12pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>5:12pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>5:12pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>5:12pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>5:12pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>5:13pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>5:13pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>5:13pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>5:13pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County LEE Instrument Location LEE CO JAIL (L.E.C.)

Instrument Serial No. 8645 Sanford, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 20 day of MARCH, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

LEE COUNTY LEE CO. LEC. 520

Serial Number: 008645
Test Date: 03/20/2008

Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RUSSELL, LARRY H
Permit Number: 06108E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723301
Exp Date: 08/20/2009

Test g/210L Time
DIAG Pass 12:44pm
AIR BLK .00 12:45pm
ACCY CHK .08 12:46pm
AIR BLK .00 12:47pm
SUB TEST .00 12:48pm
AIR BLK .00 12:49pm
SUB TEST .00 12:50pm
AIR BLK .00 12:51pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

LEE COUNTY LEE CO. LEC. 520

Serial Number: 008645  Test Record Number: 502
Test Date: 03/20/2008  Test Time: 12:55pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:55pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:55pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:56pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:56pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:56pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:56pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:56pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:56pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:56pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:56pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:56pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:56pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 26th day of March, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY BAT MOBILE UNIT 3 590

Serial Number: 008647
Test Date: 03/26/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722602-09
Exp Date: 08/13/2009

Test | g/210L | Time
---|---|---
DIAG | Pass | 11:28pm
AIR BLK | .00 | 11:28pm
ACCY CHK | .08 | 11:29pm
AIR BLK | .00 | 11:30pm
SUB TEST | .00 | 11:30pm
AIR BLK | .00 | 11:31pm
SUB TEST | .00 | 11:33pm
AIR BLK | .00 | 11:34pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
# Intox EC/IR-II: Preventive Maintenance

**MECKLENBURG COUNTY BAT MOBILE UNIT 3 590**

**Serial Number:** 008647  **Test Record Number:** 205  
**Test Date:** 03/26/2008  **Test Time:** 11:35pm EDT

**System Check:** Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:36pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:36pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:36pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:36pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:36pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:36pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:36pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:36pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:37pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:37pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:37pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:37pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**  
**Status:** Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County FORSYTH Instrument Location BAT MOBILE UNIT 3

Instrument Serial No. 008647 CLEMSON, SC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 14th day of MARCH, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

FORSYTH COUNTY BAT MOBILE UNIT 3 330

Serial Number: 008647
Test Date: 03/14/2008

Citation Number: M00000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722602
Exp Date: 08/13/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>8:01pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:02pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>8:02pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:03pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>8:05pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:06pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>8:07pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:08pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

FORSYTH COUNTY BAT MOBILE UNIT 3 330

Serial Number: 008647    Test Record Number: 186
Test Date: 03/14/2008    Test Time: 8:11pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>8:11pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>8:11pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>8:11pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>8:11pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>8:11pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>8:11pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>8:11pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>8:11pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>8:12pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>8:12pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>8:12pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>8:12pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30 day of March, 2008, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY BAT MOBILE UNIT 3

Serial Number: 008647
Test Date: 03/20/2008

Citation Number: 00000000-0

Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722602
Exp Date: 08/13/2009

Test  g/210L  Time
DIAG  Pass  10:49pm
AIR BLK .00  10:49pm
ACCY CHK .08  10:50pm
AIR BLK .00  10:51pm
SUB TEST .00  10:51pm
AIR BLK .00  10:52pm
SUB TEST .00  10:54pm
AIR BLK .00  10:55pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MECKLENBURG COUNTY BAT MOBILE UNIT 3 590

Serial Number: 008647    Test Record Number: 194
Test Date: 03/20/2008    Test Time: 10:56pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:56pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:56pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:56pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>10:56pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:56pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:56pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:56pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:56pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:57pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:57pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:57pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:57pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 5th day of March, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: 

Certificate Number: 6341

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

BRUNSWICK COUNTY OAK ISLAND PD 090

Serial Number: 008648
Test Date: 03/05/2008

Citation Number: M00000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RIVERA, ANTHONY
Permit Number: 08259E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723301
Exp Date: 08/20/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:13am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>11:13am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:14am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:15am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:15am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:17am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:18am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

BRUNSWICK COUNTY OAK ISLAND PD 090

Serial Number: 008648    Test Record Number: 369
Test Date: 03/05/2008    Test Time: 11:21am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:21am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:21am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:21am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:21am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:21am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:21am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:21am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:21am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:22am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:22am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:22am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:22am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Wilson  Instrument Location: Wilson Co Detention Center
Instrument Serial No: C08650  100 E. Green St, Wilson, N.C

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 7th day of March, 2003 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

WILSON COUNTY WILSON CO DETENTION 970

Serial Number: 008652
Test Date: 03/17/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: GUARD, KELLY G
Permit Number: 12955E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722503
Exp Date: 08/12/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:08pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:09pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>12:10pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:10pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:11pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:12pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:13pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:14pm</td>
</tr>
</tbody>
</table>

Reported AC: 00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

WILSON COUNTY WILSON CO DETENTION 970

Serial Number: 008652    Test Record Number: 504
Test Date: 03/17/2008    Test Time: 12:15pm EDT

System Check: *Passed*

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:15pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:16pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>12:16pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:16pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:16pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:16pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:16pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:16pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:16pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:16pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:16pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures

Forensic Tests for Alcohol Branch

Department of Health and Human Services

Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Yancey  Instrument Location: Yancey Co. Jail

Instrument Serial No.: 008653  Runsville, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 31 day of March, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

YANCEY COUNTY YANCEY COUNTY JAIL 990

Serial Number: 008653
Test Date: 03/31/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BURNETTE, ANTHONY J
Permit Number: 11304E
Effective: 12/01/2007-12/01/2009
Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723301
Exp Date: 08/20/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:56pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:57pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>2:58pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:58pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:59pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:00pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>3:01pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>3:02pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

YANCEY COUNTY YANCEY COUNTY JAIL 990

Serial Number: 008653  Test Record Number: 410
Test Date: 03/31/2008  Test Time: 3:03pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:03pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:03pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:03pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>3:04pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:04pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:04pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:04pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:04pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:04pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:04pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:04pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:04pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 20 day of March, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

LEE COUNTY SANFORD POLICE DEPT. 520

Serial Number: 008657
Test Date: 03/20/2008

Citation Number: M99999999-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RUSSELL, LARRY H
Permit Number: 06108E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723301
Exp Date: 08/20/2009

Test g/210L Time

DIAG Pass 10:20am
AIR BLK .00 10:21am
ACCY CHK .08 10:22am
AIR BLK .00 10:22am
SUB TEST .00 10:23am
AIR BLK .00 10:25am
SUB TEST .00 10:26am
AIR BLK .00 10:27am

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

LEE COUNTY SANFORD POLICE DEPT. 520

Serial Number: 008657  Test Record Number: 544
Test Date: 03/20/2008  Test Time: 10:37am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:38am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:38am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:38am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:38am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:38am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:38am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:38am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:38am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:39am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:39am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:39am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:39am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

 Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Edgecombe Instrument Location: Edgecombe Co. Magistrate

Instrument Serial No. 00 3046 3 office, 310 s. acacenda rd., tarboro, nc.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 12th day of March, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: [Signature]
Certificate Number: [Number]

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

EDGECOMBE COUNTY  EDGECOMBE CO MAGISTR
320

Serial Number: 008663
Test Date: 03/12/2008

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: GUARD, KELLY G
Permit Number: 12955E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722503
Exp Date: 08/12/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:01pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:02pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>12:03pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:03pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:04pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:05pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:07pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:08pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

EDGECOMBE COUNTY EDGECOMBE CO MAGISTR 320

Serial Number: 008663       Test Record Number: 557
Test Date: 03/18/2008       Test Time: 12:09pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:11pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:11pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:11pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:11pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Greene Instrument Location Greene Co. S.O.
Instrument Serial No. 008670 301 N. Greene, Snow Hill, N.C.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 27th day of March, 2008, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
**Intox EC/IR-II: Subject Test**

**GREENE COUNTY GREENE CO SO 390**

- Serial Number: 008670
- Test Date: 03/27/2008
- Citation Number: M00000000-0
- Subject's Name: PREVENTIVE, MAINTENANCE
- Subject's Date of Birth: 11/11/1911
- Subject's Sex: Male
- Driver's License State: XX
- Driver's License Number: NONE

- Analyst's Name: GUARD, KELLY G
- Permit Number: 12955E
- Effective: 12/01/2007-12/01/2009
- Officer's Name: NONE, NONE
- Type of Agency: FTA
- Agency: DHHS
- Test Type: Breath Test

<table>
<thead>
<tr>
<th>Lot Number: AG722601</th>
<th>Exp Date: 08/13/2009</th>
</tr>
</thead>
<tbody>
<tr>
<td><strong>Test</strong></td>
<td><strong>g/210L</strong></td>
</tr>
<tr>
<td>DIAG</td>
<td>Pass</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
</tr>
</tbody>
</table>

- **Reported AC:** .00 g/210L

**Signature of Chemical Analyst**

*Court CVR*

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

GREENE COUNTY GREENE CO SO 390

Serial Number: 008670    Test Record Number: 516
Test Date: 03/27/2008    Test Time: 10:45am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:45am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:45am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:45am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>10:45am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:45am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:45am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:45am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:45am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:46am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:46am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:46am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:46am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Gaston
Instrument Location Gaston County SD
Instrument Serial No. 008684
425 N. Marietta Street, Gastonia
704-869-6800

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 31st day of March, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
**Intox EC/IR-II: Subject Test**

**GASTON COUNTY GASTON COUNTY SD 350**

Serial Number: 008684  
Test Date: 03/31/2008

**Citation Number:** MO000000-0  
**Subject's Name:** PREVENTIVE, MAINTENANCE  
**Subject's Date of Birth:** 11/11/1911  
**Subject's Sex:** Male  
**Driver's License State:** XX  
**Driver's License Number:** NONE

**Analyst's Name:** HUTCHINSON, JOSEPH E  
**Permit Number:** 19951E  
**Effective:** 12/01/2007-12/01/2009

**Officer's Name:** NONE, NONE  
**Type of Agency:** FTA  
**Agency:** DHHS  
**Test Type:** Breath Test

Lot Number: AG722503  
Exp Date: 08/12/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:14pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:15pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>12:15pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:16pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:17pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:18pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:19pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:20pm</td>
</tr>
</tbody>
</table>

**Reported AC:** .00  g/210L

<table>
<thead>
<tr>
<th>Signature of Chemical Analyst</th>
</tr>
</thead>
<tbody>
<tr>
<td>Court CVR</td>
</tr>
</tbody>
</table>

**Analyst**

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

GASTON COUNTY GASTON COUNTY SD 350

Serial Number: 008684   Test Record Number: 258
Test Date: 03/31/2008   Test Time: 12:22pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:22pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:22pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:22pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:22pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:22pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:22pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:22pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:22pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:23pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:23pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:23pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:23pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County NORTHAMPTON Instrument Location NORTHAMPTON CO SHERIFFS DEPT

Instrument Serial No. 008688 105 W JEFFERSON ST, JACKSON NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 5 day of MARCH, 2008, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

NORTHAMPTON COUNTY SHERIFFS DEPARTMENT
650

Serial Number: 008688
Test Date: 03/05/2008

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name:
QUARANTELLO, NICHOLAS J
Permit Number: 21536E
Effective:
01/01/2008-01/01/2010

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401
Exp Date: 08/21/2009

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>5:31pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>5:32pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>5:32pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>5:33pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>5:34pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>5:35pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>5:36pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>5:37pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

NORTHAMPTON COUNTY SHERIFFS DEPARTMENT 650

Serial Number: 008688    Test Record Number: 348
Test Date: 03/05/2008    Test Time: 5:39pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>5:39pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>5:39pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>5:39pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>5:39pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>5:39pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>5:39pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>5:39pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>5:39pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>5:40pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>5:40pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>5:40pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>5:40pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Jones  Instrument Location Jones County

Instrument Serial No. 8705  SHERIFF'S OFFICE

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 31 day of MARCH, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

JONES COUNTY JONES COUNTY SD 510

Serial Number: 008705
Test Date: 03/31/2008

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HALL, RANDY E
Permit Number: 03462E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722701
Exp Date: 08/14/2009

Test  g/210L  Time
DIAG  Pass  11:07am
AIR BLK .00  11:08am
ACCY CHK .08  11:08am
AIR BLK .00  11:09am
SUB TEST .00  11:10am
AIR BLK .00  11:11am
SUB TEST .00  11:12am
AIR BLK .00  11:13am

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

JONES COUNTY JONES COUNTY SD 510

Serial Number: 008705    Test Record Number: 304
Test Date: 03/31/2008    Test Time: 11:14am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:14am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:14am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:14am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:14am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:14am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:14am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:14am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:14am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:15am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:15am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:15am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:15am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Gaston Instrument Location Gaston County SD

Instrument Serial No. 008706 425 N. Marietta Street, Gastonia

704-869-6800

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 31st day of March, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

GASTON COUNTY GASTON COUNTY SD 350

Serial Number: 008706
Test Date: 03/31/2008

Citation Number: M0000000 0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HUTCHINSON, JOSEPH E
Permit Number: 19951E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722502
Exp Date: 08/12/2009

Test     g/210L    Time
        
DIAG     Pass    9:57am
AIR BLK .00    9:57am
ACCY CHK .08    9:58am
AIR BLK .00    9:59am
SUB TEST .00    9:59am
AIR BLK .00    10:00am
SUB TEST .00    10:02am
AIR BLK .00    10:03am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

GASTON COUNTY GASTON COUNTY SD 350

Serial Number: 008706 Test Record Number: 64
Test Date: 03/31/2008 Test Time: 10:04am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:05am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:05am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:05am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:05am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:05am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:05am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:05am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:05am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:06am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:06am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:06am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:06am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Cherokee Instrument Location Cherokee Co. Jail

Instrument Serial No. 8711 Murphy, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 17 day of March, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
CHEROKEE COUNTY ChEROKEE COUNTY JAIL
190

Serial Number: 008711
Test Date: 02/17/2006

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: NC
Driver's License Number: NONE

Analyst's Name: CUTLER, DANIEL R
Permit Number: 08457E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE,
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723301
Exp Date: 08/20/2009

Test    g/210L  Time

DIAG    Pass   3:27pm
AIR BLK .00    3:28pm
ACCY CHK .07   3:29pm
AIR BLK .00    3:30pm
SUB TEST .00   3:30pm
AIR BLK .00    3:31pm
SUB TEST .00   3:33pm
AIR BLK .00    3:34pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CHEROKEE COUNTY  CHEROKEE COUNTY JAIL 190

Serial Number: 008711    Test Record Number: 41
Test Date: 03/17/2008    Test Time: 3:36pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:36pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:36pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:36pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>3:36pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:36pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:36pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:36pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:36pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:37pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:37pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:37pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:37pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County HARNETT Instrument Location HARNETT Co. LAW ENFD

Instrument Serial No. 008729 CENTER, LILLINGTON NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 19 day of MARCH 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number 371

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

HARNETT COUNTY LEC 420

Serial Number: 008729
Test Date: 03/19/2008

Citation Number: H0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RUSSELL, LARRY H
Permit Number: 06108E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722503
Exp Date: 08/12/2009

Test g/210L Time

DIAG Pass 3:09pm
AIR BLK .00 3:10pm
ACCY CHK .08 3:10pm
AIR BLK .00 3:11pm
SUB TEST .00 3:12pm
AIR BLK .00 3:13pm
SUB TEST .00 3:14pm
AIR BLK .00 3:15pm

Reported_AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

HARNETT COUNTY LEC 420

Serial Number: 008729    Test Record Number: 50
Test Date: 03/19/2008    Test Time: 3:18pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:18pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:18pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:18pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>3:19pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:19pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:19pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:19pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:19pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:19pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:19pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:19pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:19pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Harnett
Instrument Location: Harnett
Instrument Serial No: 008730
County, LEC.

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 19 day of MARCH, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: [Signature]
Certificate Number: 578

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

HARNETT COUNTY LEC 420

Serial Number: 008730
Test Date: 03/19/2008

Citation Number: 00000000-C
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: SIMMONS, PAUL T
Permit Number: 08619E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722503
Exp Date: 08/12/2009

Test g/210L Time
DIAG Pass 3:09pm
AIR BLK .00 3:10pm
ACCY CHK .08 3:10pm
AIR BLK .00 3:11pm
SUB TEST .00 3:12pm
AIR BLK .00 3:13pm
SUB TEST .00 3:14pm
AIR BLK .00 3:15pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
### Intox EC/IR-II: Preventive Maintenance

**HARNETT COUNTY LEC 420**

<table>
<thead>
<tr>
<th>Serial Number: 008730</th>
<th>Test Record Number: 49</th>
</tr>
</thead>
<tbody>
<tr>
<td>Test Date: 03/19/2008</td>
<td>Test Time: 3:18pm EDT</td>
</tr>
</tbody>
</table>

**System Check: Passed**

#### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>3:19pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>3:19pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>3:19pm</td>
</tr>
</tbody>
</table>

#### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>3:19pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>3:19pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>3:19pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>3:19pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>3:19pm</td>
</tr>
</tbody>
</table>

#### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>3:19pm</td>
</tr>
</tbody>
</table>

#### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>3:19pm</td>
</tr>
</tbody>
</table>

#### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>3:20pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>3:20pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance Status: Pass**

---

**Analyst**

---

*This form is used when performing Preventive Maintenance procedures*

**Forensic Tests for Alcohol Branch**

**Department of Health and Human Services**

**Rev. 12/2007**
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 27 day of MARCH 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
INTOX EC/IR-II: Subject Test

CARTERET COUNTY MOREHEAD CITY PD 150

Serial Number: 008731
Test Date: 03/27/2008

CITATION NUMBER: M000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HALL, RANDY E
Permit Number: 03462E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722503
Exp Date: 08/12/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:03pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:04pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>12:04pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:05pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:05pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:06pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:08pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:09pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance
CARTERET COUNTY MOREHEAD CITY PD 150

Serial Number: 008731  Test Record Number: 67
Test Date: 03/27/2008  Test Time: 12:10pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
<tr>
<td>DBT</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:10pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:11pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:11pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:11pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:11pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County CRAVEN Instrument Location CRAVEN COUNTY

Instrument Serial No. 8732 SHERIFF'S OFFICE

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 28 day of MARCH, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official] 354

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
**Intox EC/IR-II: Subject Test**

**CRAVEN COUNTY CRAVEN COUNTY SD 240**

- **Serial Number:** 008732
- **Test Date:** 03/28/2008

- **Citation Number:** M00000000-0
- **Subject's Name:** PREVENTIVE, MAINTENANCE
- **Subject's Date of Birth:** 11/11/1911
- **Subject's Sex:** Male
- **Driver's License State:** XX
- **Driver's License Number:** NONE

- **Analyst's Name:** HALL, RANDY E
- **Permit Number:** 03462E
- **Effective:** 12/01/2007-12/01/2009

- **Officer's Name:** NONE, NONE
- **Type of Agency:** PTA
- **Agency:** DHHS
- **Test Type:** Breath Test

- **Lot Number:** AG722502
- **Exp Date:** 08/12/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
</tr>
</tbody>
</table>

**Reported AC:** .00 g/210L

**Signature of Chemical Analyst**

**Court CVR**

---

"This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007"
Intox EC/IR-II: Preventive Maintenance

CRAVEN COUNTY CRAVEN COUNTY SD 240

Serial Number: 008732  Test Record Number: 62
Test Date: 03/28/2008  Test Time: 11:51am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:51am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:51am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:51am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>11:51am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:51am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:51am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:51am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:51am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:52am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:52am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:52am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:52am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County Gaston Instrument Location Belmont PD
Instrument Serial No. 008733 201 Chronide Street, Belmont
704-825-3792

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 31st day of March, 2008, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number 654

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

GASTON COUNTY BELMONT PD 350

Serial Number: 008733
Test Date: 03/31/2008

Citation Number: M9999999-9
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HUTCHINSON, JOSEPH E
Permit Number: 19951E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722501
Exp Date: 08/12/2009

Test g/210L Time
DIAG Pass 1:58pm
AIR BLK .00 1:59pm
ACCY CHK .08 2:00pm
AIR BLK .00 2:00pm
SUB TEST .00 2:01pm
AIR BLK .00 2:02pm
SUB TEST .00 2:03pm
AIR BLK .00 2:04pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

GASTON COUNTY BELMONT PD 350

Serial Number: 008733    Test Record Number: 49
Test Date: 03/31/2008    Test Time: 2:05pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:06pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:07pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:07pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:07pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:07pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 05 day of MARCH, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

NASH COUNTY ROCKY MOUNT PD 630

Serial Number: 008740
Test Date: 03/05/2008

Citation Number: MO008740C
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: SMITH, BRIAN D
Permit Number: 08937E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401
Exp Date: 08/21/2009

Test g/210L Time

DIAG Pass 10:40am
AIR BLK .00 10:41am
ACCY CHK .08 10:41am
AIR BLK .00 10:42am
SUB TEST .00 10:43am
AIR BLK .00 10:44am
SUB TEST .00 10:45am
AIR BLK .00 10:46am

Reported AC: 00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

NASH COUNTY ROCKY MOUNT PD 630

Serial Number: 008740  Test Record Number: 40
Test Date: 03/05/2008  Test Time: 10:48am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>10:48am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
<tr>
<td>DTE</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:49am</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 5th day of MARCH, 2008, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

NASH COUNTY ROCKY MOUNT PD 630

Serial Number: 008741
Test Date: 03/05/2008

Citation Number: M0000000-C
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: Unknown

Analyst's Name:
QUARANTELLO, NICHOLAS J
Permit Number: 21536E
Effective:
01/01/2008-01/01/2010

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401
Exp Date: 08/21/2009

Test g/210L Time
DIAG Pass 10:58am
AIR BLK .00 10:58am
ACCY CHK .07 10:59am
AIR BLK .00 10:59am
SUB TEST .00 11:00am
AIR BLK .00 11:01am
SUB TEST .00 11:02am
AIR BLK .00 11:03am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

NASH COUNTY ROCKY MOUNT PD 630

Serial Number: 008741    Test Record Number: 45
Test Date: 03/05/2008    Test Time: 11:10am EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:11am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:11am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:11am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:11am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:11am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:11am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:11am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:11am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:11am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:11am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: CARTERET  Instrument Location: ATLANTIC BEACH, NC
Instrument Serial No.: 8785

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 27 day of MARCH, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: [Signature]
Certificate Number: 354

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

CARTERET COUNTY ATLANTIC BEACH PD 150

Serial Number: 008785
Test Date: 03/27/2008

Citation Number: M000000 0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HALL, RANDY E
Permit Number: 03462E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722503
Exp Date: 08/12/2009

Test g/210L Time

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>2:14pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:14pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>2:15pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:16pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:16pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:17pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>2:19pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>2:20pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**CARTERET COUNTY ATLANTIC BEACH PD 150**

Serial Number: 008785  Test Record Number: 47  
Test Date: 03/27/2008  Test Time: 2:21pm EDT

System Check: Passed

### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>2:21pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>2:21pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>2:21pm</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>2:21pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>2:21pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>2:21pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>2:21pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>2:21pm</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>2:22pm</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>2:22pm</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>2:22pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>2:22pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

**Randy E. Hall**  
Analyst
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 4th day of May A.D. 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

WAYNE COUNTY SEYMOUR JOHNSON AFB 950

Serial Number: 008786
Test Date: 03/06/2008

Citation Number: NNNNNNNNNN
Subject's Name: 
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: KEESLER, LINDA A
Permit Number: 11646E
Effective:
12/01/2007-00/00/0000

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722802
Exp Date: 08/15/2009

Test g/210L Time

DIAG Pass 11:58am
AIR BLK .00 11:59am
ACCY CHK .07 11:59am
AIR BLK .00 12:00pm
SUB TEST .00 12:01pm
AIR BLK .00 12:02pm
SUB TEST .00 12:04pm
AIR BLK .00 12:05pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

WAYNE COUNTY SEYMOUR JOHNSON AFB 950

Serial Number: 008786  Test Record Number: 49
Test Date: 03/06/2008  Test Time: 12:08pm EST

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:08pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:08pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:08pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>12:08pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:08pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:08pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:08pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:08pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:09pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:09pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:09pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:09pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: CUMBERLAND  Instrument Location: SECURITY FORCES
Instrument Serial No.: 008787  TOPE AFB, NORTH CAROLINA

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 27 day of MARCH, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

CUMBERLAND SECURITY FORCES 250

Serial Number: 008787
Test Date: 03/07/2008

Citation Number: 00000000 0

Subject's Name: PREVENTIVE, MAINTENANCE

Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: SIMMONS, PAUL T
Permit Number: 08619E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722801
Exp Date: 08/15/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:12am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>11:13am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:15am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:15am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:16am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:18am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:18am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**CUMBERLAND SECURITY FORCES 250**

Serial Number: 008787  Test Record Number: 46  
Test Date: 03/07/2008  Test Time: 11:39am EST

System Check: Passed

### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:40am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:40am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:40am</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:40am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:40am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:40am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:40am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:40am</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:41am</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:41am</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:41am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:41am</td>
</tr>
</tbody>
</table>

Preventive Maintenance  
Status: Pass

---

**Analyst**

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County CRAVEN Instrument Location HAVELock P.O.

Instrument Serial No. 8800

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 28 day of MARCH, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

CRAVEN COUNTY HAVELOCK PD 240

Serial Number: 008800
Test Date: 03/28/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: HALL, RANDY E
Permit Number: 03462E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722701
Exp Date: 08/14/2009

Test g/210L Time

DIAG Pass 9:27am
AIR BLK .00 9:28am
ACCY CHK .07 9:28am
AIR BLK .00 9:29am
SUB TEST .00 9:29am
AIR BLK .00 9:30am
SUB TEST .00 9:32am
AIR BLK .00 9:33am

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

CRAVEN COUNTY HAVELock PD 240

Serial Number: 008800  Test Record Number: 41
Test Date: 03/28/2008  Test Time: 9:34am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:34am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:34am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:35am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>9:35am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:35am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:35am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:35am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:35am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:35am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:35am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:36am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:36am</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Randy E. Holl
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 28 day of MARCH, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
# Intox EC/IR-II: Subject Test

**CRAVEN COUNTY NEW BERN PD 240**

- **Serial Number:** 008817
- **Test Date:** 03/28/2008

- **Citation Number:** M0000000-0
- **Subject's Name:** PREVENTIVE, MAINTENANCE
- **Subject's Date of Birth:** 11/11/1911
- **Subject's Sex:** Male
- **Driver's License State:** XX
- **Driver's License Number:** NONE

- **Analyst's Name:** HALL, RANDY E
- ** Permit Number:** 03462E
  **Effective:** 12/01/2007-12/01/2009

- **Officer's Name:** NONE, NONE
- **Type of Agency:** FTA
- **Agency:** DHHS
- **Test Type:** Breath Test

- **Lot Number:** AG722503
- **Exp Date:** 08/12/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>1:45pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:45pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>1:46pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:47pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:47pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:48pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>1:50pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>1:50pm</td>
</tr>
</tbody>
</table>

**Reported AC:** .00 g/210L

---

**Signature of Chemical Analyst**

---

**Analyst**

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**CRAVEN COUNTY NEW BERN PD 240**

Serial Number: 008817  Test Record Number: 56  
Test Date: 03/28/2008  Test Time: 1:52pm EDT

System Check: Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>1:52pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>1:52pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>1:52pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>1:52pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>1:52pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>1:52pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>1:52pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>1:52pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>1:53pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>1:53pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>1:53pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>1:53pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 24th day of March, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

GUILFORD COUNTY GREENSBORO PD 400

Serial Number: 008604
Test Date: 03/24/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: DEAN, LARRY K
Permit Number: 11598E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723301-24
Exp Date: 08/20/2009

Test  g/210L  Time
DIAG  Pass  11:56am
AIR BLK .00  11:57am
ACCP CHK .08  11:58am
AIR BLK .00  11:59am
SUB TEST .00  11:59am
AIR BLK .00  12:00pm
SUB TEST .00  12:02pm
AIR BLK .00  12:03pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**GUILFORD COUNTY GREENSBORO PD 400**

Serial Number: 008604    Test Record Number: 344
Test Date: 03/24/2008    Test Time: 12:05pm EDT

System Check: Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:05pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:05pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:05pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:05pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:05pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:05pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:05pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:05pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:06pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:06pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:06pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:06pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

**Analyst**
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the ___ day of ___________, 20__, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

GUILFORD COUNTY HIGH POINT JAIL 401

Serial Number: 008655
Test Date: 03/24/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: DEAN, LARRY K
Permit Number: 11598E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722503-25
Exp Date: 08/12/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>8:05pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:05pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>8:06pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:07pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>8:07pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:08pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>8:10pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>8:10pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

GUILFORD COUNTY HIGH POINT JAIL 401

Serial Number: 008655    Test Record Number: 57
Test Date: 03/24/2008    Test Time: 8:12pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>8:13pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>8:13pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>8:13pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>8:13pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>8:13pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>8:13pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>8:13pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>8:13pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>8:14pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>8:14pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>8:14pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>8:14pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the __________ day of __________, 20__ the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

GUILFORD COUNTY HIGH POINT JAIL 401

Serial Number: 008718
Test Date: 03/24/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: DEAN, LARRY K
Permit Number: 11598E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722503-17
Exp Date: 08/12/2009

Test  g/210L  Time
DIAG  Pass  7:19pm
AIR BLK .00  7:20pm
ACCY CHK .08  7:21pm
AIR BLK .00  7:21pm
SUB TEST .00  7:22pm
AIR BLK .00  7:23pm
SUB TEST .00  7:24pm
AIR BLK .00  7:25pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

GUILFORD COUNTY HIGH POINT JAIL 401

Serial Number: 008718    Test Record Number: 38
Test Date: 03/24/2008    Test Time: 7:27pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>7:28pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>7:28pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>7:28pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>7:28pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>7:28pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>7:28pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>7:28pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>7:28pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>7:29pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>7:29pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>7:29pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>7:29pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Greensboro, N.C.
Instrument Location: Greensboro, P.D.
Instrument Serial No. 048725

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 24th day of March, 2008, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: [Signature]
Certificate Number: 642

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

GUILFORD COUNTY GREENSBORO PD 400

Serial Number: 008725
Test Date: 03/24/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: DEAN, LARRY K
Permit Number: 11598E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722502-1
Exp Date: 08/12/2009

Test g/210L Time

DIAG Pass 12:46pm
AIR BLK .00 12:47pm
ACCY CHK .07 12:47pm
AIR BLK .00 12:48pm
SUB TEST .00 12:49pm
AIR BLK .00 12:50pm
SUB TEST .00 12:51pm
AIR BLK .00 12:52pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

GUILFORD COUNTY GREENSBORO PD 400

Serial Number: 008725    Test Record Number: 53
Test Date: 03/24/2008    Test Time: 12:55pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:56pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:56pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:56pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:56pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:56pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:56pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:56pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:56pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:56pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:56pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:57pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:57pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the ____ day of ______, 20___ the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.
**Intox EC/IR-II: Subject Test**

**GUILFORD COUNTY GREENSBORO JAIL 400**

Serial Number: 008790
Test Date: 03/24/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: DEAN, LARRY K
Permit Number: 11598E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722701-03
Exp Date: 08/14/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>4:20pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:21pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>4:21pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:22pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>4:23pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:24pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>4:25pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>4:26pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

GUlfORD COUNTY GREENSBORO JAIL 400

Serial Number: 008790  Test Record Number: 45
Test Date: 03/24/2008  Test Time: 4:30pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>4:30pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>4:30pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>4:30pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>4:30pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>4:30pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>4:30pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>4:30pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>4:30pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>4:31pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>4:31pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>4:31pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>4:31pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the __________ day of __________, 20______ the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official  Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

GUILFORD COUNTY GREENSBORO JAIL 400

Serial Number: 008794
Test Date: 03/24/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: DEAN, LARRY K
Permit Number: 11598E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722503-27
Exp Date: 08/12/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>5:08pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>5:09pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>5:09pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>5:10pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>5:11pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>5:12pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>5:13pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>5:14pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**GUILFORD COUNTY GREENSBORO JAIL 400**

Serial Number: 008794    Test Record Number: 45  
Test Date: 03/24/2008    Test Time: 5:16pm EDT

System Check: Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>5:17pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>5:17pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>5:17pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>5:17pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>5:17pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>5:17pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>5:17pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>5:17pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>5:17pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>5:17pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>5:18pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>5:18pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

Analyst

---
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: New Hanover  Instrument Location: BAT Mobile Unit 4
Instrument Serial No. 008734  Concord Beach

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 30th day of March 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Preventive Maintenance

NEW HANOVER COUNTY BAT MOBILE UNIT 4 640

Serial Number: 008734    Test Record Number: 63
Test Date: 03/29/2008    Test Time: 9:21pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:21pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:21pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:21pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>9:21pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:21pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:21pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:21pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:21pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:22pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:22pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:22pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:22pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

NEW HANOVER COUNTY BAT MOBILE UNIT 4
640

Serial Number: 008734
Test Date: 03/29/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: TRUDELL, SR., DANIEL T
Permit Number: 21535E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722501
Exp Date: 08/12/2009

Test g/210L Time

DIAG Pass 9:13pm
AIR BLK .00 9:14pm
ACCY CHK .08 9:15pm
AIR BLK .00 9:15pm
SUB TEST .00 9:16pm
AIR BLK .00 9:17pm
SUB TEST .00 9:18pm
AIR BLK .00 9:19pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County New Hanover C Instrument Location BAT Mobile Unit 4
Instrument Serial No. 00 8717 Carolina Beach

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 90th day of March, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

[Certificate Number]
Intox EC/IR-II: Preventive Maintenance

NEW HANOVER COUNTY BAT MOBILE UNIT 4 640

Serial Number: 008717    Test Record Number: 45
Test Date: 03/29/2008    Test Time: 9:47pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:48pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:48pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:48pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>9:48pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:48pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:48pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:48pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:48pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:49pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:49pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:49pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:49pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

NEW HANOVER COUNTY BAT MOBILE UNIT 4 640

Serial Number: 008717
Test Date: 03/29/2008

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: TRUDELL, SR., DANIEL T
Permit Number: 21535E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401
Exp Date: 08/21/2009

Test g/210L Time

DIAG Pass 9:39pm
AIR BLK .00 9:40pm
ACCY CHK .08 9:41pm
AIR BLK .00 9:42pm
SUB TEST .00 9:42pm
AIR BLK .00 9:43pm
SUB TEST .00 9:45pm
AIR BLK .00 9:46pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: New Hanover
Instrument Location: PHT Mobile Unit 4

Instrument Serial No.: CE8744

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 7th day of March, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:12am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:13am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:13am</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

 analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Subject Test

NEW HANOVER COUNTY BAT MOBILE UNIT 4
640

Serial Number: 008734
Test Date: 03/26/2008

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: TRUDELL, SR., DANIEL T
Permit Number: 21535E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722501
Exp Date: 08/12/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:33am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:33am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>10:34am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:35am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:35am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:36am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:38am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:39am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: ________________ Instrument Location: ________________

Instrument Serial No.: ________________

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the __________ day of March, 20__ the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: ___________________________ Certificate Number: ________________

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
**Intox EC/IR-II: Preventive Maintenance**

**NEW HANOVER COUNTY BAT MOBILE UNIT 4 640**

Serial Number: 008717    Test Record Number: 43  
Test Date: 03/26/2008    Test Time: 9:44am EDT

System Check: *Passed*

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>9:44am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>9:44am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>9:44am</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>9:44am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>9:44am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>9:44am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>9:44am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>9:44am</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>9:45am</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>9:45am</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>9:45am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>9:45am</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**  
Status: Pass

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
Intox EC/IR-II: Subject Test

NEW HANOVER COUNTY BAT MOBILE UNIT 4
640

Serial Number: 008717  
Test Date: 03/26/2008

Citation Number: M0000000-0  
Subject's Name: PREVENTIVE, MAINTENANCE  
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male  
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: TRUDELL, SR., DANIEL T  
Permit Number: 21535E  
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG723401  
Exp Date: 08/21/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>9:37am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:38am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>9:38am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:39am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:40am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:41am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>9:42am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>9:43am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst  
Court CVR

[signature]

Analyst

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County: Wayne  Instrument Location: Wayne Co. Detention Ctr.

Instrument Serial No. 008649  207 E. Chestnut St., 28203, NC

The preventive maintenance procedures for the intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 14th day of March, 2017, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature]
Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

WAYNE COUNTY WAYNE CO DETENTION 950

Serial Number: 008649
Test Date: 03/14/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: KEESLER, LINDA A
Permit Number: 11646E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722602
Exp Date: 08/13/2009

Test g/210L Time

DIAG Pass 12:02pm
AIR BLK .00 12:03pm
ACCY CHK .08 12:03pm
AIR BLK .00 12:04pm
SUB TEST .00 12:05pm
AIR BLK .00 12:06pm
SUB TEST .00 12:09pm
AIR BLK .00 12:10pm

Reported AC: .00 g/210L

[Signature of Chemical Analyst]

Court CVR

[Signature of Analyst]

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

WAYNE COUNTY WAYNE CO DETENTION 950

Serial Number: 008649  Test Record Number: 287  Test Date: 03/14/2008  Test Time: 12:13pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:13pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:13pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:13pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:14pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:14pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:14pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:14pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:14pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:14pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:14pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:14pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:14pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance

Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County WAYNE Instrument Location WAYNE CO. DETENTION CENTER
Instrument Serial No. 008471 207 E. CHURCH ST., GOLDEN, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 14th day of May, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: John A. House

Certificate Number: 008471

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

WAYNE COUNTY WAYNE CO DETENTION 950

Serial Number: 000671
Test Date: 03/14/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: KEESLER, LINDA A
Permit Number: 11646E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722801
Exp Date: 08/15/2009

Test g/210L Time

DIAG Pass 11:56am
AIR BLK .00 11:57am
ACCY CHK .07 11:58am
AIR BLK .00 11:58am
SUB TEST .00 11:59am
AIR BLK .00 12:00pm
SUB TEST .00 12:02pm
AIR BLK .00 12:03pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

WAYNE COUNTY WAYNE CO DETENTION 950

Serial Number: 008671 Test Record Number: 275
Test Date: 03/14/2008 Test Time: 12:05pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:05pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:05pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:05pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>12:05pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:05pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:05pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:05pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:05pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:06pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:06pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:06pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:06pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County ___________________________ Instrument Location ___________________________

Instrument Serial No. ___________________________

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the __________________ day of _____________________, 20 __________, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official ___________________________ Certificate Number ___________________________

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY BAT MOBILE UNIT 3 590

Serial Number: 068616
Test Date: 03/27/2008

Citation Number: M00000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 19671E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722601-19
Exp Date: 08/13/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>12:02am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:03am</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>12:04am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:05am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:05am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:06am</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>12:07am</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>12:08am</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

(Handwritten signature)

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MECKLENBURG COUNTY BAT MOBILE UNIT 3 590

Serial Number: 008616    Test Record Number: 192
Test Date: 03/27/2008    Test Time: 12:11am EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:11am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:11am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:11am</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:11am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:11am</td>
</tr>
<tr>
<td>DFT</td>
<td>Pass</td>
<td>12:11am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:11am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:11am</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:12am</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:12am</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:12am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:12am</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County_________________________ Instrument Location_________________________

Instrument Serial No._________________________

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the __________ day of ________________, 20__, the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official _________________________________
Certificate Number _________________________________

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY BAT MOBILE UNIT 3 590

Serial Number: 003616
Test Date: 03/20/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: PTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722601
Exp Date: 08/13/2009

Test g/210L Time

DIAG Pass 11:15pm
AIR BLK .00 11:15pm
ACCY CHK .08 11:16pm
AIR BLK .00 11:16pm
SUB TEST .00 11:17pm
AIR BLK .00 11:18pm
SUB TEST .00 11:19pm
AIR BLK .00 11:20pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MECKLENBURG COUNTY BAT MOBILE UNIT 3 590

Serial Number: 008816  Test Record Number: 183
Test Date: 03/20/2008  Test Time: 11:22pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:23pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:23pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:23pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:23pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County ___________________________ Instrument Location _______________________

Instrument Serial No. __________________________________________________________

__________________________________________

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the __________ day of __________________________, 20__ the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

__________________________________________
Signature of Certifying Official

__________________________________________
Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

FORSYTH COUNTY BAT MOBILE UNIT 3 330

Serial Number: 008616
Test Date: 03/14/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722601
Exp Date: 08/13/2009

Test     g/210L  Time

DIAG      Pass    10:58pm
AIR BLK   .00     10:58pm
ACCY CHK  .08     10:59pm
AIR BLK   .00     11:00pm
SUB TEST  .00     11:00pm
AIR BLK   .00     11:01pm
SUB TEST  .00     11:03pm
AIR BLK   .00     11:04pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox BC/IR-II: Preventive Maintenance**

**FORSYTH COUNTY BAT MOBILE UNIT 3 330**

Serial Number: 008616    Test Record Number: 177
Test Date: 03/14/2008    Test Time: 11:06pm EDT

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:06pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:06pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:06pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PCI</td>
<td>Pass</td>
<td>11:06pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:06pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:06pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:06pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:06pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:07pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:07pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:07pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:07pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: Pass

**Analyst**

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
## Intox EC/IR-II: Preventive Maintenance

**MECKLENBURG COUNTY BAT MOBILE UNIT 3 590**

Serial Number: 008616    Test Record Number: 192  
Test Date: 03/27/2008    Test Time: 12:11am EDT

**System Check: Passed**

### Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>12:11am</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>12:11am</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>12:11am</td>
</tr>
</tbody>
</table>

### Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>12:11am</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>12:11am</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>12:11am</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>12:11am</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>12:11am</td>
</tr>
</tbody>
</table>

### Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>12:12am</td>
</tr>
</tbody>
</table>

### Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>12:12am</td>
</tr>
</tbody>
</table>

### CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>12:12am</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>12:12am</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: Pass

---

*This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007*
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the __ day of ____________, 20__ the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY BAT MOBILE UNIT 3
590

Serial Number: 008616
Test Date: 03/20/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722601
Exp Date: 08/13/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG Pass</td>
<td></td>
<td>11:14pm</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td></td>
<td>11:15pm</td>
</tr>
<tr>
<td>ACCY CHK .08</td>
<td></td>
<td>11:16pm</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td></td>
<td>11:16pm</td>
</tr>
<tr>
<td>SUB TEST .00</td>
<td></td>
<td>11:17pm</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td></td>
<td>11:18pm</td>
</tr>
<tr>
<td>SUB TEST .00</td>
<td></td>
<td>11:19pm</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td></td>
<td>11:20pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**MECKLENBURG COUNTY BAT MOBILE UNIT 3 590**

Serial Number: 008616    Test Record Number: 183
Test Date: 03/20/2008    Test Time: 11:21pm EDT

System Check: Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCl</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:22pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:23pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:23pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:23pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:23pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 14 day of MARCH, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
**Intox EC/IR-II: Subject Test**

**FORSYTH COUNTY BAT MOBILE UNIT 3 330**

- **Serial Number:** 008616
- **Test Date:** 03/14/2008

- **Citation Number:** M0000000-0
- **Subject's Name:** PREVENTIVE, MAINTENANCE
- **Subject's Date of Birth:** 11/11/1911
- **Subject's Sex:** Male
- **Driver's License State:** XX
- **Driver's License Number:** NONE

- **Analyst's Name:** BARNES, ALVIN R
- **Permit Number:** 15671E
- **Effective:** 12/01/2007-12/01/2009

- **Officer's Name:** NONE, NONE
- **Type of Agency:** FTA
- **Agency:** DHHS
- **Test Type:** Breath Test

- **Lot Number:** AG722601
- **Exp Date:** 08/13/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG Pass</td>
<td></td>
<td>10:58pm</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td></td>
<td>10:58pm</td>
</tr>
<tr>
<td>ACCY CHK .08</td>
<td></td>
<td>10:59pm</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td></td>
<td>11:00pm</td>
</tr>
<tr>
<td>SUB TEST .00</td>
<td></td>
<td>11:00pm</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td></td>
<td>11:01pm</td>
</tr>
<tr>
<td>SUB TEST .00</td>
<td></td>
<td>11:03pm</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td></td>
<td>11:04pm</td>
</tr>
</tbody>
</table>

- **Reported AC:** .00 g/210L

**Signature of Chemical Analyst**

**Court CVR**

---

**Analyst**

This form is used when performing Preventive Maintenance procedures

Forensic Tests for Alcohol Branch

Department of Health and Human Services

Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

FORSYTH COUNTY BAT MOBILE UNIT 3 330

Serial Number: 008616      Test Record Number: 177
Test Date: 03/14/2008      Test Time: 11:06pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:06pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:06pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:06pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:06pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:06pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:06pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:06pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:06pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:07pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:07pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:07pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:07pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 27 day of MARCH, 2008, the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

MECKLENBURG COUNTY BAT MOBILE UNIT 3

Serial Number: 008616
Test Date: 03/27/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722601-19
Exp Date: 08/13/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG Pass</td>
<td></td>
<td>12:02am</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td>12:03am</td>
<td></td>
</tr>
<tr>
<td>ACCY CHK .08</td>
<td>12:04am</td>
<td></td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td>12:05am</td>
<td></td>
</tr>
<tr>
<td>SUB TEST .00</td>
<td>12:05am</td>
<td></td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td>12:06am</td>
<td></td>
</tr>
<tr>
<td>SUB TEST .00</td>
<td>12:07am</td>
<td></td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td>12:08am</td>
<td></td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 20 day of March, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.
**Intox EC/IR-II: Subject Test**

**MECKLENBURG COUNTY BAT MOBILE UNIT 3**

Serial Number: 008647  
Test Date: 03/20/2008

Citation Number: M0000000-0  
Subject’s Name: PREVENTIVE, MAINTENANCE  
Subject’s Date of Birth: 11/11/1911  
Subject’s Sex: Male  
Driver’s License State: XX  
Driver’s License Number: NONE

Analyst's Name: BARNES, ALVIN R  
Permit Number: 15671E  
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG722602  
Exp Date: 08/13/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>10:49pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:49pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.08</td>
<td>10:50pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:51pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:51pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:52pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>10:54pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>10:55pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst  
Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MECKLENBURG COUNTY BAT MOBILE UNIT 3 590

Serial Number: 008647  Test Record Number: 194
Test Date: 03/20/2008  Test Time: 10:56pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>10:56pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>10:56pm</td>
</tr>
<tr>
<td>PC</td>
<td>Pass</td>
<td>10:56pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>10:56pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>10:56pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>10:56pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>10:56pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>10:56pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>10:57pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>10:57pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>10:57pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>10:57pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath displays time and date;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 14th day of MARCH, 2008 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: [Signature]
Certificate Number: 648

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

FORSYTH COUNTY BAT MOBILE UNIT 3 330

Serial Number: 008647
Test Date: 03/14/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective: 12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722602
Exp Date: 08/13/2009

Test     g/210L  Time
DIAG     Pass  8:01pm
AIR BLK  .00  8:02pm
ACCY CHK .08  8:02pm
AIR BLK  .00  8:03pm
SUB TEST .00  8:05pm
AIR BLK  .00  8:06pm
SUB TEST .00  8:07pm
AIR BLK  .00  8:08pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

FORSYTH COUNTY BAT MOBILE UNIT 3 330

Serial Number: 008647    Test Record Number: 186
Test Date: 03/14/2008    Test Time: 8:11pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>8:11pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>8:11pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>8:11pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>8:11pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>8:11pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>8:11pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>8:11pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>8:11pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>8:12pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>8:12pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>8:12pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>8:12pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
DEPARTMENT OF HEALTH AND HUMAN SERVICES
FORENSIC TESTS FOR ALCOHOL BRANCH

PREVENTIVE MAINTENANCE RECORD
INTOXIMETERS, MODEL INTOX EC/IR II

County_ MECKLENBURG __ Instrument Location BATMOBILE UNIT 3
Instrument Serial No. 00-8647 __ CHARLOTTE, NC

The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the __76__ day of __MARCH__, 20__08__ the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official __________________________ Certificate Number __648__

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Informal EC/IR-II: Subject Test

MECKLENBURG COUNTY BAT MOBILE UNIT 3
590

Serial Number: 008647
Test Date: 03/26/2008

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: BARNES, ALVIN R
Permit Number: 15671E
Effective:
12/01/2007-12/01/2009

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG722602-09
Exp Date: 08/13/2009

Test g/210L Time

DIAG Pass 11:28pm
AIR BLK .00 11:28pm
ACCCY CHK .08 11:29pm
AIR BLK .00 11:30pm
SUB TEST .00 11:30pm
AIR BLK .00 11:31pm
SUB TEST .00 11:33pm
AIR BLK .00 11:34pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

MECKLENBURG COUNTY BAT MOBILE UNIT 3 590

Serial Number: 008647  Test Record Number: 205
Test Date: 03/26/2008  Test Time: 11:35pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:36pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:36pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:36pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>11:36pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:36pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:36pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:36pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:36pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:37pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:37pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:37pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:37pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 14 day of March, 20 (Y), the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

WAYNE COUNTY BAT MOBILE UNIT 2 950

Serial Number: 008736  
Test Date: 03/14/2008

Citation Number: M0000000-0
Subject's Name: PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RHODES, KENNETH C
Permit Number: 5329E
Effective: 02/01/2008-02/01/2010

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401
Exp Date: 08/21/2009

Test g/210L Time

<table>
<thead>
<tr>
<th></th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG Pass</td>
<td></td>
<td>11:45pm</td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td>11:46pm</td>
<td></td>
</tr>
<tr>
<td>ACCY CHK .08</td>
<td>11:47pm</td>
<td></td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td>11:48pm</td>
<td></td>
</tr>
<tr>
<td>SUB TEST .00</td>
<td>11:48pm</td>
<td></td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td>11:49pm</td>
<td></td>
</tr>
<tr>
<td>SUB TEST .00</td>
<td>11:50pm</td>
<td></td>
</tr>
<tr>
<td>AIR BLK .00</td>
<td>11:51pm</td>
<td></td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
### Intox EC/IR-II: Preventive Maintenance

**WAYNE COUNTY BAT MOBILE UNIT 2 950**

Serial Number: 008736  Test Record Number: 54  
Test Date: 03/14/2008  Test Time: 11:53pm EDT

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:54pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:54pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:54pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>11:54pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:54pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:54pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:54pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:54pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:55pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:55pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:55pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:55pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

**Status: Pass**

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007

**Signature**

Analyst
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 14 day of НОЯБРЯ , 2007 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

[Signature of Certifying Official]

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
**Intox EC/IR-II: Subject Test**

**WAYNE COUNTY BAT MOBILE UNIT 2 950**

Serial Number: 008601  
Test Date: 03/14/2008

Citation Number: M0000000-0  
Subject's Name: PREVENTIVE, MAINTENANCE  
Subject's Date of Birth: 11/11/1911  
Subject's Sex: Male  
Driver's License State: XX  
Driver's License Number: NONE

Analyst's Name: RHODES, KENNETH C  
 Permit Number: 5329E  
 Effective: 02/01/2008-02/01/2010

Officer's Name: NONE, NONE  
Type of Agency: FTA  
Agency: DHHS  
Test Type: Breath Test

Lot Number: AG723401  
Exp Date: 08/21/2009

<table>
<thead>
<tr>
<th>Test</th>
<th>g/210L</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>DIAG</td>
<td>Pass</td>
<td>11:35pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:36pm</td>
</tr>
<tr>
<td>ACCY CHK</td>
<td>.07</td>
<td>11:36pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:37pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:38pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:38pm</td>
</tr>
<tr>
<td>SUB TEST</td>
<td>.00</td>
<td>11:40pm</td>
</tr>
<tr>
<td>AIR BLK</td>
<td>.00</td>
<td>11:41pm</td>
</tr>
</tbody>
</table>

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

---

This form is used when performing Preventive Maintenance procedures  
Forensic Tests for Alcohol Branch  
Department of Health and Human Services  
Rev. 12/2007
Intox EC/IR-II: Preventive Maintenance

WAYNE COUNTY BAT MOBILE UNIT 2 950

Serial Number: 008601    Test Record Number: 392
Test Date: 03/14/2008    Test Time: 11:42pm EDT

System Check: Passed

Baseline Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>11:42pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>11:42pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>11:42pm</td>
</tr>
</tbody>
</table>

Temperature Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>11:42pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>11:42pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>11:42pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>11:42pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>11:42pm</td>
</tr>
</tbody>
</table>

Blank Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>11:43pm</td>
</tr>
</tbody>
</table>

Printer Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>11:43pm</td>
</tr>
</tbody>
</table>

CRC Tests

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>11:43pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>11:43pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

K. C. [Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
Preventive Maintenance Record

Intoimeters, Model Intox EC/IR II

County: New Hanover

Instrument Location: Bar Mobile Unit II

Instrument Serial No.: 008736

The preventive maintenance procedures for the Intoimeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;

2. Verify instrument displays time and date;

3. Initiate breath test sequence;

4. Enter information as prompted;

5. Verify instrument accuracy;

6. When "PLEASE BLOW" appears, collect breath sample;

7. When "PLEASE BLOW" appears, collect breath sample;

8. Print test record;

9. Verify Diagnostic Program; and

10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 13th day of March, 2005 the forgoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official: [Signature]

Certificate Number: 601 631I

A signed original of the preventive maintenance record shall be kept on file for at least three years.

DHHS 4080 (11/07)
Intox EC/IR-II: Subject Test

NEW HANOVER COUNTY BAT MOBILE UNIT 2
640

Serial Number: 008736
Test Date: 03/13/2008

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RHODES, KENNETH C
Permit Number: 5329E
Effective:
02/01/2008-02/01/2010

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401
Exp Date: 08/21/2009

Test   g/210L    Time

DIAG    Pass    6:29pm
AIR BLK .00    6:30pm
ACCY CHK .08    6:31pm
AIR BLK .00    6:31pm
SUB TEST .00    6:32pm
AIR BLK .00    6:33pm
SUB TEST .00    6:34pm
AIR BLK .00    6:35pm

Reported AC: .00 g/210L

Signature of Chemical Analyst

Court CVR

[Signature]

Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

*NEW HANOVER COUNTY BAT MOBILE UNIT 2 640*

Serial Number: 008736  Test Record Number: 50  
Test Date: 03/13/2008  Test Time: 6:37pm EDT

**System Check: Passed**

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>6:37pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>6:37pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>6:37pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FCI</td>
<td>Pass</td>
<td>6:37pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>6:37pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>6:37pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>6:37pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>6:37pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>6:38pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>6:38pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>6:38pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>6:38pm</td>
</tr>
</tbody>
</table>

**Preventive Maintenance**

Status: Pass

---

**Signature**

K. C. Mckehe

**Analyst**

---

*This form is used when performing Preventive Maintenance procedures*  
*Forensic Tests for Alcohol Branch*  
*Department of Health and Human Services*  
*Rev. 12/2007*
The preventive maintenance procedures for the Intoximeters, Model Intox EC/IR II to be followed at least once every four months are:

1. Verify the ethanol gas canister displays pressure, or the alcoholic breath simulator thermometer shows 34 degrees, plus or minus .2 degree centigrade;
2. Verify instrument displays time and date;
3. Initiate breath test sequence;
4. Enter information as prompted;
5. Verify instrument accuracy;
6. When "PLEASE BLOW" appears, collect breath sample;
7. When "PLEASE BLOW" appears, collect breath sample;
8. Print test record;
9. Verify Diagnostic Program; and
10. Verify that the ethanol gas canister is being changed before expiration date, or the alcoholic breath simulator solution is being changed every four months or after 125 Alcoholic Breath Simulator tests, whichever occurs first.

I certify that on the 13 day of March, 2008 the foregoing preventive maintenance procedures were performed on the instrument indicated above, in accordance with current regulations of the N.C. Department of Health and Human Services, and the instrument is functioning properly.

Signature of Certifying Official

Certificate Number

A signed original of the preventive maintenance record shall be kept on file for at least three years.
Intox EC/IR-II: Subject Test

NEW HANOVER COUNTY BAT MOBILE UNIT 2
640

Serial Number: 008601
Test Date: 03/13/2008

Citation Number: M0000000-0
Subject's Name:
PREVENTIVE, MAINTENANCE
Subject's Date of Birth: 11/11/1911
Subject's Sex: Male
Driver's License State: XX
Driver's License Number: NONE

Analyst's Name: RHODES, KENNETH C
Permit Number: 5329E
Effective:
02/01/2008-02/01/2010

Officer's Name: NONE, NONE
Type of Agency: FTA
Agency: DHHS
Test Type: Breath Test

Lot Number: AG723401
Exp Date: 08/21/2009

Test g/210L Time
DIAG Pass 5:52pm
AIR BLK .00 5:53pm
ACCY CHK .08 5:54pm
AIR BLK .00 5:55pm
SUB TEST .00 5:55pm
AIR BLK .00 5:56pm
SUB TEST .00 5:58pm
AIR BLK .00 5:59pm

Reported AC: .00 g/210L

Signature of Chemical Analyst
Court CVR

[Signature]
Analyst

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007
**Intox EC/IR-II: Preventive Maintenance**

**NEW HANOVER COUNTY BAT MOBILE UNIT 2 640**

Serial Number: 008601    Test Record Number: 388
Test Date: 03/13/2008    Test Time: 6:02pm EDT

System Check: Passed

**Baseline Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>IR</td>
<td>Pass</td>
<td>6:02pm</td>
</tr>
<tr>
<td>FLO</td>
<td>Pass</td>
<td>6:02pm</td>
</tr>
<tr>
<td>FC</td>
<td>Pass</td>
<td>6:02pm</td>
</tr>
</tbody>
</table>

**Temperature Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>FC1</td>
<td>Pass</td>
<td>6:03pm</td>
</tr>
<tr>
<td>SRC</td>
<td>Pass</td>
<td>6:03pm</td>
</tr>
<tr>
<td>DET</td>
<td>Pass</td>
<td>6:03pm</td>
</tr>
<tr>
<td>BAR</td>
<td>Pass</td>
<td>6:03pm</td>
</tr>
<tr>
<td>BT</td>
<td>Pass</td>
<td>6:03pm</td>
</tr>
</tbody>
</table>

**Blank Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>AIR</td>
<td>Pass</td>
<td>6:03pm</td>
</tr>
</tbody>
</table>

**Printer Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>PRNT</td>
<td>Pass</td>
<td>6:03pm</td>
</tr>
</tbody>
</table>

**CRC Tests**

<table>
<thead>
<tr>
<th>Test</th>
<th>Status</th>
<th>Time</th>
</tr>
</thead>
<tbody>
<tr>
<td>COMP</td>
<td>Pass</td>
<td>6:03pm</td>
</tr>
<tr>
<td>CAL</td>
<td>Pass</td>
<td>6:03pm</td>
</tr>
</tbody>
</table>

Preventive Maintenance
Status: Pass

---

This form is used when performing Preventive Maintenance procedures
Forensic Tests for Alcohol Branch
Department of Health and Human Services
Rev. 12/2007

---

Analyst